Wettability of DPPC Monolayers Deposited from the Titanium Dioxide–Chitosan–Hyaluronic Acid Subphases on Glass

Agata Ładniak *©, Małgorzata Jurak and Agnieszka Ewa Wiącek

Department of Interfacial Phenomena, Faculty of Chemistry, Maria Curie-Skłodowska University, 20-031 Lublin, Poland; malarz.gov@poczta.umcs.lublin.pl (M.J.); a.wiac@poczta.umcs.lublin.pl (A.E.W.)
* Correspondence: agata.govodek@poczta.umcs.lublin.pl

Received: 30 December 2018; Accepted: 18 January 2019; Published: 23 January 2019

Abstract: The investigations were carried out to determine wettability of the 1,2-dipalmitoyl-sn-glycero-3-phosphocholine (DPPC) monolayers transferred from the liquid subphases containing chitosan (Ch), hyaluronic acid (HA), and/or titanium dioxide (TiO₂) to a glass support by means of the Langmuir–Blodgett (LB) technique. For comparative purposes, the analysis of the plates surfaces emerged from the analogous subphases without the phospholipid film was also made. Characterization of the DPPC monolayers was based on the contact angle measurements using three test liquids (water, formamide, diiodomethane) and a simulated body fluid (SBF) solution in which the concentration of ions was close to that of human plasma. After deposition of the DPPC monolayers on the glass plates, a significant increase in the contact angles of all the probe liquids was observed compared to the plates pulled out from the given subphase without floating DPPC. The presence of phospholipid monolayer increased the hydrophobic character of the surface due to orientation of its molecules with hydrocarbon chains towards the air. In addition, the components of the subphase attached along with DPPC to the glass support modify the surface polarity. The largest changes were observed in the presence of TiO₂.

Keywords: wettability; contact angle; monolayer; phospholipid DPPC; titanium dioxide; chitosan; hyaluronic acid

1. Introduction

Despite numerous studies carried out on the effect of biomaterial surface on the cellular response, it has not been possible yet to specify which factors influence on interactions between the cell and the material to the largest extent. The cell is surrounded by a biological membrane which is a lipid–protein structure exhibiting some fluidity and polarity. Visually, this is a double lipid layer (containing mainly phospholipids, glycolipids, and steroids) in which also integral proteins are found. The most popular phospholipid of Eukaryotes used by scientists as a biological membrane model is 1,2-dipalmitoyl-sn-glycero-3-phosphocholine (DPPC). For better understanding the interactions between the cell membrane and the material surface, research on the effects of topography, wettability, chemical composition, and surface energy can be most helpful. Precise specification of above mentioned properties of the biomaterial surface would allow to achieve the expected response from the biological environment. Moreover, knowledge of these parameters makes the appropriate control of the surface layer properties and its use for the directional cells behavior on the biomaterial surface possible.

Wettability of the surface determines interactions of the biomaterials with the biological environment. In the human body, the first contact is between the biomaterial surface and the water molecules, then ions and proteins are adsorbed, and finally different kinds of surrounding cells...
approach the material. At the same time, bacteria can compete with the cells for surface colonization. That is why eventual relationships between the physicochemical surface characteristics of the different materials and their biological response (blood wettability, protein adsorption, cell adhesion, bacterial adhesion, and biofilm formation) should be considered separately for particular cases.

The goal of our studies was to determine the wettability of the DPPC monolayers deposited on the glass by means of LB technique from the subphase containing chitosan (Ch), hyaluronic acid (HA) and/or titanium dioxide (TiO$_2$). These compounds were chosen due to their specific features useful for medical applications. Chitosan is a copolymer containing two units: 2-acetamido-2-deoxy-β-D-glucopyranose and 2-amino-2-deoxy-β-D-pyranose, connected by 1,4-β glycosidic linkages. In the chitosan structure, the letter mentioned part is more important, therefore in relation to chitin it is much more soluble in numerous aqueous solutions of organic or inorganic acids [1]. The aminoglucose moieties present in the chitosan molecule arise from the deacetylation of chitin. As a result, complete or partial conversion of acetamide to amine unit may occur. The parameter which determines the molar content of deacetylated mers in the chitosan structure is a degree of deacetylation (DD). In the literature DD is defined as the ratio of the number of glucosamine groups to the overall number of N-acetylglucosamine (GlcNAc) and glucosamine (GlcN) units [2]. Their presence in the macromolecule chain is the most important feature of chitosan, decisive in its widespread use. They are protonated in the acidic environment, so on this basis it can be deduced that the main parameter is the number of free groups, enabling the start of various processes with the chitosan contribution, e.g., it can adhere or aggregate with negatively charged molecules or biological membrane [2]. In addition, it has primary and secondary hydroxyl groups in its structure that are responsible for the adsorption capacity of the compound. The above-mentioned properties as well as the antibacterial properties [1,3,4] are very important for the creation of hybrid systems with controlled release of active substances [2,5].

The other selected component—titanium dioxide—is found in all areas of life. It has the form of a white, odorless powder, owing to which it is widely applied as a natural pigment. It is also used as a synthetic mineral dye in food industry. Its pH, close to that of skin and hydrophilic nature, allows it to be a factor that improves stability in the drug delivery systems [6–8]. An additional advantage is its non-toxicity and anti-bacterial activity [9–12].

To improve the biocompatibility of the systems, hyaluronic acid (HA) can be added. It is a hydrophilic polysaccharide found in the extracellular matrix of living organisms [13]. This biopolymer is often used for medical applications due to its non-toxicity, film-forming capability, bioactivity, biodegradability, and anticoagulant properties [13–15]. HA existing as a polyanion under physiological pH strongly interacts with Ch (cationic polysaccharide) via electrostatic forces to form the polymeric network. Ch and HA based materials had the high tendency to the structural disintegration and their physicochemical properties can thus exhibit different behavior while the TiO$_2$ particles can increase the system stability and mechanical properties by intermolecular connection.

To the best of our knowledge the studies with using the Langmuir–Blodgett technique and model biological membrane have been not conducted yet. Variable wettability can be a convenient parameter to inform about the properties of artificial skin. Getting more profound insight into the interactions between model membrane and components of imitation skin with liquids of different character (apolar and polar) can make the subsequent biological effects more predictable. It is expected that innovative composite materials based on natural ingredients will be biocompatible with the human body and will not interfere with processes occurring in it. Therefore, the characteristics of the surface wettability of materials with potential applications in medicine, pharmacy, and cosmetics, both for internal and external use, is very important, mainly due to the fact that many biochemical processes occurring in the human body require an appropriate environment.

The research presented in this paper was aimed at seeking the most suitable system which can be used for skin substitution. At this stage of our investigations, we concluded that degree of surface hydrophilicity can be the most essential parameter for more profound characteristics.
2. Materials and Methods

2.1. Materials

Subphase components: Chitosan (Acrôs Organics, ACRS34905) with molecular weight 100,000–300,000 (DD = 82%) and commercial 1% solution of high-molecular hyaluronic acid were used without purification. TiO$_2$ P-25 Evonik (Early Degussa) was used after modification described below. As a solvent for these substances the acetic acid (AA, purity—99.9%) from Avantor Performance Materials was used after dilution.

Monolayer: DPPC—1,2-dipalmitoyl-sn-glycero-3-phosphocholine with the purity >99% from Sigma, dissolved in chloroform (purity 98.9%) from Avantor Performance Materials.

Solid support: Optical glass plates from As Polonia Sp. z o.o. Poland (36 × 24 × 1 mm) were used for the monolayer deposition.

Test liquids: Water purified by the Milli-Q Plus 185 system from Millipore (USA)—conductivity 18.2 MΩ cm, formamide and diiodomethane were the analytical grade reagents from Sigma, simulated body fluid SBF prepared by us according to the procedure described elsewhere [16,17]. SBF is a solution which contains similar composition to blood plasma. In measurements the solution including the ions: Na$^+$ in the concentration of 142.0 mM/L, K$^+$ 5.0 mM/L, Mg$^{2+}$ 2.5 mM/L, Cl$^-$ 148.8 mM/L, HCO$_3^-$ 4.2 mM/L, HPO$_4^{2-}$ 1.0 mM/L and SO$_4^{2-}$ 0.5 mM/L was used.

Washing agents: Methanol and ethanol (96%) from Avantor Performance Materials were used during the washing formula. The first one to the Langmuir–Blodgett trough, the second one to glass plates.

2.2. Methods

2.2.1. Glass Plate Cleaning and Activation

Glass plates that were used as a solid carrier for biological films (washed and rinsed with ethanol) were exposed to active gas (plasma) to form additional functional groups on the surface which allowed effective binding of the transferred films to the support surface.

For this purpose, the plate surface was treated with low temperature plasma of air for 1 min in the Pico system (Diener Electronic, Germany). The process parameters were as follows: pressure—0.2 mbar, plasma gas flow rate—22 sccm (standard cubic centimeters per minute), working power—460 W, frequency 40 kHz. Following plasma treatment removal of gas products for 10 s occurred, and for another 20 s in the chamber was fixed the atmospheric pressure. Generally, the active species present in atmospheric plasma are N$_2$, N$_2^+$, O$_2$, NO (in dry air), and OH (in humid air) or others produced as an effect of air contaminations which can readily react with the glass surface.

2.2.2. Purification of TiO$_2$

For the additional purification, TiO$_2$ was subjected to the procedure described by Preočanin and Kallay [18]. The aqueous oxide suspension was homogenized, adjusted to neutral pH and then dried. TiO$_2$ prepared in this way was ground in a mortar to obtain a homogeneous powder.

2.2.3. Subphase Preparation

As a subphase for the phospholipid monolayer the following solutions: AA (0.1%), AA/Ch (0.1 mg/mL), AA/TiO$_2$ (1.2 mg/mL), AA/HA (0.5 mL/L), AA/Ch/TiO$_2$, AA/Ch/HA, AA/HA/TiO$_2$, AA/Ch/TiO$_2$/HA were used. Acetic acid solution (0.1%) was obtained by appropriate dilution of the concentrated acid with deionized water (Milli-Q Plus 185 system). In the AA subphase prepared in this way—chitosan was dissolved in the proportions allowing to gain the final concentration of 1mg/mL. The TiO$_2$-containing systems were obtained by adding a powder in the amount of 1.2 g/L whereas HA was mixed in the volume with 0.5 mL HA per liter of solution or mixture.
2.2.4. DPPC Monolayer Preparation—Langmuir–Blodgett (LB) Technique by Vertical Pulling Out (LB↑)

The DPPC solution was obtained by weighing and dissolving the appropriate amount of phospholipid in the form of a lyophilized powder in chloroform to achieve the final concentration of 1 mg/mL. The monolayer at the liquid–gas interface was gained by distribution the DPPC solution using a microsyringe (Hamilton) onto the surface of the subphase filling the Langmuir–Blodgett trough (KSV 2000). After plasma activation of glass, the following steps were done:

- the plate was immersed in the subphase in a vertical position;
- the chloroform solution of DPPC was deposited on the subphase;
- chloroform evaporation took 10 min;
- the expanded monolayer was symmetrically compressed to the surface pressure of 35 mN/m value at the rate of 10 mm/min and equilibrated about 25 min to gain the negligible pressure fluctuation;
- finally, the film of DPPC was transferred by the Langmuir–Blodgett (LB) technique from the liquid phase to the glass support, keeping constant the film pressure by adjusting barriers automatically, within 7 min with the rate of 5 mm/min;
- the quality of the deposited monolayer was measured by transfer ratio which equaled in each system 1 ± 0.01.

The whole process lasted about 50 min at the temperature of 20 ± 0.1 °C. The plates with the DPPC monolayer were placed in a vacuum oven overnight and then the contact angle measurements were carried out.

Reference systems were also made that were the same activated glass plates emerged from the subphase but without the DPPC monolayer. In each case, the plate was immersed in the subphase solution for a period of about 42 min (analogous to the case with a DPPC monolayer) whereas the transfer rate was 5 mm/min.

The glass plates without and with the DPPC monolayer were placed in a vacuum oven overnight, under the pressure of 115 mbar, at room temperature (20 ± 1 °C). This ensures accurate removal of water from the sample and also prevents the monolayer from reorganization. The dryness of the test layers is necessary for the measurements of contact angles to be reliable and reproducible. Because in mentioned conditions the DPPC monolayer behaves as a gel phase, we can assume that the desiccated DPPC monolayer is directly attached to the glass plate surface, and its structure maintains unchanged [19].

2.2.5. Contact Angle Measurements

The contact angle measurement was conducted in a chamber of apparatus GBX (France) equipped with a camera for taking photos of liquid drops on the sample surface and the WinDrop++ program for analyzing the registered drop image. During the tests, droplets of probe liquids (water, diiodomethane, formamide, SBF) were settled using a micropipette. For drops with a volume of 6 µL, the advancing contact angle was measured, then 2 µL was withdrawn and the receding contact angle was measured. The measurements were made at a constant temperature of 20°C owing to a thermostatic chamber. The advancing contact angles were measured during the first few seconds after the drop setting in all cases. Then, immediately, the receding contact angles were determined. Owing to such procedure the results should reflect the real energetic state of the monolayer [19].

During contact angle measurements from two to eight drops were recorded depending on the kind of liquid and the character of the solid support (with/without DPPC). The contact angle was registered by GBX apparatus software. The reading was made for the left and right side of the drop (for all test liquids). The standard deviation was in the range 0–8.5.
3. Results and Discussion

The wettability of surfaces by probe liquids depends primarily on the equilibrium of the cohesive forces in the liquid and the adhesion forces at the solid-liquid interface. It is obvious that the contact angle is not a quantitative parameter but only a general determinant of the hydrophobicity/hydrophilicity of the layers. It allows determining the character/nature of the surface depending on the test liquid used. To determine the type of interactions, polar liquids such as water and formamide are used which have the ability to interact with hydrogen bonds as well as dispersion forces and diiodomethane which is a non-polar liquid that interacts mainly with dispersion forces.

3.1. Contact Angle and Its Hysteresis on the Active Glass Plate

In order to determine the wetting properties of the analyzed systems, the advancing and receding contact angles were measured on the surfaces obtained by transferring the DPPC monolayer from the subphase (AA, AA/Ch, AA/HA, AA/TiO$_2$, AA/Ch/TiO$_2$, AA/Ch/HA, AA/HA/TiO$_2$, AA/Ch/HA/TiO$_2$) to the glass support. For comparative purposes, the wettability of clean plates before and after air plasma modification (1 min) was also evaluated. The results are included in the table below (Table 1).

<table>
<thead>
<tr>
<th>Glass Plate</th>
<th>Glass Plate + Air Plasma</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Advancing Contact Angle (°)</strong></td>
<td><strong>Receding Contact Angle (°)</strong></td>
</tr>
<tr>
<td>Diiodomethane</td>
<td>43.5 ± 3.6</td>
</tr>
<tr>
<td>Formamide</td>
<td>37.2 ± 6.8</td>
</tr>
<tr>
<td>Water</td>
<td>40.5 ± 8.9</td>
</tr>
</tbody>
</table>

Above data was precisely described in the paper [17].

As a result of modification of the glass plates by plasma the contact angles values for all test liquids were reduced, wherein the largest changes were noted for the polar liquids, i.e., formamide and water. There was a decrease in the contact angle values from 37.2° to 4.3° for formamide and from 40.5° to 10.9° for water. This indicates an increase in polarity of the activated plates surface. Treatment of the material surface by air plasma provides the additional functional groups containing oxygen and nitrogen. The contact of polar liquids with such activated surface results in strong interactions and thus an increase in polarity. The test liquids give much lower values of receding contact angles (diiodomethane, water) or are completely spread out on the activated glass (formamide). The lower values of hysteresis for the polar liquids result from the lower contact angles and also confirm the polar character of surface.

Roughly analyzing the diiodomethane contact angles on the plasma untreated and treated glass plates and the combined error bars, the values seem to be similar. Usually it is recognized that the surface tension of non-polar diiodomethane is only due to the intermolecular interactions of Lifshitz–van der Waals $\gamma_{LV}^{LW} = \gamma_L$. Mainly these are London dispersion interactions. For this reason, we can assume that in both cases (before and after plasma treatment) this type of interactions is similar. However, after air plasma modification the effect is particularly visible for the receding contact angles and hysteresis. This is caused by the fact that after plasma action the surface structure changes in time as an effect of newly created groups.

3.2. Analysis of the Surface Wettability with or without the DPPC Monolayer

After transfer of the phospholipid DPPC monolayer from the subphase to the glass support, a significant increase in the contact angles of the measuring liquids was noted in all the studied systems. In this case, the largest changes were observed for formamide. The higher contact angles values were probably due to the specific orientation of the DPPC molecules with the hydrocarbon
chains towards the air. Analysis of wettability after application of the DPPC film indicated a decrease in polarity for all tested systems.

The polarity of most chemical compounds depends on the distribution of the electric charge in the molecule, or the presence of functional groups that may have a dipole moment. However, there are substances that can be both hydrophilic or lipophilic depending on the environment. These compounds have both polar and non-polar groups in their structure and are called amphiphilic. This property is also possessed by phospholipids.

3.2.1. Diiodomethane Contact Angle and Its Hysteresis

The following graph (Figure 1) shows the averaged contact angle values (advancing, receding and hysteresis) of non-polar liquid-diiodomethane (DM), obtained on the glass plate surface after contacting with different subphases. It can be noticed that the contact angle of this liquid on the glass plate after its contact with the water subphase is close to that obtained on the inactivated clean plate. This suggests that the glass plate surface is modified by water whose molecules are likely to bind by physical forces and/or chemical bonds. Such water modified (Glass/W) surface interacts with the DM droplets. The highest contact angle values were obtained on the plate with the embedded acetic acid layer (glass/AA). In this case this indicates that the least apolar surface was obtained compared to the other studied systems. The biggest changes of advancing contact angles, compared to those on Glass/W, were noted for the systems containing titanium dioxide where there was a detectable reduction of contact angles: by about 26° for the glass/AA/TiO$_2$ system, about 6°—for glass/AA/Ch/TiO$_2$, 16°—for the glass/AA/HA/TiO$_2$ and 7°—for glass/AA/Ch/HA/TiO$_2$. This indicates that TiO$_2$ interacts via dispersion forces. In addition, the oxide additive reduced the values of contact angles compared to the systems that do not contain it. Therefore, the largest difference was noted for glass/AA/HA/TiO$_2$ which had a contact angle of 25.8° that is 15.3° less than for glass/AA/HA. Moreover, these systems were characterized by one of the highest contact angle hysteresis values which were probably caused by surface irregularities resulting from the presence of insoluble, nanometric TiO$_2$ particles and/or strong dispersive interactions of TiO$_2$-DM.

Significant hysteresis also occurred in the case of the glass/AA/Ch system. This can indicate an increase of the interactions between the liquid and the biopolymer film and/or the penetration of the liquid into its structure during the measurement of the receding contact angle. However, the lowest hysteresis value was obtained for glass/AA/HA, suggesting a close packing of the HA film deposited on the surface of the plate and/or weak interactions by the London dispersion forces.

When analyzing only the effect of chitosan on the obtained results, some analogy was noticed. Namely, the addition of biopolymer caused an increase in the hysteresis value for all tested systems. Moreover, the addition of Ch to the other systems (except these containing TiO$_2$) resulted in a reduction of contact angle. All ingredients AA, HA, and Ch have groups capable of forming hydrogen bonds. However, the construction of TiO$_2$ allows it to interact with the environment mainly through London forces. The increase in the values of contact angles after the addition of Ch to the systems containing TiO$_2$ indicates oxide binding to the polymer confirmed in our earlier investigations [20] which may result in weaker interactions with DM.
were observed for glass/AA/HA/TiO$_2$ (0.3°). Contact angles were recorded on the glass/AA/Ch (20.1°), glass/AA/Ch/HA (20.0°), glass/AA (19.3°), and glass/AA/Ch/HA/TiO$_2$ (17.8°) surfaces where the similar hysteresis values 5.5°, 5.6°, 4.4°, and 5.0°, respectively were also observed. Interestingly, the addition of TiO$_2$ to the other systems resulted in the biggest change (glass/AA/TiO$_2$—25.8°, glass/AA/HA/TiO$_2$—30.2°).

The general trend of changes in contact angle values for diiodomethane was analogous to that obtained for this liquid but on the plates without a DPPC monolayer (Figure 1) the biggest change was in the case of the glass/AA/TiO$_2$ system.

After the transfer of the DPPC monolayer, the averaged contact angle was 50.3° which was higher by 35.5° than in the case of the system without a phospholipid film. However, the smallest changes were observed for glass/AA/HA/TiO$_2$ where only a 4.4° increase in the contact angle was observed (glass/AA/HA/TiO$_2$—25.8°, glass/AA/HA/TiO$_2$/DPPC—30.2°).

Another important difference between the systems with and without the DPPC film is the fact that for the first one (glass/subphase/DPPC) much lower hysteresis values were obtained (0.3° for glass/AA/Ch/HA/DPPC to 2.1° for glass/AA/HA/DPPC). This may testify to: (I) tight order/packing of the phospholipid monolayer [21], (II) predominance of the cohesion forces over those in DM (which can be confirmed also by the higher values of the receding contact angle than the advancing one obtained in some cases), (III) high repeatability of results as the effect of surface homogeneity. Only for the systems exhibiting the lowest contact angles values (glass/AA/TiO$_2$/DPPC, glass/AA/HA/TiO$_2$/DPPC) hysteresis of the order of 12.3° and 7.8°, respectively was recorded.

In general, receding contact angles give information about liquid sorption/retention and/or liquid penetration into the deposited layer whereas the contact angle hysteresis results from the molecule size of the test liquid [22–24], i.e., larger molecules have a lower tendency to penetrate the film layer and have a low hysteresis of the contact angle. When phospholipid molecules are in contact with diiodomethane having an average molecular surface (compared to water) [25], their reorganization is almost impossible. As a consequence, low hysteresis is observed. Higher hysteresis values would suggest liquid penetration into the film structure due to lower condensation and/or ordering of molecules in the lipid film.

3.2.2. Formamide Contact Angle and Its Hysteresis

The values of contact angles of formamide and water give us information about the polarity of the examined surfaces, their hydrophilic-hydrophobic nature (in the case of water) as well as existence or not of strong interactions by hydrogen bonds type.

The first conclusion, that can be drawn based on Figure 2, is that high polarity of the AA/HA/TiO$_2$ system surface on which the formamide spread out completely. However, the highest contact angles were recorded on the glass/AA/Ch (20.1°), glass/AA/Ch/HA (20.0°), glass/AA (19.3°), and glass/AA/Ch/HA/TiO$_2$ (17.8°) surfaces where the similar hysteresis values 5.5°, 5.6°, 4.4°, and 5.0°,
respectively were also observed. Interestingly, the addition of TiO$_2$ to the other systems resulted in the reduction of angles by about 10°, only in the case of the most complicated system containing all components (glass/AA/Ch/HA/TiO$_2$), the change was in the order of only 2° compared to the glass/AA/Ch/HA system. This suggests that it is actually mainly responsible for the decrease in surface polarity. A similar trend of changes was observed in the contact angles noted for the other polar test liquid, water (Figure 3).

Analysis of wettability of the glass plate surface (with the deposited DPPC layer, transferred from different subphases) using formamide shows a significant increase in the contact angles for all tested systems, with the highest increase (9-fold) for the DPPC monolayer transferred from H$_2$O and almost 8-fold for glass/AA/HA/DPPC, while the smallest one for the glass/AA/HA/TiO$_2$/DPPC system was obtained. In other cases, the increase was 3-fold (only for glass/AA/Ch/TiO$_2$/DPPC—5-fold). The high values of contact angles of polar formamide indicate the specific orientation of phospholipid molecules with the non-polar hydrocarbon chains towards air, and also suggest the existence of significant interactions/forces between the polar phospholipid heads and the biopolymers groups contained in the solution. The least polar surfaces were: glass/H$_2$O/DPPC, glass/AA/HA/DPPC, and glass/AA/Ch/HA/DPPC, on which the contact angles were 78.4°, 72.1°, and 68.8°, respectively. In these cases also the highest values of the contact angle hysteresis were obtained, i.e., 22.7°, 19.7°, 15.7°, respectively. The reason for this may be: (I) existence of significant cohesion forces; (II) penetration of formamide droplets between the hydrocarbon chains of DPPC molecules during the receding contact angle measurement; (III) looser monolayer packing or reorganization as an effect of contact with the liquid being measured.

On the other hand, the addition of TiO$_2$ to the systems caused a decrease in the contact angle for all cases. The biggest change was recorded for glass/AA/HA/DPPC→glass/AA/HA/TiO$_2$/DPPC where the difference among the studied systems was 64.1°. This can suggest the penetration of nanoparticle TiO$_2$ between the DPPC molecules in the monolayer which may further be accessible to the formamide droplets of, causing them to spread over the ‘plate’ surface. The fact of oxide particles migration into the lipid film was also observed during the analysis of surface pressure isotherms as a function of the area per molecule (π-А) which was described in detail in our last paper [26].

### 3.2.3. Water Contact Angle and its Hysteresis

The presence of oxide in individual systems caused a decrease in the contact angle values by 13.8° for glass/AA/Ch/TiO$_2$, about 8.7° for glass/AA/HA/TiO$_2$ and 5.0° for glass/AA/Ch/HA/TiO$_2$. 

![Figure 2. Advancing and receding contact angles of formamide (F) and its hysteresis on the activated glass plates after the contact with the subphase in the absence of DPPC (a) and in the presence of DPPC (b).](image)
However, only (glass/AA/TiO$_2$) showed an intermediate value between that obtained for the H$_2$O and AA systems, namely 25.7°. This can demonstrate the existence of other strong interactions beyond the dispersion forces. In addition, a significant increase in the hydrophilic character may be due to the hydrophilic properties of the oxide. The water droplets interact strongly with the TiO$_2$ particles, and as a result, they spread out more freely (conversely they are more strongly attracted by the surface). Furthermore, the smallest hysteresis values (except for glass/AA/Ch/HA/TiO$_2$) were found in these systems showing high stability and evident organization of the deposited film. This may suggest that the polymers combine with the titanium dioxide particles in a manner allowing them for the contact of groups capable of hydrogen bonds formation with the activated plate surface, and also interact with the polar water droplets. In the case of other systems, the highest values of contact angles were obtained of all the tested ones and very high hysteresis values were noted from 7.6° for glass/AA/HA to 12.0° for glass/AA/Ch/HA, suggesting that the liquid penetrates into the subphase layers.

The great ability of HA to bind water molecules may be a reason for obtaining a smaller contact angle value for the glass/AA/HA system (21.8°) compared to that of glass/W (26.1°). This property was ‘strengthened’ after the addition of TiO$_2$, and ‘weakened’ in combination with Ch—resulting in the highest contact angle value (36.7°), of all tested systems, and also, as mentioned before, its highest hysteresis.

The values of contact angles of water on the DPPC monolayer have highlighted the analogous trend of changes (except for the glass/AA/Ch/DPPC system) to those obtained on the subphase layers but without the lipid film, wherein the values of the glass/subphase/DPPC systems are higher from about 10.8° for glass/AA/HA/TiO$_2$/DPPC and glass/AA/Ch/HA/TiO$_2$/DPPC to 30.8° for glass/AA/DPPC. On the other hand, glass/AA/Ch/DPPC showed only a 5.5° higher water contact angle value compared to the system without DPPC (glass/AA/Ch—35.1°, glass/AA/Ch/DPPC—40.6°). However, TiO$_2$ in the DPPC film systems did not cause such a significant reduction in contact angle values for all systems in comparison with the non-lipid systems. Only in the case of glass/AA/HA/DPPC → glass/AA/HA/TiO$_2$/DPPC there was a decrease of this parameter (27.3°) after the addition of TiO$_2$. This may be related to the slight loosening of the monolayer structure at the transfer pressure after the inorganic substance addition to the subphase [26] which makes it more permeable than glass/AA/HA/DPPC. As a result, water molecules may have access to and interact with subphase components. A similar relationship was also observed for the glass/AA/HA/Ch/DPPC → glass/AA/HA/Ch/TiO$_2$/DPPC systems.
The most hydrophobic DPPC monolayer was obtained by transferring it from the AA (55.3°) and AA/TiO2 subphase (55.1°), and the least one from AA/HA/TiO2 (23.9°)—in this case, the lowest value of the contact angle hysteresis was also noted, namely 8.3°, suggesting the existence of weak interactions with water. In the first case (glass/AA/DPPC), the monolayer was highly packed [26]. It is well-known that the more condensed monolayer is, the less permeable to water molecules and other liquids. In other cases, very high values of contact angle hysteresis appeared which indicates the existence of strong interactions between the DPPC and the test liquid, preventing the water droplets ‘detaching’ from the monolayer surface.

The addition of chitosan to all systems caused the decrease of advancing contact angle probably due to interactions by hydrogen bonds. Both acetylated and deacetylated chitosan units have donor/acceptor groups which can be involved in hydrogen bonding [27]. Chitosan below its pKa value (6.1–6.5) is positively charged [22,28] but its -NH3+ groups are close to deprotonation. In contrast, the phosphate groups -OPO3- in bipolar DPPC have a negative charge, and the ammonium group -N+(CH3)3 is positive, keeping the uncharged monolayer at neutral pH [23]. During the contact of both substances it is very likely that the phospholipid molecules combine with chitosan by hydrogen bonding (amino/ammonium and/or hydroxyl groups of chitosan with phospholipid polar heads).

3.2.4. SBF Contact Angle and Its Hysteresis

In order to analyze the biocompatibility of the tested systems, they were subjected to a wettability test by using the SBF solution (Figure 4). SBF is a mixture with the ions concentration similar to that of human blood plasma. The exact composition of the SBF solution is presented in [16,17]. As 79% of blood includes water, it is expected that the contact angles for this liquid will be close to those obtained for water.

Analysis of SBF wettability confirmed the primary presumption. The trend of changes in the contact angle values for individual systems was analogous to that obtained for the water droplets (Figure 3), showing only small differences from 0.1° for glass/AA/HA to 6.9° for glass/AA/Ch/TiO2. The contact angles values of SBF were slightly higher than those obtained for water, except for glass/AA/Ch and glass/AA/Ch/HA/TiO2 where the lower values of 3.5° and 0.4° were recorded, respectively.

![Graph](a)

![Graph](b)

Figure 4. Advancing and receding contact angles of simulated body fluid (SBF) and its hysteresis on the activated glass plates after the contact with the subphase in the absence of DPPC (a) and in the presence of DPPC (b).

As mentioned before, apart from determining the wettability and hydrophilic–hydrophobic character of the studied systems, the aim of the paper was also to determine their biocompatibility, which can be checked by the analysis of the contact angles of the SBF solution. The SBF contact
angle values for individual systems with the DPPC monolayer were higher than those for the analogous systems without a phospholipid film, and also the general trend of changes was completely different. The highest increase in value was found in the Glass/AA/HA system (Glass/AA/HA—21.9°, Glass/AA/HA/DPPC—58.6°) and the smallest for Glass/AA/HA/TiO₂ (Glass/AA/HA/TiO₂—14.2°, Glass/AA/HA/TiO₂/DPPC—17.2°). When comparing the values of water and SBF contact angles on the surfaces of the studied systems containing the phospholipid monolayer, significant differences were noted in the range from 0.4° for Glass/AA to 7.6° for Glass/AA/HA. This may indicate their good biocompatibility with the components of blood plasma and probably with the entire human body (in the case of the former, the water content is 79% while in the human body it is up to 75%).

Moreover, the obtained higher values of the contact angle hysteresis indicate the existence of strong interactions between the DPPC molecules. Biological membranes cannot be treated as isolated systems because they remain in constant contact with various substances. Therefore, the obtained results give better insight into their complicated characteristics.

3.3. Summary

The analysis of the wettability of the DPPC monolayer surface allowed to determine: (I) specific orientation of phospholipid molecules polar part towards the glass plate with the subphase film while the nonpolar one towards the air, which more or less interacted with the test liquids such as water, formamide, and diiodomethane; (II) strong interactions between the DPPC heads and the subphase components; (III) specific penetration of individual components of the subphase, i.e., Ch, TiO₂, and HA between the DPPC molecules in the monolayer; and (IV) biocompatibility of the tested systems with the blood plasma components. By playing with our components content it will be possible to obtain the biomaterial characterized by adequate wettability. However, to choose which surfaces, hydrophobic or hydrophilic, are more appropriate for the extensive biological studies involving cell differentiation in the human skin in vitro studies are necessary. Based on our present and previous results [17,19,26,29] we think that the moderate hydrophilic surfaces will be the most useful for skin substitution. Also as reported by Rivero et al. [30] the moderate hydrophilic surfaces are favorable for cell adhesion and proliferation.

Our studies are preliminary but the use of these surfaces for in vitro studies at laboratory level would help define which of the medical treatments will be more suitable to apply in vivo. For example, fibronectin has the ability to change the spatial structure depending on the environment and the body’s needs. It shows a marked reduction in its cell-adhesive activity if adsorbed onto hydrophobic substrates, while its cell-stimulating functionality is maintained if adsorbed on hydrophilic ones [31]. In the aspect of skin replacement it takes part along with fibrin in the process of rebuilding damaged tissues. We suppose that behavior of HA-based systems strictly depending on HA amount will be similar to that of fibronectin, but such a hypothesis needs to be verified.

4. Conclusions

The aim of the study was to determine the wettability and hydrophobic-hydrophilic character of the systems containing common biopolymers—chitosan and hyaluronic acid—as well as biocompatible titanium dioxide as having the potential of medical, pharmaceutical, or cosmetic applications.

The wettability of DPPC monolayers deposited on the glass plates using the Langmuir–Blodgett (LB) technique was determined based on the contact angle measurements of the three test liquids: water, formamide and diiodomethane. In addition, the biocompatibility of the proposed systems has been analyzed based on the measurements of the contact angles of a simulated body fluid solution (SBF) in which the concentration of ions is close to that of human plasma. After the deposition of the DPPC monolayer on the plates, a significant increase in the contact angles of all the measurement liquids was found in comparison to the plates immersed in the subphase without DPPC. The presence of phospholipid increases the hydrophobic nature of the surface due to the orientation of the molecules
with the hydrocarbon chains towards the air. The subphase type determines the properties of the DPPC film. Differences are visible in the changes of contact angles values. Variations of these parameters are dependent on the film permeability to the used test liquid which is related to the characteristic orientation of the particles and/or molecules and their packing.

Analysis of the obtained data allowed general estimation of the type of forces by means of which individual components in the system can interact with the environment. The obtained results provide information on the functionality of biological membranes as well as on precise cellular processes such as the transport of water molecules, the kind of ions and substances through the membrane. However, contact angle values are only a general determinant of interactions proceeding in the solution. More precise information, such as the type of interactions and their magnitude/contribution, can be provided from the values of surface free energy and its components, which can be determined using commonly available theoretical models. Analysis of these data will be presented in our next paper [29].

Author Contributions: Conceptualization, methodology, and formal analysis: Ł.A., J.M. and W.A.E.; Writing—original draft preparation and visualization: Ł.A.; Writing—review, editing, and supervision: J.M. and W.A.E.

Funding: This research was funded by MINISTRY OF SCIENCE AND HIGHER EDUCATION, grant no. BS-M-03-002-18-D-01.

Acknowledgments: I am grateful to K. Terpiłowski, Department of Physical Chemistry, Faculty of Chemistry, Maria Curie-Skłodowska University, for the help in plasma treatment.

Conflicts of Interest: The authors declare no conflict of interest.

References


© 2019 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access article distributed under the terms and conditions of the Creative Commons Attribution (CC BY) license (http://creativecommons.org/licenses/by/4.0/).