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Featured Application: Potential application of the presented setup for strain measurement in a
DWDM configuration.
Abstract: A novel intensity-modulated Sagnac loop sensor based on polarization-maintaining
photonic crystal fiber (PM-PCF) in a setup with a dense wavelength division multiplexer (DWDM) for
strain measurement is presented. The sensor head is made of PM-PCF spliced to single-mode fibers.
The interferometer spectrum shifts in response to the longitudinal strain experienced by the PM-PCF.
After passing the Sagnac loop, light is transmitted by a selected DWDM channel, resulting in a change
in the output optical power due to the elongation of PM-PCF. Hence, appropriate adjustment of
spectral characteristics of the DWDM channel and the PM-PCF Sagnac interferometer is required.
However, the proposed setup utilizes an optical power measurement scheme, simultaneously
omitting expensive and complex optical spectrum analyzers. An additional feature is the possibility
of multiplexing of the PM-PCF Sagnac loop in order to create a fiber optic sensor network.
Keywords: fiber optic sensor; Sagnac loop; intensity-modulated; DWDM; strain sensor

1. Introduction
Optical fiber sensors have been widely explored due to their potential advantages, i.e., immunity
to electromagnetic interferences, compact size, lightweight and high sensitivity [1]. They could
be applied as sensors for temperature [2,3], refractive index [4,5], humidity [6,7] or strain [8–14].
In fact, strain determination is one of the most important factors in structural health monitoring
(SHM) [8]. So far, different fiber strain sensors have been presented, for example Mach–Zehnder
interferometers [9,10], Fabry–Pérot interferometers [11], fiber Bragg gratings [12] or long period
gratings [13,14]. In addition, Sagnac interferometers with highly birefringent fibers are also used for
strain measurement. For instance, polarization-maintaining fibers (PMF) were proposed to be sensor
heads for strain detection [15]. However, conventional PMFs, i.e., PANDA or bow-tie, are susceptible
not only to strain, but also to ambient temperature. To overcome the temperature cross-sensitivity
of PMF, Dong et al. [16] and Han [17] demonstrated the use of polarization-maintaining photonic
crystal fiber (PM-PCF) in order to achieve strain sensing, which is inherently not sensitive to ambient
temperature. Fu et al. presented a pressure sensor by applying PM-PCF within a Sagnac loop
achieving a sensitivity of 3.42 nm/MPa [18]. The PM-PCF Sagnac loop was also incorporated within
a fiber ring laser (FRL) to evaluate its environmental stability [19]. However, current setups based
on spectral analysis in order to convert shifts in the transmission spectrum of the interferometer in
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response to elongation or pressure are not convenient and portable. Therefore, intensity-modulated
optical fiber sensor setups are of interest in order to avoid expensive and advanced spectral analysis
instruments [10,20]. Hence a novel, cost-effective, highly sensitive PM-PCF Sagnac loop strain sensor
connected to a DWDM (Dense Wavelength Division Multiplexer) based on optical power measurement
is herewith proposed. The incident light is modulated by the interferometer and output optical
power is measured after passing through the DWDM. The elongation of PM-PCF causes a shift in the
interferometer spectrum, resulting in different output spectra. Dong et al. showed a possibility of
~30 mε elongation of PM-PCF, which indicates good sensitivity, durability and efficient application in
the field of strain sensing [16]. In the meantime, PM-PCF has low temperature sensitivity due to its
structure, which was previously shown to be ~0.3 pm/1 ◦ C [16,21].
The idea of the presented setup relies on a shift in the interferometer spectrum, which has an
influence on the transmitted light modulated by DWDM. Therefore, investigation of axial strain is
performed only by optical power meters. Approximately 11 dB of output optical power change
was experimentally measured for elongation in a range of 0–2000 µε, which proves good sensing
capabilities. The highest achieved sensitivity is approximately 0.01 dB/µε with maximal resolution of
1 µε. By applying reference measurement, incident light fluctuation could be eliminated. Additionally,
the proposed setup may be easily multiplexed to create a sensor network consisting of PM-PCF
Sagnac interferometers.
The work presented here considers one possible sensor configuration utilizing PM-PCF. It sheds
light on a new approach with the use of PM-PCF Sagnac loops and optical power meters in order to
determine the elongation of the fiber itself. One great advantage of the proposed system is that it is
cost-effective in comparison to the current literature that utilizes spectral analysis measurement, where
an interrogation unit is also quite expensive [16,17,22]. Currently, the PM-PCF fabrication technology
is well developed as evidenced by the wide commercial availability of these fibers. Only a small length
of PM-PCF is needed to complete a single sensor unit. Another feature of the proposed setup is its
fairly high resolution compared to other wavelength-based setups employing this type of photonic
crystal fiber [16,17,22]. A disadvantage of the demonstrated setup is the need for careful adjustment of
PM-PCF Sagnac interferometer spectrum with the DWDM channel. However, preparation of proper
PM-PCF length to correlate the spectrum should not to be a challenging problem. Another issue,
which needs to be taken into consideration regarding practical implementation, is the protection of
single-mode fibers in order to avoid any bending and elongation of the non-sensing length of the fiber.
This paper, for the first time to the best of the authors’ knowledge, presents a PM-PCF Sagnac
loop sensor setup connected to a DWDM for sensing applications. The paper presents the theoretical
background followed by the proposal for a sensor network as well as experimental results.
2. Theory
The Sagnac interferometer relies on the phase difference between two counter propagating light
beams. Introducing highly birefringent fibers inside a loop provide different light paths, which results
in a specific interferometer pattern at the output. The phase difference can be formulated as follows [16]:
ϕ=

2πBL
λ

(1)

where B is the birefringence of the PM-PCF known as the difference between effective refractive indices
of the fast and slow axis, respectively, L is the length of the fiber and λ refers to the light wavelength.
Due to the determination of the phase difference (ϕ), the transmission spectrum of the interferometer
could be presented according to the following equation [16]:
T = 1−

cos ϕ
2

(2)
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Indeed, the transmission spectrum is a period function depending on the phase difference (ϕ).
The wavelength spacing between two adjacent interferometer fringes could be approximated by the
following function [16]:
λ2
∆λ =
(3)
BL
According to Equation (3), the wavelength spacing of interferometer fringes directly depends on
parameters of the fiber, i.e., birefringence and length. Elongation of the fiber leads to a change of phase
difference (∆ϕ) between counter propagating light waves, which could be expressed by the following
formula [16]:
2π
(∆LB + L∆B)
∆ϕ =
(4)
λ
As a consequence, this change of phase difference causes the interferometer spectrum to red-shift
due to an increase in longitudinal strain. The temperature effect is negligible because of the PCF
structure. In the proposed setup, the output power could be estimated as an integral over the common
spectrum of the Sagnac interferometer (TINT ) and filter function of a given DWDM channel (TDWDM )
with respect to incident broadband light emission (TBLS ):
Z
Pout ≈

TBLS (λ)TDWDM (λ)TINT (λ)dλ

(5)

The strain induces change in phase difference, which results in a shift in the interferometer
spectrum. Thus, the change of optical power could be approximated as follows:
Z
∆P ≈


TBLS (λ)TDWDM (λ)


1 − cos ∆ϕ
dλ
2

(6)

Change of phase difference caused by elongation has an influence on the transmitted power.
Both the sensitivity and the measurement range are related to the edge slope of the interferometer
and the spectral characteristics of DWDM. According to Equation (3), the wavelength spacing of
interferometer fringes depends on both incident light wavelength and parameters of the fiber, i.e.,
birefringence and length. Thus, by the adjustment of the length of the PM-PCF, the measurement range
could be modified.
3. Proposed Sensor Network
The sensor network consists of a broadband light source, which is split into N number of Sensor
Units. A small fraction of light is coupled out to the optical power reference measurement in order to
eliminate power fluctuations. One sensor unit refers simply to the PM-PCF Sagnac loop. The main
part of light propagates through the fiber coupler, demultplexer (DEMUX) and multiplexer (MUX).
At the end, each DWDM channel is assigned to a given detector, which corresponds to the PM-PCF
Sagnac loop. The whole scheme of the sensor network proposed is shown in the Figure 1.
In Figure 1 the OPM (REF) refers to the optical power meter used for reference measurement.
OPM corresponds to the optical power meter used for measurement of optical power at the output
of the n-th sensor unit, MUX is a multiplexer and DEMUX is a demultiplexer. The experimental
setup was performed with one PM-PCF Sagnac loop (sensor unit) in order to prove the concept of
the sensor network. Multiplexing of sensor units could lead to the obtaining of the proposed sensor
network by selecting different wavelengths as it operates on a wavelength division multiplexing
scheme. The presented sensor network proposal could then be implemented practically. The operating
wavelength range of DWDM is consistent with the International Telecommunication Union
(ITU) recommendations.

Appl. Sci. 2019, 9, 2374

Appl. Sci. 2019, 9, x FOR PEER REVIEW

4 of 9

4 of 11

Figure 1. The proposed sensor network based on DWDM (Dense Wavelength Division Multiplexer)
PM-PCF (Polarization-Maintaining Photonic Crystal Fiber) Sagnac loops.

In Figure 1 the OPM (REF) refers to the optical power meter used for reference measurement.
OPM corresponds to the optical power meter used for measurement of optical power at the output
of the n-th sensor unit, MUX is a multiplexer and DEMUX is a demultiplexer. The experimental setup
was performed with one PM-PCF Sagnac loop (sensor unit) in order to prove the concept of the sensor
network. Multiplexing of sensor units could lead to the obtaining of the proposed sensor network by
selecting different wavelengths as it operates on a wavelength division multiplexing scheme. The
presented sensor network proposal could then be implemented practically. The operating
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4. Experimental Setup
The experimental sensor setup is presented in Figure 2 and consists of a broadband light source
(superluminescent light-emitting diode, λpeak = 1544.4 nm, FWHM = 45.5 nm, Thorlabs), two fiber
couplers 1 × 2 (split ratio—95:5), a 3-port circulator, a fiber coupler 1 × 2 (split ratio—50:50), a
polarization controller, polarization-maintaining photonic crystal fiber (PM-PCF), a dense
wavelength division multiplexer (DWDM, 100 GHz, 8 channels, Fiberon) and two hand-held optical
power meters (OPM, Detector: InGaAs, Resolution 0.01 dB, Grandway).

Figure 2. The scheme for the intensity-modulated PM-PCF based Sagnac loop strain sensor. Inset:
The image of PM-PCF cross-section.

The used PM-PCF is commercially available and its properties are herein presented: core diameter
6.3/4.4 ± 0.5 µm, outer cladding 125 ± 5 µm, coating diameter 240 ± 10 µm, length—40 cm, birefringence:
≥4 × 10−4 , attenuation ≤3 dB/km at 1550 nm. The image of the cross-section of fiber is fully presented
as an inset in Figure 2.
The first fiber coupler 1 × 2 (95:5) was used to eliminate fluctuations from the light source.
The fluctuation of any light source output power could be observed in a function of time. In order

image of PM-PCF cross-section.

The used PM-PCF is commercially available and its properties are herein presented: core
diameter 6.3/4.4 ± 0.5 µm, outer cladding 125 ± 5 µm, coating diameter 240 ± 10 µm, length—40 cm,
birefringence: ≥4 × 10−4, attenuation ≤3 dB/km at 1550 nm. The image of the cross-section of fiber is
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fully presented as an inset in Figure 2.
The first fiber coupler 1 × 2 (95:5) was used to eliminate fluctuations from the light source. The
fluctuation of any light source output power could be observed in a function of time. In order to
to prevent fluctuations, the fiber coupler is proposed to be implemented in the setup. Otherwise,
prevent fluctuations, the fiber coupler is proposed to be implemented in the setup. Otherwise, the
the sensor output power value could be disturbed by light source power variation, thereby affecting
sensor output power value could be disturbed by light source power variation, thereby affecting
strain determination accuracy. A circulator was placed within the sensor setup so as to provide
strain determination accuracy. A circulator was placed within the sensor setup so as to provide the
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Table 1. The parameters of used components.

Table 1. The parameters of used components.

Components
Setup
Componentsof
ofSensor
Sensor Setup
Broadband light source (Thorlabs)
Optical power meter (Grandway)
Polarization maintaining photonic crystal
fiber (PM-1550-01, Thorlabs)
Fiber coupler (Cellco)
Fiber coupler (Cellco)
Fiber circulator (Cellco)
Dense wavelength division multiplexer
(DWDM) (Fiberon)

Parameters
Parameters
Superluminescent light emitting diode, λpeak = 1544.4 nm, FWHM =
45.5 nm, Noise: <0.1%
InGaAs detector, resolution: 0.01 dB, measuring range: −70 to +10 dBm
(1550 nm)
Core diameter 6.3/4.4 ± 0.5 µm, outer cladding 125 ± 5 µm, coating
diameter 240 ± 10 µm, length—40 cm, attenuation ≤3 dB/km (1550 nm),
birefringence: ≥4·× 10−4.
Single mode, 1 × 2, split ratio: 50:50
Single mode, 1 × 2, split ratio: 95:5
3-Port circulator, operating wavelength range: 1520–1580 nm
Channel spacing: 100 GHz, transmission insertion loss: typical—1.2 dB,
transmission isolation: 28 dB
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The proposed sensor setup as depicted in Figure 2 was investigated by monitoring the output

The
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as loop
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in Figure
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thefiber
output
lightproposed
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thesetup
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and the
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of monitoring
PM-PCF. The
was light
after passing
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stretched over a range of 0–2000 µε in steps of 250 µε. The output transmission spectra are shown in
over aFigure
range5.of 0–2000 µε in steps of 250 µε. The output transmission spectra are shown in Figure 5.
It could be observed from Figure 5 that the intensity of the output light is different due to the
applied strain, i.e., the elongation of PM-PCF influences the spectrum of PM-PCF, which shifts towards
longer wavelengths and thus the light coupling out from the Sagnac loop is accordingly modulated by
the DWDM. The integral over the output spectrum corresponds to measured optical power, which
determines the elongation of the fiber. An increase in strain causes an increase in output light.
The intensity levels of the output spectrum are different due to the influence of edge slope spectrum
of the interferometer. Thus, an investigation into the optical power change was conducted using the
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Figure 5. The output light spectra for different stretched PM-PCF.

It could be observed from Figure 5 that the intensity of the output light is different due to the
applied strain, i.e., the elongation of PM-PCF influences the spectrum of PM-PCF, which shifts
towards longer wavelengths and thus the light coupling out from the Sagnac loop is accordingly
modulated by the DWDM. The integral over the output spectrum corresponds to measured optical
power, which determines the elongation of the fiber. An increase in strain causes an increase in output
light. The intensity levels of the output spectrum are different due to the influence of edge slope
spectrum of the interferometer. Thus, an investigation into the optical power change was conducted
using the reference (Pref) and output power (Pout), which eliminates the fluctuation of incident light.
Multiple measurements were performed in order to examine the proposed experimental setup. The
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the5.change
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strain
is PM-PCF.
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It could be observed from Figure 5 that the intensity of the output light is different due to the
applied strain, i.e., the elongation of PM-PCF influences the spectrum of PM-PCF, which shifts
towards longer wavelengths and thus the light coupling out from the Sagnac loop is accordingly
modulated by the DWDM. The integral over the output spectrum corresponds to measured optical
power, which determines the elongation of the fiber. An increase in strain causes an increase in output
light. The intensity levels of the output spectrum are different due to the influence of edge slope
spectrum of the interferometer. Thus, an investigation into the optical power change was conducted
using the reference (Pref) and output power (Pout), which eliminates the fluctuation of incident light.
Multiple measurements were performed in order to examine the proposed experimental setup. The
relationship between the change of optical power and the axial strain is presented in Figure 6.
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A nonlinear response to strain is observed, which could be a result of the spectral correlation between
between the interferometer and DWDM. The quadratic function was selected as a fitting function (R2
the interferometer and DWDM. The quadratic function was selected as a fitting function (R2 = 0.999)
= 0.999) determined by the following equation:
determined by the following equation:

∆P = −1.925·10−6 ·S2 + 0.009454·S + 0.03112

(7)

In the equation above S refers to the strain value applied on PM-PCF (µε) and ∆P corresponds
Figure 6. The optical power change as a function of axial strain.
to the change in output power (dB). To determine sensitivity at given strain values, the first order
derivative The
of the
fittingoffunction
was data
calculated
as follows:
analysis
measurement
shows that
the change in optical power exceeds 11 dB (~11.2
dB) within 2000 µε with a negligible deviation between the performed measurements, maximally ±
∆P) is observed, which
0.03 dB. A nonlinear response to∂(strain
could be a result of the spectral correlation
= −3.85·10−6 ·S + 0.009454
between the interferometer and DWDM.
The
quadratic
function
was selected as a fitting function (R2
∂S
= 0.999) determined by the following equation:

(8)

Thus, the sensitivity is approximately 0.01 dB/µε at the initial value (0 µε) and 0.002 dB/µε at 2 mε,
respectively. Assuming the resolution of the standard optical power meter used in the experiment
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(0.01 dB), the resolution of the proposed setup changes within the range of 1 µε to 5 µε was the result
of the measurement.
Due to the use of an optical spectrum analyzer with a resolution of 0.01 nm and assuming the
use of the experimental PM-PCF Sagnac interferometer (sensitivity of 0.98 pm/µε according to the
Figure 4), the possible resolution could be ~10 µε, which is lower than expected from the proposed
intensity-modulated sensor setup.
The setup presented by Dong et al. had a sensitivity of 0.23 pm/µε and a resolution of ~43 µε [16].
A similar setup demonstrated by Han achieved a sensitivity of ∼1.3 pm/µε [17]. Another comparable
sensitivity was achieved by Orlando et al. [22], i.e., 1.21 pm/µε or 1.11 pm/µε depending on whether
PM-PCF is uncoated or coated (acrylate). Thus, compared to wavelength-based sensor setups
employing this type of PCF [16,17], the presented sensor exhibits a higher resolution (~1 to 5 µε) and
reduces system cost through the replacement of OSA (Optical Spectrum Analyzer) by optical power
meters. Moreover, an easy multiplication of PM-PCF Sagnac loops is possible in order to create a
sensor network as its operation relies on DWDM.
It is also necessary to account for possible error resulting from temperature effects. This constraint
had already been thoroughly investigated in the literature regarding this type of fiber, [16,21,22]
where almost inherent insensitivity to ambient temperature had been found in PM-PCF (~0.3 pm/◦ C).
Assuming a temperature variation of 50 ◦ C (0–50 ◦ C), the induced error could be approximately
15 µε. It evidently shows that thermal effect could be negligible in the proposed setup. Nevertheless,
the advantage of this setup is the utilization of cost-effective optical power measurement instead of
spectral analysis. The measurement range is related to physical parameters of PM-PCF. An increase
of PM-PCF length causes relatively smaller spacing of interferometer fringes, which reduces the
measurement range of the sensor setup.
6. Conclusions
An intensity-modulated PM-PCF Sagnac loop for strain measurement has been presented and
experimentally verified. The sensing part contains a Sagnac interferometer using a PM-PCF, which
was subjected to axial strain. Due to the elongation of the PM-PCF, the interferometer spectrum shifts.
By adjusting the DWDM, elongation of PM-PCF could be determined by direct output optical power
measurement without a need for an OSA. Experimental results pointed out an increase in the output
optical power as a function of longitudinal strain experienced by the PM-PCF. The setup has a maximal
sensitivity of 0.01 dB/µε and resolution of 1 µε when measured using standard optical power meters.
Additionally, this setup could be multiplexed in order to build a fiber sensor network by exploiting
different DWDM wavelengths. It greatly reduces cost due to replacement of expensive and advanced
OSA with optical power meters.
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