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Abstract: The accurate production of a rainfall environment similar to natural rainfall by a rainfall
simulator (RS) is a crucial and challenging task in rainfall instrument testing or calibration. Although
the spatial uniformity of rainfall accumulation is a key parameter of an RS, the spatial uniformity
comparison between simulated rainfall and natural rainfall, and the spatial uniformity improvements
for an RS are scant in the literature. In this study, a fine-scale natural rainfall experiment was
studied using the same testing methods of an RS and the rainfall uniformity was evaluated using the
Christiansen Uniformity Coefficient (CU). Simultaneously, factors influencing the spatial uniformity
of natural rainfall, including the average rainfall accumulation (RA), the deviation of RA, and the area
of the test zone, were analyzed. The results successfully reproduced some of the behaviors observed
in natural rainfall experiments, showing that CU is dependent on these parameters. Based on these
studies, we developed a rainfall simulator with a rotary platform (RSRP) and found that although
spatial uniformity of the RSRP was greatly improved using an appropriate rotary speed, it was not
consistent with the spatial uniformity of natural rainfall. Furthermore, we tested four tipping-bucket
rain gauges using this imperfect RSRP, and found that the RSRP might acquire the instrumental
errors associated with RA for a tested rainfall instrument.
Keywords: rainfall simulator; spatial uniformity; natural rainfall; rainfall accumulation;
rotary platform

1. Introduction
A rainfall simulator (RS) that can produce a controllable rainfall environment similar to natural
rainfall is important for studying soil erosion, soil hydrological processes, and rainfall instrument
testing or calibration, and can save time compared to testing during natural rainfall events [1,2].
However, obtaining an accurate rainfall environment consistent with naturally-occurring rainfall
events remains a challenge, mainly because of the complexity of the micro-physical variables of rainfall
characteristics and the heterogeneity of natural rainfall [3–5].
At present, there are two types of RSs; the first is the nozzle type, which produces rain of very
high intensity and a wide range of rainfall drops that tend to give lower overall uniformity, and the
other is the needle type, which produces higher uniformity but is used when one needs to simulate
rain to fall from a height of 5 m or more [6,7]. Colli et al. [8] designed and conducted preliminary
tests of an advanced needle-type laboratory RS capable of generating discontinuous droplets with a
controlled rainfall intensity and drop size distribution (DSD), but it was difficult to produce drops
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with a diameter less than 1.5 mm. Furthermore, it was quite difficult to ensure that the velocity of the
artificial raindrops was consistent with that of natural raindrops. In order to solve these problems,
Liu et al. [9] designed a nozzle-type RS prototype, and evaluated it with the Christiansen Uniformity
Coefficient (CU), whose values ranged from 80.12–87.32%.
Although a number of previous RS studies considered a CU of 80% or greater to be sufficient to
ensure realistic simulated rainfall patterns [10,11], the CU values of the current RS were too low to apply
to rainfall instrument testing or calibration compared to natural rainfall uniformity exceeding 95% [12].
In addition, the uniformity improvements of RS are an urgent problem for rainfall instrument testing
or calibration.
Although an RS can offer a rainfall environment for testing rainfall instruments, one should be
aware of the discrepancies between artificial and natural rainfall. The purpose of the present study is
to investigate the consistency of the spatial uniformity between simulated rainfall and natural rainfall.
Thus, it attempts to quantify the spatial uniformity of natural rainfall events with CU, improve the
spatial uniformity of the RS with a rotary platform to match natural rainfall scenarios, and address the
factors affecting the CU value.
This study is organized as follows: Section 2 provides a brief introduction to the rainfall simulator
with a rotary platform (RSRP) and quantifies the spatial uniformity of natural rainfall, followed by an
analysis of the factors influencing it; Section 3 analyzes the spatial uniformity of rainfall produced by
the RSRP (tipping-bucket rain gauge (TBRG) tests with the RSRP are presented here) and discusses the
results; finally, Section 4 summarizes and concludes the paper.
2. Experiments
2.1. Rainfall Simulator with a Rotary Platform (RSRP)
Two different methods are used to improve the spatial uniformity of a rainfall simulator: a rotating
nozzle mechanism and a rotating platform mechanism [13–15]. The main difference between these
two methods is that the former is used to improve the uniformity of the rainfall environment, while
the latter is used to improve the relative uniformity. As the latter one was more practical to adopt for
this study, we adopted it to improve the spatial uniformity of our RS.
The RSRP comprises a rotary platform placed below the nozzle of a rainfall simulator.
Both catching rain gauges and non-catching rain gauges can be located on the support of the
rotary worktable, which would rotate with the test platform under the laboratory rainfall simulator.
An uninterrupted power supply and signal transmission during rotation is a key requirement of the
RSRP. We incorporated a slip ring to ensure that this requirement is met.
The RS, the main part of the RSRP, is a single nozzle-type rainfall simulator. It consists of a nozzle,
pedestal, water supply system, control box, and windshield equipment (Figure 1). An aluminum alloy
pedestal was built to hold the nozzle 6 m above the ground to simulate a more realistic velocity [16,17].
The produced rainfall intensity can be varied between 8 mm/h to 40 mm/h by adjusting the pressure at
the nozzle inlet. The present experiment was undertaken with a full cone jetting-type nozzle (HH-14W,
Spraying System Co., Wheaton, IL, USA). The operating pressure is 0.07 MPa and the specific spray
cone angle is 120◦ . A self-priming pump, with a power consumption of 1.2 kW, drew water from
a 1 m3 water tank to the nozzle inlet. To control the beginning and ending of the simulated rainfall,
a solenoid valve was added to at its point of entry to the nozzle. The solenoid valve opened when it
was energized by a 12 V electric current, which was operated by the control box. The response speed
of the solenoid valve was fast enough to prevent the nozzle from dripping after the valve was shut.
A pressure gauge located between the pressure regulator and nozzle was used to monitor pressure
during tests. Pressure values were within ±1 kPa of the nominal pressure rating [9].
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Figure 1. The rainfall simulator and its primary components.
components.

The rotary platform consists of a rotary worktable, slip ring, support, and four wire-connection
The rotary platform consists of a rotary worktable, slip ring, support, and four wire-connection
boxes. The test platform is driven by the rotary worktable, and the rainfall measuring data are
boxes. The test platform is driven by the rotary worktable, and the rainfall measuring data are
transmitted through the slip ring and wire connection boxes. Figure 2 shows the rotary platform and
transmitted through the slip ring and wire connection boxes. Figure 2 shows the rotary platform and
main components.
main components.
The rotary worktable is an electrical rotary table with a high absolute positioning accuracy of
The rotary worktable is an electrical rotary table with a high absolute positioning accuracy
0.005°, worm gear, and worm mechanism. The weight of the center can be up to 100 kg. Each step of
of 0.005◦ , worm gear, and worm mechanism. The weight of the center can be up to 100 kg. Each step of
the stepper motor is 1.8° with a total scope of 360° and an idling speed is 25°/s. The slip ring (MT012
the stepper motor is 1.8◦ with a total scope of 360◦ and an idling speed is 25◦ /s. The slip ring (MT012
standard series, MOFLON Technology Co., LTD, Shenzhen, China) has a total of 24 signals, including
standard series, MOFLON Technology Co., LTD, Shenzhen, China) has a total of 24 signals, including 18
18 signals of 2 A and six signals of 10 A. It can provide six signals, allowing the rainfall instrument to
signals of 2 A and six signals of 10 A. It can provide six signals, allowing the rainfall instrument to be
be tested in each direction. During the experiment, the tested rainfall instruments included the TBRG
tested in each direction. During the experiment, the tested rainfall instruments included the TBRG with
with only two signals and an optical disdrometer with four signals. The wire-connection box
only two signals and an optical disdrometer with four signals. The wire-connection box combines the
combines the tested instruments with the slip ring, and the slip ring is attached to the data acquisition
tested instruments with the slip ring, and the slip ring is attached to the data acquisition system. For the
system. For the TBRG, we developed a four channel data acquisition (DAQ) system based on
TBRG, we developed a four channel data acquisition (DAQ) system based on LabVIEW (Laboratory
LabVIEW (Laboratory Virtual Instrument Engineering Workbench), which saves the information to
Virtual Instrument Engineering Workbench), which saves the information to a .txt file every minute.
a .txt file every minute. The employed tipping buckets have collection funnels of 20 cm in diameter
The employed tipping buckets have collection funnels of 20 cm in diameter to redirect the collected
to redirect the collected rainfall to one of the buckets at a time.
rainfall to one of the buckets at a time.
The rotary platform is connected to the controller and can be started or stopped by the start and
The rotary platform is connected to the controller and can be started or stopped by the start and
stop buttons on the controller. The rotary speed and rotary angle can be burned to the controller on
stop buttons on the controller. The rotary speed and rotary angle can be burned to the controller on the
the computer. The rotary platform is initiated using a slow start and slow stop mechanism; when the
computer. The rotary platform is initiated using a slow start and slow stop mechanism; when the speed
speed of the test platform changes, the controller must be reprogrammed and reburned to the
of the test platform changes, the controller must be reprogrammed and reburned to the controller.
controller.
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Figure 2. Rotary platform and its main components; the arrows in the figure indicate the direction of
Figure 2. Rotary platform and its main components; the arrows in the figure indicate the direction
rotation.
of rotation.

2.2. Quantification of the Spatial Uniformity of Natural Rainfall and Analysis of Influencing Factors
2.2. Quantification of the Spatial Uniformity of Natural Rainfall and Analysis of Influencing Factors
2.2.1. Quantification of the Spatial Uniformity of Natural Rainfall
2.2.1. Quantification of the Spatial Uniformity of Natural Rainfall
A number of previous rainfall simulation studies considered a Christiansen Uniformity
A number of previous rainfall simulation studies considered a Christiansen Uniformity Coefficient
Coefficient (CU) of 80% or greater to be sufficient to ensure simulated rainfall patterns are realistic,
(CU) of 80% or greater to be sufficient to ensure simulated rainfall patterns are realistic, while CU
while CU values of above 62% have been accepted in other studies for larger plot areas. Thus, it is
values of above 62% have been accepted in other studies for larger plot areas. Thus, it is necessary to
necessary to obtain CU values in the natural rainfall events [12]. Additionally, the test area and the
obtain CU values in the natural rainfall events [12]. Additionally, the test area and the test conditions
test conditions may be factors affecting the CU values. Therefore, an experiment was conducted
may be factors affecting the CU values. Therefore, an experiment was conducted under natural rainfall
under natural rainfall to quantify its uniformity with the same scale of the RS and to determine to
to quantify its uniformity with the same scale of the RS and to determine to what degree the RS should
what degree the RS should be set.
be set.
In order to characterize the spatial rainfall distribution in naturally-occurring rainfall events, 144
In order to characterize the spatial rainfall distribution in naturally-occurring rainfall events, 144
circular measuring cups of 9.5 cm diameter and 10.8 cm height were evenly distributed on the entire
circular measuring cups of 9.5 cm diameter and 10.8 cm height were evenly distributed on the entire
test plot (2.2 m × 2.2 m, 4.84 m2). The test area size was chosen to represent the intended test area of
test plot (2.2 m × 2.2 m, 4.84 m2 ). The test area size was chosen to represent the intended test area of
the RS as closely as possible. The center-to-center distance between the measuring cups was 20 cm
the RS as closely as possible. The center-to-center distance between the measuring cups was 20 cm
(Figure 3). A thin layer of sponge was used to cover the board to reduce the splashing error.
(Figure 3). A thin layer of sponge was used to cover the board to reduce the splashing error.
Considering the effect of wind and the convenience of measurement, two measuring cups were
Considering the effect of wind and the convenience of measurement, two measuring cups were
stacked at every measuring point. One of them was nailed to the board, while the other was used for
stacked at every measuring point. One of them was nailed to the board, while the other was used for
measurement. In order to avoid other environmental conditions from affecting the experiment, an oil
measurement. In order to avoid other environmental conditions from affecting the experiment, an oil
cloth was used to cover the measuring cups during periods of no rainfall. Before the rainfall started,
cloth was used to cover the measuring cups during periods of no rainfall. Before the rainfall started,
the cover was removed to expose the empty measuring cups to natural rainfall for the duration of the
the cover was removed to expose the empty measuring cups to natural rainfall for the duration of the
event. Once the rainfall ceased, every individual cup was weighed by a precision electronic balance
event. Once the rainfall ceased, every individual cup was weighed by a precision electronic balance
of 0.01 g, recording the rainfall accumulation at each position. Here, we hypothesized that there was
of 0.01 g, recording the rainfall accumulation at each position. Here, we hypothesized that there was
no evaporation loss out of the open collectors during the experiment, but we should consider that in
no evaporation loss out of the open collectors during the experiment, but we should consider that in
the future experiments.
the future experiments.
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Figure 3. Schematic of the spatial uniformity experiments during naturally occurring rainfall events

Figure 3. Schematic of the spatial uniformity experiments during naturally occurring rainfall events
and the adjusted effective rainfall area (AREA) of RSRP. One-hundred forty-four measuring cups
and the adjusted
effective rainfall area (AREA) of RSRP. One-hundred forty-four measuring cups were
were used in the present study, and they were evenly distributed over an area of 2.2 m × 2.2 m. Sixteen
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The rainfall accumulation values were calculated using Equation (1), which transformed the
weight into volume. RA represents the rainfall accumulation at an individual test point within a
Theperiod,
rainfall
accumulation
values
were calculated
using inside
Equation
(1), which
the
m denotes
the weight
of a measuring
cup with rainfall
in grams,
while mtransformed
0 represents
3
weight into
RAempty
represents
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accumulation
at an individual
point
a period,
the volume.
weight of an
measuring
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the density test
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cup rainfall
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Additionally,
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2 . The diameter of the area is measured using
( m −inmcm
the area of the measuring cup at the inner top edge
0)
RA =
× 10
(1)
a Vernier caliper with an accuracy of 0.02 mm. ρ × A

To account for the different weights of each measuring cup, all of the cups were marked from 1
(m −
0 ) average m0 was 10.58 g, while the standard
to 144, and weighed using the balance
obtain
m0m
. The
RAto=
× 10
(1)
ρ
×
A
deviation was 0.17 g. An OTT PARSIVEL optical disdrometer (OTT Hydromet GmbH, Kempten,
Germany) [18] was deployed beside the test plot to record the beginning and ending times of the
To account
for the
different weights of each measuring cup, all of the cups were marked
natural rainfall
events.
from 1 to 144,The
and
weighed
usingcoefficient
the balance
to obtain
The rainfall
average
m0was
wasdefined
10.58 by
g, while
most
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of uniformity
forma0 .tested
zone
Christiansen
[19],
as
shown
in
Equation
(2).
CU,
the
Christiansen
Uniformity
Coefficient
of
rainfall
the standard deviation was 0.17 g. An OTT PARSIVEL optical disdrometer (OTT Hydromet GmbH,
accumulation,
is an was
important
index beside
to be considered
in thetodesign
ofthe
a functional
andand
accurate
RS times
Kempten,
Germany) [18]
deployed
the test plot
record
beginning
ending
[12]. RAi represents the rainfall accumulation (mm) of the current cup number i. n is the number of
of the natural rainfall events.
the testing cups (equal to 144 in this experiment).

The most widely used coefficient of uniformity for a tested rainfall zone was defined by
n
 CU,

Christiansen [19], as shown in Equation (2).
the
Christiansen
Uniformity Coefficient of rainfall
i − RA 
  RA
i =1


1
100%
=
−
×
CU
accumulation, is an important index to be considered in the design of a functional and accurate
(2) RS [12].


nRA
RAi represents the rainfall accumulation (mm)
of the current
cup number i. n is the number of the




testing cups (equal to 144 in this experiment).
We hypothesized that the diameter differences in the measurements of the measuring cup were

 each measuring cup. By combining
nand area to represent
very little, so we used the average diameter
RA
−
RA
∑ (3). iIn Equation
with Equations (1) and (2), we obtain
 Equation
 (3), Δ m was calculated by subtracting
i =1

1
−
× 100% the rainfall accumulation in
m0 from m. For this reason,CU
we =
can
use
the
rainfall
weight
to represent


nRA
the discussion.

(2)

We hypothesized that the diameter differences in the measurements of the measuring cup were
very little, so we used the average diameter and area to represent each measuring cup. By combining
with Equations (1) and (2), we obtain Equation (3). In Equation (3), ∆m was calculated by subtracting
m0 from m. For this reason, we can use the rainfall weight to represent the rainfall accumulation in
the discussion.
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n
(∆mi ) − ∆m
∑


i =1
 × 100%
CU = 

1 −
n∆m


(3)

The rainfall event data used in this study were collected at a weather station in Nanjing, China,
from December 2015 to January 2016. To get a basic understanding of these five referred rainfall events,
the average rainfall weight, standard deviation of the rainfall weight, the ratio of the former two
parameters, and the CU values over the entire test area are presented in Table 1. From the table, we can
obviously conclude that the CU of naturally-occurring rainfall events with the scale of 2.2 m × 2.2 m
are greater than 97%, and the maximum CU reaches 99.42%. Similar results were found by [12] when
measuring an area of 0.99 m × 2.145 m. In their experiment, the maximum and minimum CU values
were 98.4% and 95.1%, respectively, which were slightly lower than those for the current experiment.
Thus, whether the scale of the test area could be a possible source of error to this difference would be
discussed later.
Table 1. Uniformity test results of five natural occurring rainfall events with the scale of 2.2 m × 2.2 m.
∆m corresponds to the average rain weight of all 144 measuring points and σ refers to the standard
deviation of the referred differences.
Rainfall Events

Date

Duration (h)

∆m (g)

RA (mm)

σ (g)

σ
∆m

CU

No.1
No.2
No.3
No.4
No.5

2015.12.02
2015.12.05
2016.01.03
2016.01.08
2016.01.15

4.5
3.2
34.4
12.7
8.6

26.25
4.54
84.44
68.31
18.32

3.70
0.64
11.91
9.64
2.58

0.52
0.13
0.61
0.59
0.51

0.0198
0.0286
0.0072
0.0086
0.0278

98.40%
97.77%
99.42%
99.26%
97.41%

Table 1 shows that the increased average rainfall weight improves the standard deviation of the
rainfall weight, but the opposite trend is observed for σ/∆m, except for event No. 5. Although the
overall tendency of CU is to increase with increasing average rainfall weight, it is still difficult to draw
this conclusion because the number of rainfall events is small. Thus, more events should be evaluated
in future studies on the relationship between RA and CU.
In order to quantify CU at the 1.6 m × 1.6 m scale, we analyzed 16 test areas of 1.6 m × 1.6 m
within the 2.2 m × 2.2 m area using rainfall events No. 1 and No. 2. The mean CU of event No. 1 was
98.37%, and the standard deviation was 0.05%, while the corresponding values for event No. 2 were
98.19% and 0.33%, respectively. It is quite apparent that CU of naturally-occurring rainfall events at
the 1.6 m × 1.6 m scale is greater than 98%, which indicates that the RS must at least meet this level.
2.2.2. Analysis of Factors Influencing Spatial Uniformity of Natural Rainfall
To determine the factors that influence the spatial uniformity of natural rainfall, the possible
sources contributing to errors in CU were analyzed. Two aspects were considered to evaluate the
discrepancies in CU. The first is that the spatial heterogeneity of natural rainfall seems to exist on a scale
of centimeters [20,21]. The other refers to the observation error, including instrumental effects [22,23].
All of these possible errors could result in discrepancies among CU values and, thus, we assumed
that the error deviation of the rainfall weight represents the summation of all of the possible errors
mentioned above. In order to evaluate the errors in the observed CU data, we referred to Equation (3)
and found that three parameters could affect CU. They were average RA (∆m), deviation of RA
((∆mi ) − ∆m), and the area of the test zone (n). Next, we studied how these three aspects affected the
estimation of CU by means of a simulation analysis.
Before the simulation, we plotted the statistical distribution of rainfall weight based on natural
rainfall events No. 1 and No. 2, and fitted a normal distribution. The fitted distribution and histogram
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plots for these two events are displayed in Figure 4, which shows that the normal distribution can be
used to describe the variability of the natural rainfall events.

Figure 4. Probability density function plots of two natural rainfall events and the fitted normal
distribution. The two events are (a) No. 1 and (b) No. 2 (as shown in Table 1).

The simulation comprised three steps. First, we set the parameters of the tested area, such as
the error deviation of the rainfall weight, length of the tested area, and mean rainfall weight, which
described a basic rainfall event. Second, we used the normal distribution to simulate the variability,
adding the deviation to the average values, to obtain all rainfall accumulations in the test area. Finally,
we changed one of the three parameters and calculated CU.
Figure 5 shows how these three factors influence CU. The five rainfall weights were chosen from
Table 1. As the accuracy of the precision electronic balance is 0.01 g, we used 0.01 g as the minimum
error. Reexamining Table 1 showed that the maximum deviation is 0.61 g; thus, we used 1.0 g as
the maximum error, and the other three errors were set at 0.1 g, 0.2 g, and 0.5 g. From Figure 5a,
it is obvious that increasing the error deviation decreases the uniformity, and lower rainfall weights
are more likely to be influenced by the error deviation, especially if the error deviation exceeds 0.2 g.
Combining the simulated CU values with the tested CU values at certain rainfall weights, we found the
intersections are at 0.13 g, 0.60g, 0.53g, 0.69 g, and 0.60 g. A comparison of these values with the two
values of σ in Table 1 showed that perfect consistency at rainfall weights of 4.54 g, 26.25 g, and 88.44 g,
but the remaining two values of σ are within 0.1 g. The results are quite convincing, and show that it
is prudent to control the error deviation to within 0.2 g. Figure 5b reveals that the CU values of the
test areas are not related, and we noted that when the rainfall weight exceeds 4.54 g, CU is greater
than 99.5%.
While the simple approximation of the error deviation of rainfall weight is useful, further research
on detailed error deviations is required. As the uniformity evaluation at every test point uses a
catching-type gauge, the CU might be affected by the dynamic pressure fluctuations generated by
wind over the orifice of the rain gauge (the wind pumping effect), and the temperature and humidity
of the air [24]. Constant pressure and discharge can be maintained by a hydraulic system, and the
wind-induced error in CU can be studied experimentally with wind sensors or numerically simulated
with a computational fluid dynamics (CFD) approach [25]. In addition, it is important to check whether
the inhomogeneity of rainfall accumulation influences the results of field comparisons.

1
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Figure 5. The relationships between CU and (a) the average rainfall weight and error deviation, and
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3. Results and Discussion
3. Results and Discussion
To determine the spatial uniformity improvements with the RSRP, two experiments were
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to examine the possibility of applying it to rainfall instrument testing or calibration.
3.1. Spatial Uniformity Evaluation of the Rainfall Simulator with a Rotary Platform
3.1. Spatial Uniformity Evaluation of the Rainfall Simulator with a Rotary Platform
Due to the rotation of the test platform, the maximum length of the test area was determined
the rotation
of the= 1.77
test platform,
the maximum
length
of the
area was
usingDue
the to
formula
m. The adjusted
effective
rainfall
areatest
(AERA)
wasdetermined
adjusted to
d ≤ 2.5
2.5 2
√
= 1.77 m. The adjusted effective rainfall area (AERA) was adjusted to
using the formula d ≤
2
1.6 m
m×
× 1.6
In In
order
to quantify
thethe
uniformity
of the
RS,
1.6
1.6 m
m to
tomake
makeefficient
efficientuse
useofofthe
therainfall
rainfallfield.
field.
order
to quantify
uniformity
of the
81 measuring
cupscups
were
distributed
evenly
on aonboard
with
a 0.2
m spacing
between
each
cup,
as
RS,
81 measuring
were
distributed
evenly
a board
with
a 0.2
m spacing
between
each
cup,
shown
in
Figure
6.
During
the
experiment,
the
board
was
put
on
the
rotary
platform
and
rotated.
The
as shown in Figure 6. During the experiment, the board was put on the rotary platform and rotated.
arrows
in Figure
6a indicate
the direction
of rotation.
The
arrows
in Figure
6a indicate
the direction
of rotation.

Figure 6. (a) Picture of the rotary platform; uniformity measurements were made with the measuring
cups on an area measuring
measuring 2.56
2.56 m
m22, and (b) a schematic of the distribution of the measuring cups.

As the rotary speed is influenced by the weight on the test platform, we conducted several tests
with the platform and found that the maximum rotary speed was up to three revolutions per minute
1
(RPM) for the above TBRGs (Figure 2), and the speed was reduced to 2.4 with the uniformity test
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In addition to the study of the rainfall intensities contour maps in rotary state, a statistical
In addition to the study of the rainfall intensities contour maps in rotary state, a statistical
analysis [26] of the rainfall intensities values for each rotary speed provides a better insight and can
analysis [26] of the rainfall intensities values for each rotary speed provides a better insight and can
address significant differences between rotary speeds. Figure 8 shows the boxplots for each rotary
address significant differences between rotary speeds. Figure 8 shows the boxplots for each rotary
speed. The distribution of rainfall intensities narrows in 1 RPM and 2 RPM, proving that our setup
improves the results in general.
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Figure 8. Boxplots of rainfall intensities at different rotary speeds.

In order to quantify the spatial uniformity in the test areas, two additional test areas of 1.2 m × 1.2 m
and 0.8 m × 0.8 m were selected to compare with the entire area of 1.6 m × 1.6 m. The results are shown
in Table 2. An increase in rotary speed from 0 to 2.4 RPM first increases CU, and then decreases it.
Different speeds present different trends when the test area decreases. Regarding the maximum
deviation of rainfall weight, the influence of rotary speed has the same trend as that for CU, but the
different tendency with respect to the test areas can be explained by the fact that the maximum rainfall
weight was recorded in the corners.
A possible explanation for these results is that the rotary platform is equivalent to the existing wind
above the measurement instrument, with 1 RPM at a radius of 0.8 m referred to as 1 × 2π ÷ 60 × 0.8 =
0.084 (m/s). As the relative wind speed is too low, we were uncertain whether the wind is the main
cause. It is apparent, however, that the rotary speed of the test platform should be set at a limited value.
Reexamining Table 2 showed that when the rotary speed is 1 RPM and the test area is 1.6 m × 1.6 m or
1.2 m × 1.2 m, the uniformity of the RS is maximized or greater than 95%. Therefore, we considered 1
RPM as the most appropriate rotary speed for the rotary platform. Furthermore, if we could obtain a
nozzle with a higher uniformity, we would obtain higher CU values by using the rotary platform.
Table 2. Summary of the test results indicating the influence of rotary speed and the test area on
CU and the maximum deviation of rainfall weight. The maximum deviation of rainfall weight refers
to the difference between the maximum rainfall weight and the minimum rainfall weight of all
81 measuring points.
CU

Rotary Speed

The Maximum Deviation of Rainfall Weight (G)

(RPM)

1.6 × 1.6 (m)

1.2 × 1.2 (m)

0.8 × 0.8 (m)

1.6 × 1.6 (m)

1.2 × 1.2 (m)

0.8 × 0.8 (m)

0
1
2
2.4

89.43%
95.87%
94.00%
89.26%

90.06%
95.09%
92.82%
91.00%

92.24%
94.81%
92.39%
91.19%

13.45
6.59
12.48
20.91

12.36
6.59
8.84
12.57

9.11
6.43
8.01
9.08

3.2. TBRG Tests of the Rainfall Simulator with a Rotary Platform
Before the TBRGs were tested in the RSRP, the TBRGs were tested under a flow-type rainfall
intensity standard device that is widely used as a calibration tool for catching rain gauges. The flow
rate of the standard device was set at 6.28 mL/min, and the volume was set at 94.2 mL for a 200 cm
diameter bucket. The average test results of rainfall intensity (RI) and RA were 12 mm/h (0.2 mm/min)

1
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and 3.0 mm, respectively. Every TBRG was tested thrice, and the results are shown in Table 3. The table
indicates that the mean RA of TBRG 2 and TBRG 3 is greater than those of TBRG 1 and TBRG 4. The RI
(mm/min or mm/h) was calculated using Equation (4), with t represents the time of the RA:
RI =

RA
t

(4)

Table 3. Measurement accuracy of tipping-bucket rain gauges (TBRGs) assessed over three trials
under the laboratory flow-type rainfall intensity standard device testing. 1st, 2nd, and 3rd refer to the
measurement time series.

Number
TBRG 1
TBRG 2
TBRG 3
TBRG 4

RA (mm)

Average RA (mm)

1st

2nd

3rd

3.1
3.2
3.3
3.1

3.1
3.2
3.2
3.1

3.0
3.1
3.2
3.1

3.1
3.2
3.2
3.1

Although the CU of the RSRP (95%) is not as high as that of naturally occurring rainfall (98%), four
TBRGs were distributed at the same distance (0.8 m to the center of rotary platform) on the support
arms in the RSRP (Figure 2) to determine if the discrepancy between TBRGs could be found in the
experiments. The experiments were performed for durations of 15 min and at rotary speeds of 0, 1, 2,
and 3 RPM. The results are shown in Figure 9. Compared with the stationary state (0 RPM), the RA
consistency of the four TBRGs was better during the rotating state (1, 2, or 3 RPM).

Figure 9. Rainfall accumulation consistency of four tipping-bucket rain gauges (TBRGs) at different
rotary speed in 15 min. The four rotary speeds were (a) 0 RPM, (b) 1 RPM, (c) 2 RPM, and (d) 3 RPM. Rk
refers to the rainfall accumulation regression curves of TBRG k and Reg Coeff refers to the regression
coefficient of TBRG k (k = 1, 2, 3, 4).

As noted in Section 2.2.2, there are two possible explanations for the discrepancies in the TBRGs
at the same length of the rotary arm. The first is the spatial inhomogeneity of artificial rainfall,
and the other is the instrumental error of the TBRGs. When the speed of the test platform was set
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at 0 RPM, both aspects contributed to the bias. When the test platform was rotated, the bias of the
environment decreased and, thus, the discrepancies among the TBRGs mainly depend on instrumental
error. By examining Figure 8, it becomes apparent that the rotary platform improves the RA agreement
among the four tested TBRGs.
In order to have a clear understanding of the improvements to the RA and RI, we summarize
the statistical results of RA and RI for the TBRGs. The results are shown in Table 4. The table shows
that the maximum bias for RA drops from 1.1 mm to 0.2 mm when the platform rotates, as the rotary
platform enhances the distribution of the artificial rainfall. Furthermore, the numbers for the same RI
values show an obvious increase for every minute. When the rotary speed is set at 3 RPM, however,
the maximum RA bias is larger than that at 2 RPM. This shows that the speed of the rotating test
platform should not be increased excessively. Therefore, it can be concluded from Table 4 that the best
rotary speed for the RSRP is either 1 or 2 RPM, as noted in Section 3.1.
Table 4. The statistical results of RA and RI for the tipping-bucket rain gauge (TBRGs) tests with four
selected rotary speeds. The maximum RA bias is the difference between the maximum RA of the four
tested TBRGs and the minimum RA at a certain rotary speed. The consistent numbers of RI value are
the numbers of the same RI value in every minute among the four TBRGs within 15 min.
RA (mm)
TBRG 1

TBRG 2

TBRG 3

TBRG 4

The Maximum
RA Bias (mm)

Consistent
RI Values

3.9
3.0
3.1
3.0

2.9
3.2
3.3
3.3

2.8
3.1
3.2
3.3

3.0
3.0
3.2
3.1

1.1
0.2
0.2
0.3

3
6
6
8

Rotary Speed (RPM)
0
1
2
3

Furthermore, when we subtracted the average TBRG RA under the laboratory testing device from
the TBRG RA under the RSRP at a speed of 1 RPM (ERSRP1 ), we obtained the environmental error
of RA from the RSRP (EE = ERSRP1 − EL1 ). EL1 was assumed to be the RA measurement error of the
No. 1 rainfall instrument at the same testing condition with the RSRP experiments. The environmental
errors of the four test positions are −0.1 mm, 0 mm, −0.1 mm, and −0.1 mm, respectively. Therefore,
we can change the tested rainfall instruments (No. 2) of the referenced test points and can obtain
the instrumental errors within the above-mentioned RI and RA values (EL2 = ERSRP2 − EE , EL2 and
ERSRP2 are the No. 2 rainfall instrument‘s error and its testing result under the RSRP, respectively).
Unfortunately, we missed recording the test result of rainfall instrument No. 2. In any event, the spatial
uniformity improvements in the RSRP are very promising. However, much work remains to be done
in the future before applying the RSRP in the field for rainfall instrument testing or calibration.
4. Conclusions
We measured the rainfall accumulation uniformity of naturally occurring rainfall within a
2.2 m × 2.2 m area using 144 measuring cups. Five rainfall events were recorded, and the CU were
used to evaluate the rainfall distribution. The uniformity analysis of a 1.6 m × 1.6 m area indicated
that the CU values of the RS under development should match the CU values of natural rainfall events.
Furthermore, we analyzed the influencing factors of spatial uniformity in natural rainfall, including
average RA, error deviations, and test areas. We concluded that the limit of the error should be less than
0.2 g in order to obtain a CU value above 99%; the test area had a weak relationship with CU. Notably,
these findings are applicable to both RS and natural rainfall when the statistical RA measurements are
fitted with a normal distribution.
In addition, we developed an RSRP to study the spatial uniformity improvements at different
rotary speeds. We concluded that the spatial distribution of RA for the RS noticeably improved when
the rotary platform was rotated. Similar results were observed for the TBRGs; however, the CU of the
current RSRP is still somewhat low compared with natural rainfall. Although the spatial uniformity

Atmosphere 2017, 8, 113

13 of 14

improvements of the RSRP are very obvious, more work, including considering additional RAs and
using a constant hydraulic system, should be conducted in the future to implement rainfall instrument
calibration or testing.
Abbreviations
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RSRP
RS
TBRG
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RI

Rainfall Simulator with a Rotary Platform
Rainfall Simulator
Tipping bucket rain gauge
Adjusted effective rainfall area
Christiansen Uniformity coefficient
Rainfall accumulation
Rainfall intensity
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