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Abstract: The purpose of this study was to investigate the effects of the undersurface roughness of
total knee prosthesis on clinical outcomes. We compared the clinical and radiological outcomes and
prosthesis survivals in patients who underwent total knee arthroplasty using prosthesis with identical
designs but different surface roughness (average surface roughnesses (Ra ), 5.0 µm vs. 11.6 µm).
The results showed that the knee prostheses with a more roughened undersurface (Ra = 11.6 µm)
produced significantly better functional results and enhanced prosthesis survival. The difference in
surface roughness was associated with incidence of osteolysis and loosening at the tibial baseplate,
but not at the femoral component. Overall, our results provided significant evidence that the use of
roughened undersurface of tibial baseplate would be a way to prevent aseptic loosening.
Keywords: knee; osteoarthritis; total knee arthroplasty; surface roughness; loosening; implant-cement
interface

1. Introduction
Total knee arthroplasty (TKA) is the most effective surgical treatment for end-stage osteoarthritic
knee disease when all non-operative methods have failed. TKA has shown good clinical outcomes
since the introduction of cemented TKA in the 1960s, but aseptic loosening remains an unsolved
problem [1]. Although the cause of loosening in cemented TKA is multifactorial, delayed instability of
the prosthesis-cement interface is the leading cause of loosening [2–4].
The influence of prosthesis surface texture on the stability of the prosthesis-cement interface
have been studied, and several mechanical studies have demonstrated that bonding strength
between prosthesis and cement increase with increasing surface roughness of the prosthesis [5–7].
However, it is debatable whether roughened prostheses are clinically desirable [8,9]. In hip arthroplasty,
rough surfaced femoral stems produced more wear debris caused by tension between cement and
bone, resulting in more stem loosening through osteolysis than polished femoral stem [8–11]. But to
our knowledge, no study has compared the clinical results of total knee prostheses with different
undersurface roughness.
We examined the use of the prosthesis with an identical design and material but different
undersurface roughness in primary TKA. The senior author has been using Buechel and Pappas (B-P)
knee prostheses (L-F Knee System, Cellumed Co., Ltd., Seoul, Korea) for primary TKA since May 2009.
The manufacturer increased the surface roughness of this prosthesis by changing the surface finish
treatment in October 2013.
The purpose of the present study was to compare the clinical and radiological outcomes and
prosthesis survivals in patients who underwent TKA using prosthesis with identical designs of
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different surface roughness. We hypothesized that increasing the surface roughness of total knee
The purpose of the present study was to compare the clinical and radiological outcomes and
prosthesis
would improve clinical and radiological outcomes and prosthesis survivals, and reduce
prosthesis survivals in patients who underwent TKA using prosthesis with identical designs of
aseptic loosening
rates. roughness. We hypothesized that increasing the surface roughness of total knee
different surface
prosthesis would improve clinical and radiological outcomes and prosthesis survivals, and reduce
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Figure 1. The schematized surface treatment process of Buechel and Pappas knee prosthesis (L-F

Figure 1. The schematized surface treatment process of Buechel and Pappas knee prosthesis (L-F Knee
Knee System, Cellumed Co., Ltd, Seoul, Korea) used in this study. The undersurface treatment
System, Cellumed
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a
5.0 ± 0.39 and 11.6 ± 0.52 µm, respectively. Prosthesis B had a rougher undersurface than prosthesis A,
as might be expected (Figure 2).
2.2. Patient Selection
Of the 388 patients that underwent primary TKA using B-P knee prosthesis at our institute from
May 2009 to December 2016, 570 consecutive knees were initially considered for this retrospective study.
Patients of Kellgren-Lawrence classification grade III or IV that underwent primary TKA for primary
osteoarthritis were included. However, patients with secondary osteoarthritis (e.g., rheumatoid arthritis,
gouty arthritis, post-septic arthritis, or post-traumatic arthritis) and those followed for <3 years were
excluded. In addition, patients with severe tibial bony defect were treated using a different knee
prosthesis with a block or wedge, and/or stem extension was also excluded. After applying inclusion
and exclusion criteria, 547 knees in 362 patients were enrolled in this study. Of 175 patients, 272 knees
underwent TKA using prosthesis A (group A) and 275 knees in 187 patients underwent TKA using
prosthesis B (group B) (Figure 3).
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Figure 2. Photograph of Buechel and Pappas knee prosthesis (L-F Knee System, Cellumed Co., Ltd,
Seoul, Korea) used in this study. The undersurface of the prosthesis was changed from (A) to (B) in
late 2013.
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2.2. Patient Selection
Of the 388 patients that underwent primary TKA using B-P knee prosthesis at our institute
from May 2009 to December 2016, 570 consecutive knees were initially considered for this
retrospective study. Patients of Kellgren-Lawrence classification grade III or IV that underwent
primary TKA for primary osteoarthritis were included. However, patients with secondary
osteoarthritis (e.g., rheumatoid arthritis, gouty arthritis, post-septic arthritis, or post-traumatic
arthritis) and those followed for <3 years were excluded. In addition, patients with severe tibial
bony defect were treated using a different knee prosthesis with a block or wedge, and/or stem
extension was also excluded. After applying inclusion and exclusion criteria, 547 knees in 362
patients were enrolled in this study. Of 175 patients, 272 knees underwent TKA using prosthesis A
(group A) and 275 knees in 187 patients underwent TKA using prosthesis B (group B) (Figure 3).

Figure 3. A flowchart of patient selection for this study (total knee arthroplasty (TKA), osteoarthritis (OA)).

The study design and protocol were reviewed and approved by the institutional review board
(IRB) of our institution (IRB No. INHAUH 2019-11-022), which waived informed consent due to the
retrospective nature of the study.
2.3. Operative Procedure and Treatment after Surgery
All TKAs were performed by one senior orthopaedic surgeon using the standard mid-vastus
approach and gap balancing technique in all cases. All components were fixed with DEPUY CMW3
Gentamicin BoneCement 40 g (Depuy Synthes, Raynham, MA, USA) using a modern cementing
technique [14].
Routine perioperative antibiotics, prophylactic management of deep vein thrombosis
(DVT) (antithrombotic stockings, intermittent pneumatic compression, and anticoagulation),
pain management, and early postoperative rehabilitation protocols were similarly applied in all patients.
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2.4. Clinical and Radiological Assessments
The clinical and functional performances of knee joints were evaluated using the American
Knee Society Score (AKSS) scale (0–100, 100 being the best score) before surgery and annually
after surgery [15]. Group AKSS scores at 3 years after surgery were compared. Surgical findings,
postoperative ranges of motion (ROM), and complications or subsequent revision surgeries were
recorded. Complications included major postoperative events such as revision surgery for any
indication, aseptic loosening of any component, prosthetic joint infection, periprosthetic fracture,
deep vein thrombosis (DVT), knee stiffness, and TKA-associated local tissue irritation. The presence
of DVT was determined by doppler ultrasound before and 6 weeks after surgery. Prosthesis failure
was defined as osteolysis and/or progressive radiolucency on serial radiographs, a prosthesis-related
problem, or significant knee pain probably caused by inadequate prosthesis fixation [16]. Revision TKA
was performed in cases of prosthesis failure.
Radiographic analysis was performed in anteroposterior and lateral views by one senior orthopedic
surgeon who recorded the presence of any osteolytic lesion or radiolucent line > 2 mm located
under the surface-cemented prosthesis on any postoperative radiograph [17,18]. Measurements were
taken in millimeters using an INFINITT M6 Picture Archiving and Communication System
(INFINITT Healthcare Co., Ltd, Seoul, Korea).
2.5. Statistical Analysis
The significance of differences between group A (Ra = 5.0) and group B (Ra = 11.6) were
determined using the independent t-test or the nonparametric Mann-Whitney U-test when variables
were non-normally distributed. Radiologic findings, complications, and revision rates were compared
using Pearson’s chi-squared test or Fisher’s exact test. Times to failure (for any reason or aseptic
loosening only) were subjected to Kaplan-Meier analysis. Cox proportional hazard regression analysis
was used to identify factors associated with the risk of aseptic loosening. The analysis was conducted
using IBM SPSS Statistics for Windows, version 19.0 (IBM Corp., Armonk, NY, USA). Results are
presented as means ± standard deviation or as numbers and percentages, and statistical significance
was set at p < 0.050.
3. Results
3.1. Patients Demographics
The demographic characteristics of the two groups are summarized in Table 1. In group A,
the mean age at surgery was 68.2 years (range, 45–92 years), and the mean follow-up was 69.7 months
(range, 36–125 months), and in group B, the mean age at surgery was 67.6 years (range, 47–93 years),
and mean follow-up was 51.0 months (range, 36–73 months). The follow-up duration was significantly
greater in group A (p = 0.001). No significant intergroup difference was found between patient
demographics (e.g., age, gender, body mass index (BMI), surgical side, or bone mineral density (BMD))
(Table 1).
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Table 1. Patient demographic characteristics.

Variable

Group A
Ra = 5.0 µm (272 Knees in
175 Patients)

Group B
Ra = 11.6 µm (275 Knees
in 187 Patients)

p Value

Mean age at surgery
(years, range) a

68.2 ± 8.0
(45–92)

67.6 ± 7.6
(47–93)

0.481

Gender (n, %) b
Male
Female

–
21 (12.0%)
154 (88.0%)

–
27 (14.4%)
160 (85.6%)

0.494

Duration of follow-up
(months, range) a

69.7 ± 25.6
(36–125)

51.0 ± 10.6
(36–73)

0.001 *

Body Mass Index (kg/m2 ) a

26.1 ± 3.7

26.5 ± 3.9

0.296

Bone Mineral Density
(T-score) a

−1.83 ± 1.16

−1.88 ± 1.11

0.768

Knees (n, %) b
Bilateral
Unilateral

–
97 (55.4%)
78 (44.6%)

–
88 (47.1%)
99 (52.9%)

–

Right
Left

42 (53.8%)
36 (46.2%)

53 (53.5%)
46 (46.5%)

0.111
0.967

a

Data presented as mean ± standard deviation. Statistical significance was determined by independent t-test;
Data presented as number (%). Statistical significance was determined by Pearson’s chi-squared test; * p < 0.05.
Statistical significance was defined as p < 0.05; Ra , Average roughness.
b

3.2. Clinical and Radiological Outcomes
In group A, clinical and functional AKSS scores significantly improved after surgery from
68.1 ± 8.5 and 65.7 ± 7.2 preoperatively to 95.2 ± 7.6 and 83.2 ± 20.5 at three years postoperatively,
respectively (p < 0.001), and in group B from 67.1 ± 5.4 and 64.0 ± 11.5 preoperatively to 95.8 ± 7.3
and 88.8 ± 17.3 at three years postoperatively, respectively (p < 0.001). Clinical AKSS at three years
postoperatively were similar in the two groups (p = 0.515), but functional AKSS at three years
postoperatively were better in group B (p = 0.023). Mean flexion contractures and ROM at three years
postoperatively were 0.37◦ ± 3.23◦ and 118.1◦ ± 14.0◦ in group A and 0.39◦ ± 1.82◦ and 120.1◦ ± 9.1◦
in group B, respectively, and these differences were not statistically significant (Flexion contracture,
p = 0.950; ROM, p = 0.164) (Table 2).
There were no statistically significant differences between the two groups in prevalence of minor
complications; superficial infection (p = 0.497), hypertrophic synovitis (p = 0.497), DVT (p > 0.999),
and stiff knee (p = 0.800) (Table 2). One knee (0.4%) in group A experienced superficial infection four
weeks following TKA and was treated with oral antibiotics. Hypertrophic synovitis occurred in one
knee in group A (0.4%) and was treated with arthroscopic synovectomy. DVT checked by doppler
ultrasound six weeks after surgery occurred in three knees in group A (1.1%) and in four knees in
group B (1.5%). Eight knees in group A (2.9%) and seven knees in group B (2.5%) required manual
manipulation following TKA because ROM was less than 90◦ at the 12 weeks follow-up visit.
During the three years after TKA, 21 knees in group A (7.7%) and five knees in group B (1.8%)
developed tibial osteolysis, and 25 knees in group A (9.2%) and in seven knees in group B (2.5%)
developed a tibial radiolucent line, and both represented a significant intergroup difference
(both p = 0.001) (Table 2). On the other hand, femoral osteolysis and femoral radiolucent line
development rates (p = 0.105 and 0.472, respectively) were not significantly different in the two groups
(Table 2).
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Table 2. Clinical and radiological outcomes.

Variable

Group A
Ra = 5.0 µm (272 Knees
in 175 Patients)

Group B
Ra = 11.6 µm (275 Knees
in 187 Patients)

p Value

Range of motion a
Preoperative flexion contracture (◦ )
Postoperative flexion contracture (◦ )
Preoperative range of motion (◦ )
Postoperative range of motion (◦ )

–
2.3 ± 5.0
0.37 ± 3.23
121.5 ± 13.0
118.1 ± 14.0

–
2.0 ± 4.9
0.39 ± 1.82
119.7 ± 9.8
120.1 ± 9.1

–
0.399
0.950
0.154
0.164

Outcome scores a
Preoperative clinical AKSS
Postoperative clinical AKSS
Preoperative functional AKSS
Postoperative functional AKSS

–
68.1 ± 8.5
95.2 ± 7.6
65.7 ± 7.2
83.2 ± 20.5

–
67.1 ± 5.4
95.8 ± 7.3
64.0 ± 11.5
88.8 ± 17.3

–
0.276
0.515
0.279
0.023 *

Complications b
Superficial infection
Hypertrophic synovitis
Deep vein thrombosis
Stiffness after TKA

–
1 (0.4%)
1 (0.4%)
3 (1.1%)
8 (2.9%)

–
0 (0%)
0 (0%)
4 (1.5%)
7 (2.5%)

–
0.497
0.497
>0.999
0.800

Revision surgery b
Any reason
Aseptic loosening
Prosthetic joint infection
Periprosthetic fracture

–
13 (4.8%)
9 (3.3%)
4 (1.5%)
0 (0%)

–
5 (1.8%)
2 (0.7%)
2 (0.7%)
1 (0.4%)

–
0.058
0.035 *
0.448
>0.999

Radiologic findings b
Femoral osteolysis
Femoral radiolucencies
Tibial osteolysis
Tibial radiolucencies

–
7 (2.6%)
10 (5.7%)
21 (7.7%)
25 (9.2%)

–
2 (0.7%)
7 (2.5%)
5 (1.8%)
7 (2.5%)

–
0.105
0.472
0.001 *
0.001 *

a

Data presented as mean ± standard deviation. Statistical significance was determined by independent t-test or
Mann-Whitney U-test; b Data presented as number (%). Statistical significance was determined by Fisher exact test;
* p < 0.05. Statistical significance was defined as p < 0.05; Ra , Average roughness; AKSS, American Knee Society
score; TKA, total knee arthroplasty.

3.3. Prosthesis Survivorship
Thirteen knees (4.8%) in group A and five knees (1.8%) in the group B underwent revision
for any reason, and these rates were not significantly different (p = 0.058). Nine cases of aseptic
loosening occurred in group A (3.3%) at a mean time to failure of 38.7 months, but only two occurred
in group B (0.7%) at a mean time to failure of 16.5 months. Revision rates due to aseptic loosening
were significantly different between the two groups (p = 0.035). Revision rates due to prosthetic joint
infection or periprosthetic fracture were not significantly different between the two groups (Table 2).
Prosthesis survival was greater in group B than in group A, as determined by Kaplan-Meier
survival analysis. In group A, 3-, 5-, and 7-year survival rates using any reason as the endpoint were
97.4%, 94.5%, and 94.5%, respectively, and in group B corresponding 3- and 5-year survival rates were
both 98.2% (Figure 4A). In group A, 3-, 5- and 7-year survival rates using aseptic loosening as the
endpoint were 98.5%, 96.1%, and 96.1%, respectively, and in group B corresponding 3- and 5-year
survival rates were both 99.3% (Figure 4B).
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CI 0.84–1.16, p = 0.870), and BMD (OR 0.94, 95% CI 0.54–1.64, p = 0.831) were not
Discussion
found to be significantly
associated
with aseptic
loosening.
The present
study was undertaken
to investigate
the effects of the undersurface roughness of
total knee prosthesis on clinical outcomes, and the results showed that rough surfaced prostheses

4. Discussionproduced significantly better functional results and enhanced prosthesis survival.
The success of joint arthroplasty is directly related to prosthesis lifetime, aseptic loosening
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significantly better
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prosthesis
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Harris et al. [3,20] suggested that the early separation between prosthesis-cement resulted in an
The success
of jointofarthroplasty
is directly
towas
prosthesis
aseptic
between
acceleration
the loosening process.
This related
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based on lifetime,
experimental
studiesloosening
which
showed thatand/or
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membranes between cement and bone in revision arthroplasty [8,21–23]. Even in revision TKA for
Despite widespread
awareness of the problems, the specific mechanisms of failure initiation and
aseptic loosening, debonding between prosthesis-cement in surgical findings was reported by
progression inretrieval
prosthetic
loosening
not been completely
Harris
[3,20]
studies
[24–26]. Wehave
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the dissociationunderstood.
of prosthesis-cement
in et
all al.
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TKA forbetween
aseptic loosening.
These results and
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that increasing
that the earlyrevision
separation
prosthesis-cement
resulted
in an
acceleration
of the loosening
prosthesis-cement bond strength might effectively prevent early aseptic loosening.
process. This suggestion was based on experimental studies which showed that loose components
were easily removed from cement and there were few fibrous membranes between cement and bone
in revision arthroplasty [8,21–23]. Even in revision TKA for aseptic loosening, debonding between
prosthesis-cement in surgical findings was reported by retrieval studies [24–26]. We also experienced
the dissociation of prosthesis-cement in all cases of revision TKA for aseptic loosening. These results
and observations suggested that increasing prosthesis-cement bond strength might effectively prevent
early aseptic loosening.
Various surface treatments in orthopaedic prosthesis have been employed to enhance the
ability of prostheses to bond with cement; polishing, porous coatings, and roughening of textures
by sand-blasting [9]. Pittman et al. [5] reported a mechanical study about surface roughness of
total knee prosthesis and demonstrated that prosthesis-cement bonding strength increased with
increasing surface roughness. However, no study had been performed to determine whether increasing
prosthesis surface roughness is clinically desirable or whether it affects rates of aseptic loosening
after TKA. Kutzner et al. [26] reported, by a case-control study with retrieval analyses, that the
comparatively low surface roughness made tibial baseplate more susceptible to mechanical loosening.
However, they compared two different prosthesis designs, that is, Low-Contact Stress, Ra = 3.7 µm
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(DePuy Synthes, Warsaw, IN, USA) and Profix, Ra = 9.1 µm (Smith and Nephew, Memphis, TN,
USA). In our present study, we compared prosthesis with identical designs but with different surface
roughnesses (Ra , 5.0 µm vs. 11.6 µm) and observed that the rougher prosthesis (Ra = 11.6 µm) had
a lower revision rate due to aseptic loosening and lower tibial osteolysis and/or radiolucent line
development rates. Our results provide clinical support for the results of the mechanical study by
Pittman et al. [5] that showed prosthesis-cement bonding strength increased as the surface roughness
increased and suggests that using the roughened total knee prosthesis is useful for preventing
aseptic loosening.
Our results for TKA were quite different from those previously reported for hip arthroplasty. In hip
arthroplasty, earlier studies reported that rough surfaced femoral stems were shown to be clinically
inferior to polished femoral stems because rough stems produced more wear debris caused by stresses
between cement and bone than polished femoral stems, resulting in more stem loosening through
osteolysis [6,8,10,11]. However, in the present study, roughened surfaced total knee prosthesis had less
incidence of loosening and radiologic tibial osteolysis by wear debris. Kutzner et al. [26], similar to our
results, reported that the low surface roughness makes the prosthesis more susceptible to loosening.
We believe that these differences between hip and knee arthroplasties were probably due to differences
in bone quality where cemented prosthesis is attached. In order to reduce loosening, the bond
strength ratios at both interfaces (prosthesis-cement and cement-bone) should be considered [27].
Increasing the bond strength at prosthesis-cement would cause high stresses at the cement-bone
interface [28]. Interfaces between cement and bone can be classified as cement to cancellous bone or
cement to cortical bone interfaces, and cement-cancellous bone bond strengths are much higher than
those of cement-cortical bone strengths [27]. In hip arthroplasty, the femoral stems are typically in
contact with femoral cortical bone, whereas in knee arthroplasty, tibial components contact cancellous
bone. We believe that this difference explains why smooth undersurfaces are advantageous for hip
arthroplasty, whereas roughened undersurfaces are a better option for knee arthroplasty.
In the present study, a roughened surface was associated with osteolysis at the tibial baseplate,
but not with osteolysis of the femoral component. We think that this difference was because the femur
with a femoral component had a higher portion of cortical bone than tibia with tibial baseplate [9].
Therefore, our results indicate that strengthening bonding at the prosthesis-cement interface by
increasing surface roughness is a better clinical option when a prosthesis is fixed in cancellous bone.
However, the surface roughness of prosthesis with exceeding a certain Ra value can lead
to cement damage [9]. It is questionable whether prosthesis with Ra over 11.6 µm can produce
better clinical results because we only compared prosthesis with two different surface roughnesses.
In addition, optimal surface roughness depends on many factors such as prosthesis shape and geometry,
loading modes, and the physical properties of bone and cement [9]. For these reasons, it is difficult to
formulate quantitative specifications for prostheses surface roughness. Further research on this topic
should be performed by comparing prosthesis with various surface roughnesses.
The present study contains several limitations. First, follow-up periods differed in the two
groups. To account for this, we compared clinical and radiological outcomes and prosthesis survival
rates in the two groups at the same time points. Second, the cementing technique, which could
affect prosthesis-cement bonding strength, was not considered as a risk factor of aseptic loosening,
and differences between cement compositions, timings, and curing temperatures may have affected
the results. However, we tried to reduce these differences by using the same cementing technique
(modern cementing technique) [14] and the same bone cement in all patients. Despite these limitations,
our findings are meaningful as they provide evidence of the clinical effects on using prosthesis with
identical designed but different surface roughness, and provide a rationale for how to treat undersurface
of the total knee prosthesis to prevent aseptic loosening.
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5. Conclusions
Differences in the undersurface roughness of total knee prosthesis were associated with clinical
and radiological outcomes and revision rates for aseptic loosening. The more roughened undersurface
(Ra = 11.6) resulted in better functional outcomes and the lower rate of revision for aseptic loosening.
The roughened undersurface was a significant risk factor for aseptic loosening, but did not affect the
osteolysis of femoral component. Therefore, the use of roughened undersurface of tibial baseplate
would be a way to prevent aseptic loosening.
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