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Abstract: For the last few decades, the immunochromatographic assay has been used for the rapid
detection of biological markers in infectious diseases in humans and animals The assay, also known
as lateral flow assay, is utilized for the detection of antigen or antibody in human infectious diseases.
There are a series of steps involved in the development of these immuno-chromatographic test kits,
from gold nano colloids preparation to nitrocellulose membrane coating (NCM). These tests are mostly
used for qualitative assays by a visual interpretation of results. For the interpretation of the results,
the color intensity of the test zone is therefore very significant. Herein, the study was performed on a
malaria antigen test kit. Several studies have reported the use of gold nanoparticles (AuNPs) with
varying diameters and its binding with various concentrations of protein in order to optimize tests.
However, none of these studies have reported how to fix (improve) test zone band intensity (color),
if different sized AuNPs were synthesized during a reaction and when conjugated equally with same
amount of protein. Herein, different AuNPs with average diameter ranging from 10 nm to 50 nm
were prepared and conjugated equally with protein concentration of 150 µg/mL with KD = 1.0 × 10−3.
Afterwards, the developed kits’ test zone band intensity for all different sizes AuNPs was fixed to the
same band level (high) by utilization of an ultraviolet-visible spectrophotometer. The study found
that the same optical density (OD) has the same test zone band intensity irrespective of AuNP size.
This study also illustrates the use of absorption maxima (λ max) techniques to characterize AuNPs
and to prevent wastage of protein while developing immunochromatographic test kits.
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1. Introduction

Malaria is caused by parasites that are transmitted to humans via the bites of the infected female
Anopheles mosquito. While preventable and curable, it still remains a paramount cause of morbidity
and mortality in developing countries. Malaria is estimated to kill between 1.5 to 2.7 million people
annually [1]. Malaria morbidity is estimated at about 300–500 million annually, and malaria clinical
diagnosis is most effective at 50%. Malaria immunoassays use the inherent sensitivity, specificity
and binding affinity of antibodies to respective antigens for the detection of antigens in a sample.
In immunoassays, the sample tested includes whole blood, urine, saliva, serum, etc. [2]. In the Malaria
Pan Antigen rapid test kit, the sample used is Red Blood cells containing specific antigens of P. vivex
and P. malariae/P. ovale [3]. The red blood cells get lysed by a buffer solution to allow antigen–antibody
binding at the test site. Immunoassay signals emanate from the gold-labeled antibody set for the
antigen on a substratum at the binding site (Test line). Typical antibody labels include fluorescent
molecules, nano- or microparticles, or enzymes. Gold nanoparticles (NPs) are the most widely used
label [4]. Such immunoassays can be used in industry, clinical or laboratory settings, doctor’s offices,
or as over-the-counter tests [2]. At the test line, the naked eye will see a gold-labelled marker as
a pink/red line [5]. In most countries, the diagnosis of malaria challenges multiple laboratories [3].
The laboratories require longer than one hour to analyze the findings, leading to less consistency in the
analysis of the results.

1.1. Components of Immuno-Chromatographic Test Kits

The Immuno-Chromatographic kit is composed of components shown in Figure 1. The parts
of the kits are attached on an inert polyvinyl chloride (PVC) backing material and further packed
in a plastic cassette with a specimen port and reaction window displaying the capture and control
zones [2]. The Immunochromatographic Test Kit has a sample pad, conventionally composed of
glass fibres. The sample pad is selected to have zero cross-reactivity with the specimen. The sample
pad is pretreated with a buffer for specimen pH adjustment and extraction of unspecific antigen
form specimens [6]. One of the vital parts of the strip is nitrocellulose membrane (NCM). In this,
the interaction between antigen and antibody takes place. Typically, a hydrophobic nitrocellulose
membrane is used on which anti-target analyte antibodies are immobilized in a line that crosses the
membrane to act as a capture zone on the test line [2]. The NCM membrane should be chosen based
upon pore size [7]. Other parts of test strips are glass fibres or non-woven fibres based conjugate
pads which can be pre-treated to avoid any cross-reactivity [8]. Conclusively, the conjugate pad is
prepared by dipping the glass fibers into a colloidal solution of gold protein and then used after drying.
In addition, an absorbent pad is present in the kit, which is designed to collect extra specimen samples
passing the reaction membrane [9].

1.2. The Protein

In the Malaria Pan immunoassay, antibody protein is used for AuNP conjugation. Plasmodium
lactate dehydrogenase (pLDH) and goat anti-mouse (GAM) protein are used for binding at test and
control lines, respectively. An ultraviolet-visible spectrophotometer optimization technique was
demonstrated in this work by formulating an immuno-chromatographic detection kit for Malaria Pan
using AuNPs as an indicator. Various research works attempted to optimize the AuNP size [10–13],
and the AuNPs of about 30–40 nm were reported to be optimal [11,12]. Khlebtsov and Byzova et al.
also tried to determine the optimum concentration of protein required for AuNP conjugation [14,15].
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In present research, gold nanoparticles (AuNPs) were utilized as labels, and the concentration
of AuNPs with conjugate antibodies was tailored to a fine-tuned optical density (OD). The gold
nanoparticles of various sizes (10 nm to 50 nm) were prepared, by quantifying λ max (absorption
maxima) and dynamic light scattering (DLS). The relationship of AuNP diameters with a
concentration of target protein was monitored to develop a better test kit. Finally, the developed
immuno-chromatographic test kit test zone band intensity was tested using RGB and HSV color models.
The reason to select a malaria test kit for the study is to create a more cost-effective rapid diagnostic
test kits because malaria cases are found in countries where cost-effectiveness is significant. The study
aim to improve test band intensity irrespective of AuNP size using a fixed quantity of protein while
optimizing the optical density.
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antibodies in the red colored gold conjugate pad and the complex formed attaches to test line 
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Figure 1. Presentation of lateral flow strip that works on sandwich assay. Blood sample lysed with buffer
solution is added to the sample pad. P. vivex/P. malariae/P. ovale malaria antigens attach to antibodies in
the red colored gold conjugate pad and the complex formed attaches to test line monoclonal anti-PAN
specific pLDH antibodies. The excess labeled antibodies bind with Goat anti-mouse IgG antibodies in
the control line. The extra lysed red blood cells get absorbed in the absorbent pad.

2. Materials and Methods

2.1. Reagents, Instruments and Other Support Materials

For the fabrication of immunochromatographic strip assay, sodium hydrogen phosphate, sucrose,
disodium hydrogen phosphate, sodium chloride and bovine serum albumin (BSA) were purchased
from Merck, Darmstadt, Germany. The gold chloride used for the synthesis of gold nanoparticles
was purchased from Sigma-Aldrich, Tokyo, Japan. The Plasmodium lactate dehydrogenase (pLDH)
antibodies’ molecules and control line Goat anti-mouse protein were purchased from Fapon Biotech,
Shenzhen, China. All the other chemicals and reagents used in the present study were of analytical grade
reagents. The Delsa™Nano Submicron Particle Size Zeta Potential instrument of Beckman Coulter,
Brea, CA, USA was used for analyzing AuNP diameters. An ultraviolet-visible spectrophotometer 1900i
of Shimadzu, Kyoto, Japan was used to measure optical density and absorbance maxima. The nitro
cellulose membrane was coated with XYXYZ3210™ dispense platform of Bio-dot, Irvine, CA, USA.
The centrifuge of Remi RM-12C, Mumbai, India was utilized for AuNP–protein conjugate centrifugation,
and the magnetic stirrer of Remi, Mumbai, India was also used in the study. The nitrocellulose membrane
was purchased form Nupore System Pvt. Ltd., Ghaziabad, India and Glass fibre sample pad and
conjugate pad were purchased from Advanced Micro Devices, Ambala, India.

2.2. Experimental

2.2.1. Preparation of Gold Nanoparticles (AuNPs)

The gold nanoparticles were prepared by classical classical Turkevich and Fern methods by citrate
reduction. In general, the Turkevich and Fern process reaction leads to formation of AuNPs of size
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range 10 nm to 100 nm [16,17]. Utilizing raw gold chloride (AuHCl4) [18], the 1% light yellowish
color solution was prepared by dissolving 1 gm of gold chloride in 100 mL of ultra-mili-Q water.
The aforementioned 1% gold solution was furthermore dissolved into ultra-milli-Q water in order
to obtain the optical density between 0.7 and 0.9 at λ max (absorption maxima) by taking a solution
spectrum scan at wavelength between 700 nm and 400 nm. Now, the final gold solution had been
refluxed for 30 min at 100 ◦C. The above-diluted gold solution was reduced by adding 1% (1 g of sodium
citrate in 100 mL of water) sodium citrate solution of pH 7.80 ± 0.5 with refluxing until bright red
color develops. Initially, the addition of a 1% solution of sodium citrate turns the color of the solution
black. The color change from mildly yellowish to brick red confirms the synthesis of nanoparticles.
The change in colour solution is due to the surface plasmon resonance effect (SPR) in which electrons
excited to its higher state and produces a colour change. During the reduction mechanism, metal salts
get converted into their ionic form when it combines with water. Different chemical functional groups
of reducing agents combine with metal ions whether they are bivalent or monovalent and reduce it
into a zerovalent state of small size [19].

The color transforms from red to pink to blue as the reaction proceeds. As the solution color turns
pink, the reaction was stopped by decreasing the temperature to room temperature in the ice bath.
Particle size distribution of synthesized nanoparticles was analysed by dynamic light scattering.

The five gold nanoparticles of the sizes 10 nm, 20 nm, 30 nm, 40 nm and 50 nm were chosen
for protein conjugation after AuNP characterisation. The prepared pink-colored gold solution was
characterized by spectrophotometric absorbance maxima (λ max) by scanning in a visible wavelength
range of 700 nm to 400 nm.

2.2.2. Protein Conjugation with Gold NPs

For all the above-prepared AuNPs of size 10 nm to 50 nm, pH was adjusted separately to 7.00 ± 0.1
with 0.2 M Potassium Carbonate solution of pH 12.00 ± 0.5. The pH adjustment is predicated on
the protein’s isoelectric point, which varies from protein to protein. The pH was measured with the
help of pH paper. The antibody pLDH (Plasmodium lactate dehydrogenase) reagents have been
diluted to 150 µg/mL from the stock solution with 10 mM of Sodium Dihydrogen Phosphate buffer
of pH 8.50 ± 0.1. Afterwards, the protein pLDH of 150 µg/mL concentration was conjugated to all
five AuNPs (10 nm to 50 nm). Conjugation of the AuNPs and protein was achieved by stirring the
solution to 10 ± 2 min. Following this, 1% BSA (Bovine Serum Albumin) was added into the gold
conjugate solution and stirred for 30 ± 2 min for stabilisation and abstraction of unbound protein.
For all five sizes of AuNPs, the single tuned protein concentration was used to detect the effect of gold
nanoparticle size on the band intensity of developed kits.

2.2.3. Centrifugation

The above five separately prepared AuNP–protein conjugate solutions were centrifuged.
The centrifugation was performed with a Relative Centrifugal Force (RCF) of 7000× g for 45 min at 4 ◦C
to 8 ◦C temperature. The centrifugation of an AuNPs–protein conjugate solution at a force higher than
7000× g RCF can sometimes shows aggregation while centrifugation at a force slower than 7000× g
RCF may give less residue with a dark supernatant. Centrifugation at 7000× g RCF gives a stable and
good yield of the residue or pellet. The supernatant’s aspiration was performed in a different beaker,
and gold pellets were resuspended in the phosphate-buffered saline (PBS) buffer. The absorbance of
the supernatant was measured at a 520 nm wavelength. If the OD was greater than 0.05, then the
supernatant’s re-centrifugation is performed one more time. The supernatant was discarded if the
OD was less than 0.05. This will enable conjugate recovery and prevent wastage. The supernatant
aspiration is performed in a separate beaker, accumulating the AnNP–protein pellets. Carefully,
the supernatant aspiration and the residue re-suspension was accomplished in a re-suspension buffer.
Figure 2 represents the protein conjugation and centrifugation procedure.
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2.2.4. Conjugate Pad Prepration

All five separately re-suspended AuNPs—protein conjugate above solutions were diluted
(ultra-pure mili-Q water) to a constant OD of 3.00 at 520 nm wavelength.

Following the dilution, five conjugate pads were prepared by dipping the glass fibre pad into the
conjugate solution. In comparison, the other changes through the entire development of the kit was
held constant, e.g., test line concentration and control line protein.

2.2.5. Membrane Coating

The five nitrocellulose membranes were coated at the test (Pan) and control line (C). The test and
control line coating on the nitrocellulose membrane (NCM) was achieved with the use of a Bio-dot
dispensing machine. First of all, the bio-dot machine stripping system (tubing and jets) was flushed
with de-ionized water over ten cycles. The control and test solutions were then coated on NCMs.
For drying, membrane sheets were kept in the oven at 30 ◦C for 30 min after coating. The concentrations
of test and control line reagents were as follows:

2.2.6. Test Line Reagents Concentration

To obtain the final test solution, the pLDH (Plasmodium lactate dehydrogenase) antibody was
diluted from the stock solution to 50 µg/mL with 1% sucrose solution in the PBS buffer. The antibody
protein mixing in PBS buffer was performed with a magnetic stirrer, and a 0.22-micron filter was used
to eliminate the suspended particles.

2.2.7. Control Line Reagents Concentration

To obtain the final control line solution, Goat Anti Mouse IgG was diluted from stock solution to
400 µg/mL with a 0.5 percent sucrose in the PBS buffer. To extract the suspended particles, mixing and
filtration were achieved using a 0.22-micron filter.

3. Results and Discussion

3.1. Gold NP Characterization

Firstly, we prepared the most stable AuNPs of an average of of 10 nm to 50 nm in diameter.
The AuNPs with absorbance maxima (λ max) ranging between 520 to 570 wavelengths were considered
for the development of the Malaria Pan Antigen detection test kit. In this range of λ max, the AuNP
size ranges from 10 nm to 50 nm as determined by the particle sizer. Figure 3A–E represent the AuNP
size measured in dynamic light scattering (DLS). AuNPs of this range were selected due to their
smaller particle size and lower polydispersity index (PDI). It has been observed that smaller sized
nanoparticles have better conjugation with the protein [10–12,20]. The size of gold NPs depends on
the sodium citrate content used [18]. The concentration of sodium citrate in gold solution affects
the size of AuNPs, which can be controlled by measuring absorbance maxima (λ max). The sodium
citrate of viz 0.2, 0.4, 0.6, 0.75 and 0.90 mg/mL in gold solutions produces nanoparticles (NPs) with
average diameters of 10 nm (size distribution of 8 to 12 nm), 20 nm (size distribution of 17 to 23 nm),
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30 nm (size distribution of 26 to 35 nm), 40 nm (size distribution of 32 to 50 nm) and 50 nm (size
distribution of 36 to 80 nm), respectively (Figure 3). AuNPs shows λ max at varying wavelengths of
520 (10 nm), 530 (20 nm), 540 (30 nm), 560 (40 nm) and 570 (60 nm). Figure 4A–E represent the λ max
of AuNPs. The optical density of prepared AuNPs at λ max ranges between 8.0 to 9.0. When sodium
citrate concentration increases in AuNP solution, AuNP size does too. When the size of the gold NPs
increases, the absorbance maxima (λ max) shift to higher wavelengths (Figure 5), and the color of the
solution turns from pink to blue, reflecting nanoparticles’ instability.
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Figure 3. Synthesized gold nanoparticles’ size distribution measured by the Zeta Seizer. The sodium
citrate solutions of 0.2, 0.4, 0.6, 0.75 and 0.90 mg/mL in gold solutions’ produced nanoparticles (NPs)
with average diameters of (A) 10 nm (size distribution of 8 to 12 nm); (B) 20 nm (size distribution of
17 to 23 nm); (C) 30 nm (size distribution of 26 to 35 nm); (D) 40 nm (size distribution of 32 to 50 nm);
and (E) 50 nm (size distribution of 36 to 80 nm).
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Figure 4. Optical density spectrum of synthesized gold nanoparticles. The gold nanoparticles (AUNPs)
show different λ max (absorbance maxima) at different sizes; i.e., (A) λ max 520 nm at diameter of
10 nm; (B) λ max 530 nm at diameter of 20 nm; (C) λ max 540 nm at diameter of 30 nm; (D) λ max
560 nm at diameter of 40 nm; (E) λ max 570 nm at diameter of 50 nm.
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Figure 5. The graph shows a correlation of synthesized gold nanoparticles (10 nm, 20 nm, 30 nm,
40 nm and 50 nm) λ max (absorbance maxima) and Optical Density. With an increase in the size of the
gold NPs, the absorbance maxima (λ max) shifts to higher wavelengths (520 nm to 570 nm), reflecting
nanoparticle instability.
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As the average diameters increase, the nanoparticles’ size distribution increases, which causes the
instability of AuNPs (Figure 3). This technique is widely used for the determination of particle size in
colloidal solution, which, in turn, used to measure the thickness of capping or stabilizing agent along
with its actual size of metallic core. These studies also determined the hydrodynamic diameter of the
synthesized nanoparticles. These results also suggested that there is an absence of large aggregates
when these nanoparticles were dispersed in aqueous medium [21].

3.2. Monitoring the Protein Loss

After centrifigation of AuNP–protein conjugate, a small portion of re-suspended solution was
diluted (1 in 100) into ultra-pure mili-Q water to facilitate OD measurement at 520 nm. The OD values
obtained are shown in Table 1.

Table 1. Optical density (OD) measurement results of synthesized gold nanoparticles–protein
centrifuged re-suspension conjugate solution when diluted in 1–100.

S. No. Gold Nanoparticles (AuNP) Size Optical Density (OD) Observation

1
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maximum protein binding.
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3.3. Test Line Intensity Analysis

The developed kits were tested to find out the kit test zone band intensity (results) when equivalent
protein ratios are conjugated with different AuNP sizes. The five immunochromatographic rapid
test kits were formulated using a conjugate pad (10 nm to 50 nm) prepared above. Then, all five
of the immunechromatographic test kits were assembled. Now, the five developed test kits were
tested for band intensity using 5 µL of malaria (P. vivax) positive blood specimens of concentration
150 parasites/µL. The three specifications were given to test line viz. high test line intensity was ranked
as +3, medium test line intensity was ranked as +2, and weak test line intensity was ranked as +1.
Upon testing all kits with the same specimen samples, all kits showed an equal band intensity of
+3 (high) as shown in Table 2. In this analysis, it was noticed that, if the final OD is tuned to one point,
there will be no effects of AuNPs sizes on kit results (test zone intensity). OD-adjustment will refine
the final test zone band intensity. Figure 7 is the systematic representation of the results. All five
test kits developed after OD tuning to 3.0 were additionally verified for their specificity with 5 µL of
Malaria Pf (Falciparum) antigen blood specimens of concentration 40 parasites/µL to find out test kit
susceptibility for P. Falciparum. The specificity results of developed kits (Table 3) were found without
any false positive indication (no Pan line appears), and the the control band intensity was high (+3).

Table 2. Test line intensity results of five Malaria Pan Ag immunochromatographic rapid test kits
formulated using different diameter AuNPs. The kit final OD is tuned to one point (3.00) after
conjugation with protein. Kit’s test line intensity was tested using P. vivax positive blood specimen
of a concentration of 150 parasites/µL. The band intensity for test (Pan) and control (C) line is ranked
as: high test (+3), medium (+2) and weak (+1). Upon testing, all developed kits showed an equal
sensitivity of +3 (high).
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It can be concluded from the above study that the particle size of AuNPs has no effect on the
test zone band intensity of Malaria Pan rapid diagnostic test kits if optical density of AuNP–protein
conjugate is adjusted at 520 nm. The test zone band intensity was also observed to be maximum
at 520 nm and optical density 3.0. It was found from the study that any quantity of protein can be
utilized for AuNP conjugation, if the final optical density (OD) is adjusted correctly. It can also be
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concluded that, by optimizing the optical density, an enhanced test zone band intensity can be obtained
while reducing the total number of trial and wastage of reagents.

Author Contributions: Conceptualization: P.M. and D.N.K.; Methodology: R.N and A.S.; Validation: A.K.,
J.D.S. and R.K.; Formal Analysis: A.F.V.L.; Investigation: S.J.B.F.; Data Curation: N.S.; Writing—Original Draft
Preparation: P.M., R.N. and A.S.; Writing—Review and Editing: A.K.; Visualization: P.P.; Funding acquisition:
D.O.B., S.K.P. and P.V.; Supervision: D.N.K. All authors have read and agreed to the published version of
the manuscript.

Funding: This research received no external funding.

Conflicts of Interest: The authors declare no conflict of interest.

References

1. Mishra, M.N.; Misra, R.N. Immunochromatographic methods in malaria diagnosis. Med. J. Armed Forces India
2007, 63, 127–129. [CrossRef]

2. Manta, P.; Agarwal, S.; Singh, G.; Bhamrah, S.S. Formulation, development and sensitivity, specificity
comparison of gold, platinum and silver nano particle based HIV 1

2 and hCG IVD rapid test kit (Immune
chromatoghraphic test device). World J. Pharm. Sci. 2015, 4, 1870–1905.

3. Maltha, J.; Gillet, P.; Jacobs, J. Malaria rapid diagnostic tests in endemic settings. Clin. Microbes Infect. 2013,
19, 399–407. [CrossRef] [PubMed]

4. Koczula, K.M.; Gallotta, A. Lateral flow assays. Essays Biochem. 2016, 60, 111–120. [CrossRef] [PubMed]
5. Gronowski, A.M. Handbook of Clinical Laboratory Testing during Pregnancy; Springer Science & Business Media:

Berlin, Germany, 2004. [CrossRef]
6. Benjamin, G.Y.; Bartholomew, B.; Abdullahi, J.; Labaran, L.M. Prevalence of Plasmodium falciparum and

Haemoglobin Genotype Distribution among Malaria Patients in Zaria, Kaduna State, Nigeria. South Asian
J. Parasitol. 2019, 23, 1–7. [CrossRef]

7. Ramachandran, S.; Singhal, M.; McKenzie, K.G.; Osborn, J.L.; Arjyal, A.; Dongol, S.; Baker, S.G.; Basnyat, B.;
Farrar, J.; Dolecek, C.; et al. A rapid, multiplexed, high-throughput flow-through membrane immunoassay:
A convenient alternative to ELISA. Diagnosis 2013, 3, 244–260. [CrossRef] [PubMed]

8. Tsai, T.T.; Huang, T.H.; Chen, C.A.; Ho, N.Y.; Chou, Y.J.; Chen, C.F. Development a stacking pad design for
enhancing the sensitivity of lateral flow immunoassay. Sci. Rep. 2018, 8, 1–10. [CrossRef] [PubMed]

9. Wong, R.; Tse, H. Lateral Flow Immunoassay; Springer Science & Business Media: Berlin, Germany, 2008.
[CrossRef]

10. Lou, S.; Ye, J.Y.; Li, K.Q.; Wu, A. A gold nanoparticle-based immunochromatographic assay: The influence of
nanoparticulate size. Analyst 2012, 137, 1174–1181. [CrossRef] [PubMed]

11. Kim, D.S.; Kim, Y.T.; Hong, S.B.; Kim, J.; Heo, N.S.; Lee, M.K.; Lee, S.J.; Kim, B.I.; Kim, I.S.; Huh, Y.S.; et al.
Development of lateral flow assay based on size-controlled gold nanoparticles for detection of hepatitis B
surface antigen. Sensors 2016, 16, 2154. [CrossRef] [PubMed]

12. Fang, C.; Chen, Z.; Li, L.; Xia, J. Barcode lateral flow immunochromatographic strip for prostate acid
phosphatase determination. J. Pharm. Biomed. Anal. 2011, 56, 1035–1040. [CrossRef] [PubMed]

13. Safenkova, I.; Zherdev, A.; Dzantiev, B. Factors influencing the detection limit of the lateral-flow sandwich
immunoassay: A case study with potato virus X. Anal. Bioanal. Chem. 2012, 403, 1595–1605. [CrossRef]
[PubMed]

14. Banerjee, S.; Gautam, R.K.; Jaiswal, A.; Chattopadhyaya, M.C.; Sharma, Y.C. Rapid scavenging of methylene
blue dye from a liquid phase by adsorption on alumina nanoparticles. RSC Adv. 2015, 5, 14425–14440.
[CrossRef]

15. Kaur, K.; Forrest, J.A. Influence of particle size on the binding activity of proteins adsorbed onto gold
nanoparticles. Langmuir 2012, 28, 2736–2744. [CrossRef]

16. Turkevich, J.; Stevenson, P.C.; Hillier, J. A Study of the nucleation and growth processes in the synthesis of
colloidal gold. Discuss. Faraday Soc. 1951, 11, 55–75. [CrossRef]

17. Frens, G. Controlled Nucleation for the Regulation of the Particle Size in Monodisperse Gold Suspensions.
Nat. Phys. Sci. 1973, 241, 20–22. [CrossRef]

18. Khlebtsov, B.N.; Tumskiy, R.S.; Burov, A.M.; Pylaev, T.E. Quantifying the Numbers of Gold Nanoparticles in
the Test Zone of Lateral Flow Immunoassay Strips. ACS Appl. Nano Mater. 2019, 2, 5020–5028. [CrossRef]

http://dx.doi.org/10.1016/S0377-1237(07)80054-2
http://dx.doi.org/10.1111/1469-0691.12151
http://www.ncbi.nlm.nih.gov/pubmed/23438048
http://dx.doi.org/10.1042/ebc20150012
http://www.ncbi.nlm.nih.gov/pubmed/27365041
http://dx.doi.org/10.1007/978-1-59259-787-1
http://dx.doi.org/10.9734/sajrm/2019/v5i330129
http://dx.doi.org/10.3390/diagnostics3020244
http://www.ncbi.nlm.nih.gov/pubmed/26835678
http://dx.doi.org/10.1038/s41598-018-35694-9
http://www.ncbi.nlm.nih.gov/pubmed/30470789
http://dx.doi.org/10.1007/978-1-59745-240-3
http://dx.doi.org/10.1039/C2AN15844B
http://www.ncbi.nlm.nih.gov/pubmed/22193208
http://dx.doi.org/10.3390/s16122154
http://www.ncbi.nlm.nih.gov/pubmed/27999291
http://dx.doi.org/10.1016/j.jpba.2011.08.008
http://www.ncbi.nlm.nih.gov/pubmed/21880451
http://dx.doi.org/10.1007/s00216-012-5985-8
http://www.ncbi.nlm.nih.gov/pubmed/22526658
http://dx.doi.org/10.1039/c4ra12235f
http://dx.doi.org/10.1021/la203528u
http://dx.doi.org/10.1039/df9511100055
http://dx.doi.org/10.1038/physci241020a0
http://dx.doi.org/10.1021/acsanm.9b00956


Diagnostics 2020, 10, 880 12 of 12

19. Byzova, N.A.; Safenkova, I.V.; Slutskaya, E.S.; Zherdev, A.V.; Dzantiev, B.B. Less is more: A comparison of
antibody–gold nanoparticle conjugates of different ratios. Bioconjugate Chem. 2017, 28, 2737–2746. [CrossRef]
[PubMed]

20. Larm, N.E.; Essner, J.B.; Pokpas, K.; Canon, J.A.; Jahed, N.; Iwuoha, E.I.; Baker, G.A. Room-temperature
turkevich method: Formation of gold nanoparticles at the speed of mixing using cyclic oxocarbon reducing
agents. J. Phys. Chem. C 2018, 122, 5105–5118. [CrossRef]

21. Sujitha, M.V.; Kannan, S. Green synthesis of gold nanoparticles using Citrus fruits (Citrus limon, Citrus
reticulata and Citrus sinensis) aqueous extract and its characterization. Spectrochim. Acta Part A Mol.
Biomol. Spectrosc. 2013, 102, 15–23. [CrossRef]

© 2020 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).

http://dx.doi.org/10.1021/acs.bioconjchem.7b00489
http://www.ncbi.nlm.nih.gov/pubmed/28984436
http://dx.doi.org/10.1021/acs.jpcc.7b10536
http://dx.doi.org/10.1016/j.saa.2012.09.042
http://creativecommons.org/
http://creativecommons.org/licenses/by/4.0/.

	Introduction 
	Components of Immuno-Chromatographic Test Kits 
	The Protein 

	Materials and Methods 
	Reagents, Instruments and Other Support Materials 
	Experimental 
	Preparation of Gold Nanoparticles (AuNPs) 
	Protein Conjugation with Gold NPs 
	Centrifugation 
	Conjugate Pad Prepration 
	Membrane Coating 
	Test Line Reagents Concentration 
	Control Line Reagents Concentration 


	Results and Discussion 
	Gold NP Characterization 
	Monitoring the Protein Loss 
	Test Line Intensity Analysis 

	Conclusions 
	References

