energies
Article

A Comprehensive Study of Custom-Made Ceramic
Separators for Microbial Fuel Cells: Towards
“Living” Bricks
Jiseon You 1, * , Lauren Wallis 1 , Nevena Radisavljevic 2 , Grzegorz Pasternak 2,3 ,
Vincenzo M. Sglavo 4 , Martin M Hanczyc 2 , John Greenman 1 and Ioannis Ieropoulos 1, *
1
2

3
4

*

Bristol BioEnergy Centre, University of the West of England, Bristol BS16 1QY, UK;
lauren.wallis@uwe.ac.uk (L.W.); john.greenman@uwe.ac.uk (J.G.)
Laboratory for Artificial Biology, Department of Cellular, Computational and Integrative Biology (CIBIO),
University of Trento, Via Sommarive 9, 38123 Povo TN, Italy; nevena.radisavljevic@unitn.it (N.R.);
grzegorz.pasternak@pwr.edu.pl (G.P.); martin.hanczyc@unitn.it (M.M.H.)
Laboratory of Microbial Electrochemical Systems, Department of Polymer and Carbonaceous Materials,
Wroclaw University of Science and Technology, Wyb. Wyspiańskiego 27, 50-370 Wrocław, Poland
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Abstract: Towards the commercialisation of microbial fuel cell (MFC) technology, well-performing,
cost-effective, and sustainable separators are being developed. Ceramic is one of the promising
materials for this purpose. In this study, ceramic separators made of three different clay types were
tested to investigate the effect of ceramic material properties on their performance. The best-performing
ceramic separators were white ceramic-based spotty membranes, which produced maximum power
outputs of 717.7 ± 29.9 µW (white ceramic-based with brown spots, 71.8 W·m−3 ) and 715.3 ± 73.0 µW
(white ceramic-based with red spots, 71.5 W·m−3 ). For single material ceramic types, red ceramic
separator generated the highest power output of 670.5 ± 64. 8 µW (67.1 W·m−3 ). Porosity investigation
revealed that white and red ceramics are more porous and have smaller pores compared to brown
ceramic. Brown ceramic separators underperformed initially but seem more favourable for long-term
operation due to bigger pores and thus less tendency of membrane fouling. This study presents ways
to enhance the function of ceramic separators in MFCs such as the novel spotty design as well as
fine-tuning of porosity and pore size.
Keywords: microbial fuel cell; low-cost ceramics; separator; membrane; porosity; pore size; water
absorption; mercury intrusion

1. Introduction
Although a large body of work regarding microbial fuel cell (MFC) technology is still at
the laboratory stage, in the recent years, various attempts to evolve the technology towards
commercialization have been made. Successful case studies of large-scale systems have been
reported [1–4] (total reactor volume of over 90 L) and an online biosensor based on MFC technology has
been released to the market [5]. Recently Trapero et al. claimed that MFC technology is economically
feasible and sufficiently competitive when compared to conventional wastewater treatment processes
such as activated sludge [6]. As with every other technology, more effort needs to be made to improve
the technology to be more cost-effective, reliable, and efficient. One of the major challenges for MFC
commercialization is the cost of materials, especially separators [6–8]. In MFCs, separators mediate ion
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transport and physically separate the anodes and cathodes. Separator-less systems have shown higher
power outputs in some cases due to lower internal resistance [9], thus being an attractive option to
lower system costs. However, they have limitations in terms of low coulombic efficiency due to the
occurrence of ionic species crossover and undesirable side reactions [10]. Moreover, for the systems
requiring anolyte/catholyte separation, separators are essential.
For efficient MFC operation, separators should have high proton transfer rate and low internal
resistance. Chemical and mechanical strength is also an important requirement for long-term operation.
One of the common issues related to MFC separators is membrane fouling, especially biofouling,
which increases internal resistance of the system and leads to system failure. Koók et al. elucidated
membrane biofouling mechanism and related membrane properties in their recent review paper [11].
Separators used in MFCs can be classified in two groups, namely porous and non-porous separators.
In-depth reviews on separators tested in MFCs can be found in [12–14]. As an effort into seeking
well-performing, cost-effective, and sustainable materials for the MFC separator, ceramics have drawn
attention. The use of ceramic separators in MFCs has proven its comparable performance to that
of selective ion exchange membranes with much less cost. Jana et al. built MFCs with cylindrical
earthen ceramic separators which generated a maximum power output (PMAX ) of 14.6 W·m−3 [15].
Another study using much smaller cylindrical terracotta separators (internal volume of 10 mL) reported
a PMAX of 44.8 W·m−3 [16]. Besides the aforementioned advantages, ceramics are also thought to
be suitable materials for MFC scaling up because of its structural durability and plasticity [17,18].
Moreover, ceramic making capabilities exist around the world including ODA countries. Combining
this with a ubiquitous fuel such as urine, could increase accessibility of MFC technology.
Ceramic separators are considered to be porous separators whose pores facilitate ion transport
while separating anolyte and catholyte. Considering the pore size of common ceramic materials,
they can be classified as ultra-filtration (UF, pore diameter of 10–100 nm) or micro-filtration (MF,
pore diameter of 100–104 nm) [13,19]. Not only the porosity affects MFC performance, but also clay
composition, wall thickness, pore size distribution, and density may well play important roles in MFC
performance, which in turn these parameters can be optimized for a specific target application [17].
Winfield et al. compared earthenware and terracotta in cylindrical MFCs and reported that
earthenware generated a 75% higher power than terracotta, which was a similar level of power
produced from a cation exchange membrane (CEM) [20]. Another study by Pasternak et al. also
suggested earthenware is compatible to conventional ion exchange membranes for MFCs in terms of
performance and cost after comparing four different types of ceramic: mullite, earthenware, pyrophyllite
and alumina in cylindrical single-chamber MFCs [21]. In that study, the highest performance was
observed in ceramics with porosities ranging between 2 and 14%. Jimenez et al. investigated the effect
of ceramic separator thickness on MFC performance [22]. They tested cylindrical fine fire clay ceramic
separators with different thicknesses (2.5, 5 and 10 mm) and reported the higher power and catholyte
production was obtained from the thinnest separator of 2.5 mm. In a different study looking into
the effect of thickness and porosity of ceramic separators, optimum ceramic separator thickness for
MFC power generation depends on the porosity [23]. For highly porous ceramics (porosity of 30.5%),
power output was proportional to the thickness (highest power output of 321 mW·m2 obtained from
9 mm thick senators), whereas a thinner separator (thickness of 3 mm) was more favourable for less
porous ceramics (porosity of 11.0%). If a separator is extremely porous such as tissue paper, then there
is insufficient separation between the electrodes and a short circuit can occur [24]. In less extreme cases,
high porosity can result in anolyte crossover to the cathode chamber, both reducing the amount of
available substrate for electrochemically active biofilms and promoting heterotrophic bacterial growth
on the cathode. Oxygen transfer from the cathode to the anode can also be an issue in this case.
For successful implementation of ceramic separators in MFCs, understanding the relations between
their properties and performance as MFC separators is crucial. Also testing long-term operation is
required for practical applications. Nevertheless, there is still much need for comprehensive studies
looking into these aspects in the field. The main objective of the present study was to investigate
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the effect of ceramic material properties on their performance as MFC separators. Three different
clay-based ceramics with the same thickness of 3 mm were compared in terms of power output both in
short-term and long-term operations. Not only porosity but also pore size of each test ceramic material
was measured and its influence on the performance was analysed.
This piece of work is part of a bigger study into “Living Architecture” [25], which is a field of work
that investigates how smart homes and smart cities of the future could be developed. In particular,
living technology such as the MFC can be integrated into bricks for households or other structures,
thereby allowing on-site treatment and electricity generation in real time. This is the “living brick”
context under which the ceramic samples were developed and tested.
2. Materials and Methods
2.1. Custom-Made Ceramics
The ceramic clays used in this study are a mixture of a plastic clay and 25% chamotte, which has a
diameter ranging from 0 to 0.5 mm (Georg & Schneider, Siershahn, Germany). Three types of clay were
used and named “brown” (product no.: 366), “red” (product no.: 364) and “white” (product no.: 264);
the names were based on the resultant colour after kilning. Technical data of all three clay types are
available from the manufacturer and are presented in Table S1. All ceramics were fired at 960 ◦ C for
20 min, at a rate of 150 ◦ C·h−1 . This temperature is lower than the firing temperature recommended
by the manufacturer, and was chosen to achieve a higher porosity by preventing the matrix from
vitrifying and thus closing the majority of the interstices [26]. The recommended firing temperatures
are 1070–1120 ◦ C for the brown, 1070–1240 ◦ C for the red and white clay.
Ceramic separators were made in a cylindrical shape with one end sealed. Bottom sealed cylinders
were 55 mm long, with inner diameter of 18 mm and thickens of 3 mm. The ceramic separators used
for the study are shown in Figure 1. As these were all hand made, and then fired, the dimensions vary
by a few millimetres between samples.

Figure 1. Images of ceramic cylinders used in the study. Spotty ceramics are exemplars of red
ceramic-based with brown spots, named RB.

As well as making separators from a single clay type (brown, red or white ceramic), combinations
of the three raw materials were used to produce novel “spotty” separators. This type of ceramic
separators was expected to offer additional benefits to the MFCs, resulting from the combination of the
two clay types.
2.2. Microbial Fuel Cell Designs, Inoculation and Operation
Cylindrical MFCs were built to be tested as ceramic separators. For the anode, plain carbon fibre
veil (20 g·m−2 carbon loading; PRF Composite Materials Poole, Dorset, UK) was cut into 270 cm2
(30 × 9 cm) and then folded to fit into the anode chambers. A hot-pressed activated carbon cathode,
prepared as previously described [27] with a total surface area of 35 cm2 , was placed onto the separator;
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this cathode was open to air. MFCs were inserted in 50 mL plastic containers, which was partially
filled with water to keep the moisture of the cathodes. This allowed wetting of the air-cathodes,
and improved the cathode performance. The schematic diagram of MFC design used in this study is
shown in Figure 2 and the actual tested design is shown in Figure S2.

Figure 2. Schematic diagram of an MFC reactor used in the study.

Anaerobic sewage sludge from a local wastewater treatment plant (Wessex Water, Saltford,
UK) was used to inoculate the MFCs, after being enriched with 1% tryptone and 0.5% yeast extract.
MFCs were fed in batch (once every 1–3 days) with neat human urine, donated from consenting adults.
Typically, the urine had a pH of 9.2–9.3, and conductivity of 28–30 mS·cm−1 . In each feed, 5 mL of
anolyte was replaced with fresh feedstock. The total volume of anolyte was 10 mL.
Throughout the work, variable external loads were connected to each MFC, which were determined
based on polarisation runs that were carried out periodically. All tests were carried out in triplicates.
2.3. Polarisation Test and Data Logging
For polarisation experiments, various external resistances ranged from 4.8 kΩ to 4 Ω were loaded
every 5 min and the potential between the anode and cathode was recorded every 30 s. Power output
of the MFCs was monitored in real time in volts (V) against time using a multi-channel Agilent 34972A
DAQ unit (Agilent Technologies, California, USA) every 5 min. All experiments were carried out in a
temperature-controlled environment, at 22 ± 2 ◦ C.
2.4. Physiochemical Property Analysis of Ceramic Separators
2.4.1. Porosity Investigation
Porosity investigation was carried out using both the ASTM (American Society for Testing and
Materials) C373 procedure [28] and mercury intrusion porosimetry (PASCAL 140, CE Instruments,
Wigan, UK and CARLO ERBA Poro 2000, Science Exchange, Cobham, UK) methods. Prior to the
analysis, single compound separator samples were thermally treated at 500 ◦ C to remove even the very
limited presence of organics and then subjected to thermal gravimetric analysis (TGA) to detect the
presence of residues. The TGA results showed no evident weight loss, except for a very low amount at
low temperature, probably corresponding to the evolution of humidity. The overall residue was below
the sensitivity of the instrument (0.1%) and no thermal effects were noticed. Mercury intrusion tests
were performed once for each sample to find surface area, porosity, pore size, and pore distribution data.
ASTM tests were repeated on five different specimens for each sample, and the structural properties
of a material such as bulk density, apparent porosity, and specific gravity to the precision of approx.
±0.1% were determined.
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Scanning electron microscopy (SEM) analysis of the ceramic surface and cross-section was
performed using Quanta FEG 650 (Thermo Fisher Scientific, Massachusetts, USA) and JSM-5500 (JEOL,
Tokyo, Japan). The cross-section images were processed to find percentage porosity using MATLAB
(MathWorks, Massachusetts, USA).
2.4.2. Composition Analysis
Energy dispersive X-ray Spectroscopy (EDXS) analysis was carried out to determine chemical
compositions of the ceramics (Quanta FEG 650, Thermo Fisher Scientific, Massachusetts, USA).
2.5. Statistical Analysis
To evaluate if the differences between test ceramics in terms of power generation performance
are statistically meaningful, analysis of variance (ANOVA: ordinary one-way) was performed using
GraphPad Prism 8 (GraphPad Software, California, USA). Power produced in joules from 4 feeding
cycles in days between 44 and 52 were calculated. This resulted in 108 data points for all 9 types of
ceramic separator.
3. Results and Discussion
3.1. Effect of Ceramic Type on MFC Performance
During the electroactive biofilm maturing period, beginning with inoculation, initially a 1 kΩ
external resistor was connected. Then, it was replaced by a heavier load (lower resistance value) as
the cell voltage levels reached 300 mV, which took between 2 and 10 days, each cell differed. Figure 3
shows power outputs of the first 13 days of MFC operation. The different types of ceramic separators
tested are illustrated in Figure S1. While most of the MFCs showed similar power generating patterns,
which are typical for batch-fed MFCs in initial stage, no voltage could be measured from MFCs with
brown ceramic separators for the first 3 batch feedings (until day 4). This was thought to be due to
its relatively low permeability. All MFCs had air breathing cathodes which use atmospheric oxygen
as a terminal electron acceptor thus open to air. This type of cathode can be run in dry condition
where external addition of catholyte is not required. In fact, for this type of cathode, flooding should
be prevented for efficient MFC operation. However, keeping the cathode in wet conditions (but
not flooded) can improve its performance by facilitating the continuous flow of cations from the
anode, especially for cathodes with no electrochemically efficient catalysts such as Pt or Pt alloys.
Water formation as a “circuit-closing” reaction of MFC electricity generation is well studied [29]. Also,
catholyte production mainly by electro-osmotic drag is common for MFCs with ceramic separators
that are non-ion-selective and relatively highly porous [22,30]. In this study, therefore MFC operation
started without any initial catholyte present. However, after this finding, it was decided to add water
to the cathode chambers to maintain the wet condition of both cathode and separator.
Once catholyte was present, peak values of power output for all MFCs increased in each
batch feeding cycle then stabilised, implying the anodic biofilms matured. Figure 4 presents power
output profiles of all test ceramics between day 43 and day 48, when MFCs were fully matured.
Single composition ceramic types (brown, red, and white) produced similar levels of peak power in
each feed, whereas difference in peak power was more distinct in spotty ceramics. The best-performing
ceramic was RB (red ceramic-based with brown spots) producing 491.1 ± 1.7 µW of peak power.
Although all single composition ceramic types showed similar peak power, power output of brown
ceramic decreased more rapidly than the other two ceramics, red and white. This was the case for
brown ceramic-based spotty types of BW (brown ceramic-based with white spots) and BR (brown
ceramic-based with red spots). This could be related to the low permeability of brown ceramic,
resulting in poor ion transfer through the ceramic matrix, which was also the reason both the separator
and cathode electrode required hydration. When comparing the area under curve (AUC) of each
ceramic tested, red and WB (white ceramic-based with brown spots) generated the highest output in

Energies 2019, 12, 4071

6 of 13

two groups of single composition and spotty ceramic type. Overall, spotty types outperformed single
composition separators both in terms of peak power and AUC, suggesting a great potential of this
ceramic design type as an MFC separator.

Figure 3. Power output profile of the first 13 days. The grey arrow indicates when continuous
reading of power from brown ceramic separators began. Letters “B”, “R”, and “W” stand for “brown”,
“red”, and “white” respectively. Data represent average values from triplicates of each ceramic type.
See Figure S1 for the different types of ceramic separators.

Figure 4. Power outputs of MFCs with test ceramics between day 43 and day 48; single composition
ceramics (a), spotty ceramics (b), and area under curve of each batch feed (c). Data represent average
values from triplicates of each ceramic type.

The difference in performance of test ceramics was also observed from the power curves. Figure 5
shows power curves of all ceramics from polarisation tests that were carried out in week 9. For single
material ceramic types, the best-performing ceramic was red with a PMAX of 670.5 ± 64.8 µW. This was
14.9% and 22.5% higher than white (570.5 ± 48.0 µW) and brown (519.9 ± 53.6 µW) respectively.
On the other hand, all spotty ceramics showed similar levels of PMAX , although white-based ceramics
produced the highest power outputs (717.7 ± 29.9 µW for WB and 715.3 ± 73.0 µW for WR) and currents.
Again, better performance of spotty ceramics in comparison to single composition ceramics (except
red and red-based ceramics) was confirmed (Figure 5c). The statistical results support the findings.
The ordinary one-way ANOVA test results indicate that there were significant differences (p-value less
than 0.05) between nine test ceramics for power production of each feeding cycle (p-value: < 0.001).

Figure 5. Power curves and PMAX of MFCs with test ceramics; single composition ceramics (a),
spotty ceramics (b), and PMAX from each power curve (c). Data represent average values from
triplicates of each ceramic type, and error bars of power curves are not shown for clarity.
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3.2. Long-Term Operation
For the practical implementation of MFC technology, long-term performance should be verified.
Figure 6 depicts power generating performance of all test ceramics between day 106 and day 110.
Average peak power of brown ceramic during this period was 338.1 ± 22.8 µW, which was 26.4% lower
compared to the peak power of the same ceramic during the mid-term. Brown-based spotty ceramics
(BW and BR) showed similar extent of performance decrease of 30.7% and 28.1% respectively. This is
interesting since the brown ceramic was the least performing separator during the mid-term, in terms
of both peak power and AUC. On the other hand, peak power of red and white that performed better
in the mid-term decreased by 55.4% and 76.9% respectively. Peak power of spotty ceramics based on
both red and white also reduced by around 66.8–88.2%. The trend of change in peak power of each
ceramic over the whole experimental period can be seen in Figure S3.

Figure 6. Power output levels of MFCs with test ceramics between day 106 and day 110;
single composition ceramics (a), spotty ceramics (b). Data represent average values from triplicates of
each ceramic type.

Performance decrease in MFC power generation is common due to an increase of internal resistance
as a result of increasing thickness of the anodic biofilm, bio- and abiotic fouling of porous materials
including electrodes and separators, or microbially influenced corrosion [31–33]. Although fully
hydrolysed urine was used in this study as a feedstock, a small degree of precipitation of uric salts
was expected since neat urine was used without pre-treatment such as filtration. This could aggravate
the performance of ceramic separators by blocking pores (abiotic fouling). Interestingly, during MFC
operation, a significant amount of precipitation on the cathode was observed in the most of MFCs,
which could hinder the proton transfer and subsequently slow down the oxygen reduction reaction.
This is mainly driven by electro-osmotic drag and the number of ions diffused is strongly related to
MFC performance [22,34]. Therefore, it is thought that the initially better performing ceramics such as
red and white which also had smaller pore sizes (Table 1 and Figure 7) had more propensity towards
membrane fouling in the long run. To tackle this type of membrane fouling, using alkaline catholyte,
or periodic washing of both the cathode and separator can be implemented.
Table 1. Results of porosity and pore size measurements.

Brown
Red
White

Density 1)
(g·cm 3 )

Apparent
Porosity 1)
(%)

Total
Porosity 2)
(%)

Average Pore
Diameter 2)
(nm)

Maximum
Power
(µW)

Maximum Power
Density 3)
(W·m−3 )

2.7
2.7
2.6

23.3
25.6
26.8

22.0
23.7
23.9

188
95
81

519.9
670.5
570.5

52.0
67.1
57.1

Measured by 1) ASTM C373 method, 2) Hg intrusion method, 3) power density normalized by liquid volume of the
anode compartment.
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Figure 7. Pore size distribution for brown (a), red (b) and white (c) ceramic samples.

3.3. Physiochemical Properties of Test Ceramics
Mercury intrusion porosimetry and water absorption (ASTM C373) methods were applied since
they are appropriate for a mesoporous (pore diameters between 2 nm and 50 nm) and macroporous
(pore diameters of greater than 50 nm) materials such as this. The porosity and pore size distribution
of single composition ceramics are shown in Table 1 and Figure 7. Although there are some differences
between the two measurement methods, the porosity in all materials ranges between 22% and 27%,
which is relatively high in comparison to other MFC ceramic separators previously tested [20,21,23].
Increased porosity by lowering firing temperature was confirmed by water absorption measurements
(data not shown). Overall, brown ceramic is the least porous as speculated and this explains why
addition of catholyte for brown ceramic was needed initially (Figure 3). Porosities of the other two
ceramics are similar although porosity of white ceramic is slightly higher. As shown in Figure 7,
the distribution of pore radii for all ceramics follows a log-Weibull distribution, peaking at less than
100 nm. The average pore size (diameter) is highest for the brown at 188 nm which is almost twice
the size of the other two, making them all macroporous. This is of interest as pores over 1 µm may
allow the passage of bacteria across the chambers. However, not all the pores will be open-ended
and the likelihood of a bacterium finding an open-ended pore in the entire 3 mm thickness is low.
The percentage of pores which are larger than 1 µm in radius is 1.92%, 1.32% and 0.56% for brown,
red, and white ceramic respectively (Table S2), which is sufficiently low to assume that bacterial
cross-contamination between MFC compartments is unlikely.
The SEM images (Figures 8 and 9) show that the surfaces of all ceramics are heterogeneous, with a
range of features including smooth regions, cracks, vacancies, pores, and flakes. It is possible to see the
inclusions of chamotte and other materials within the ceramic matrix, particularly in the cross-section
images (Figure 9). From the surface images at lower magnification, in Figure 8, it is possible to see
some inclusions on the surface, and in the case of the red ceramic, a micro-size crack is visible around
one of these inclusions. At the higher magnification, some pores of roughly 1 µm are visible.

Figure 8. SEM micrographs of the surface of test ceramics: brown (a), red (b) and white (c) under
magnifications of 500 (-1) and 1000 (-2) times. The yellow arrow points to a visible crack.
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Figure 9. Cross-section SEM micrographs at 600x magnification of brown, white, and red ceramics
with the associated pore maps.

Figure 9 shows the micro-scale cracks within the matrix, and the inclusions of different compositions
and dimensions. Both brown and red ceramics have cracks of more than 10 µm in width and 100 µm
in length. The largest crack in brown ceramic, circled in the bottom central part of the image, is 15 µm
wide and 125 µm long. Some inclusions show as white in the SEM, and others have white regions,
which is an artefact of the surface of the specimen. White ceramic, while also exhibiting cracks
around inclusions, has instead much smaller pores. As the micro-scale cracks are a result of the matrix
differential shrinkage during cooling, and the white ceramic has much smaller cracks, this suggests
that the white ceramic suffered less differential shrinkage and thus less thermal stress during firing.
The calculated percentage porosity from these images are 8.5%, 12.2% and 10.7% for brown, red,
and white, respectively.
In summary, the brown ceramic has denser matrix with bigger pores in comparison to the red
and white ceramics. This could be its intrinsic nature due to its composition or the adjusted firing
temperature, perhaps both. Again, this can explain its initial underperformance but less propensity
towards membrane fouling.
3.4. Composition and Structure of Ceramic Separators
The chemical composition of ceramics is shown in Table 2, with values from both the manufacturer
data sheet and from EDXS analysis. The primary elements of all the ceramics were silicon and aluminium.
The brown ceramic interestingly contains 4.8% MnO, which may be acting as a catalyst for the oxygen
reduction reaction (ORR). Manganese oxides have attracted attention as a cost-effective alternative
to platinum catalysts at the cathode in electrochemical energy conversion systems. While many
stoichiometries have been investigated and each has different effects, in general manganese has been
demonstrated to improve ORR kinetics by promoting the more efficient four-electron ORR pathway
over the two-electron pathway [35]. Several papers use MnOx with carbon nanotubes as a catalyst in
MFCs and find that in comparison to Pt/C catalyst it performs better [36], or similar [37–39]. However,
in all of these papers, the manganese oxides were always MnO2 or MnO3, and were applied at the
cathode surface, so without further investigation of our system, it is not clear whether the manganese
is indeed acting as a catalyst or if other properties of the brown ceramic are dominant.
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Table 2. Chemical composition of ceramics used.
Chemical
Composition 1)
(wt.%)
Brown

Red

White

CO2

SiO2

Al2 O3 TiO2

MSDS

-

64.5

20.0

1.3

6.5

0.3

0.4

2.2

0.1

4.8

EDXS

13.9

57.0

17.7

1.4

4.2

0.3

0.4

2.7

0.3

1.9

68.9

20.5

1.3

6.0

0.3

0.4

2.5

0.1

0.0

57.0

21.5

1.6

10.3

0.4

0.6

3.3

0.3

-

72.0

22.0

1.8

1.0

0.3

0.2

2.3

0.3

0.0

51.3

21.5

2.2

2.7

-

0.5

3.2

0.3

-

MSDS
EDXS

10.7

MSDS
EDXS

18.1

Fe2 O3 CaO

MgO K2 O

Na2 O MnO

1)

Data taken from the manufacturer’s (Georg und Schneider) data sheets and from EDXS analysis on a Quanta 650
FEG scanning electron microscope, which only reveals elements, and the oxides have been assumed.

4. Conclusions
Commercially available ceramic materials with different compositions have been tested as MFC
separators and as a (potential) chassis or vessel. Intensive physiochemical property analysis revealed
that brown ceramic has lower porosity and larger pores in comparison to red and white ceramics.
Single composition brown ceramic required cathode hydration due to its low porosity, which resulted
in relatively poor performance initially. However, the brown ceramic separator is a more suitable
choice for long-term operation, by outperforming other single composition ceramic types. This study
confirms that pore size as well as porosity plays an important role in ceramic performance in MFCs.
Another important finding is the potential of spotty type ceramics. Although some of the
spotty type ceramics had a leakage issue due to the nature of handmade ceramics and difference in
extent of shrinkage of two materials during firing, in most cases spotty ceramics outperformed single
composition types. Therefore, composite design could also be a way of enhancing the function of
ceramic separators, as well as fine-tuning porosity and pore size. This may be particularly important
in cases where the cathode is inside the cylinder (and the anode outside), which is an MFC topology
that allows for catholyte synthesis [22]; in this way, it is possible to combine high power performance
and high catholyte quality.
Ceramic separators for MFCs are still very much a lab making and not subject to rigorous
manufacturing and quality control procedures; this is by far the main consideration that anyone
working in this field should take seriously into account. Fab labs or facilities, whose core competency
is the fabrication of new structures from new materials, could be the first option for scientists,
since ceramics manufacturers, whose (successful) business model is distant from research, will be
unable to engage, unless such proposition made sense. In the case when scientific labs can employ
a rigorous fabrication process, then physical parameters (thickness, density/porosity and pore size)
should take priority before physicochemical parameters can become the focus.
Lastly, the use of low-cost, locally sourced ceramic separators of customisable shape for high
performance MFCs would allow for the design and implementation of this technology into the built
environment, integrated into a living architecture [25].
Supplementary Materials: The following are available online at http://www.mdpi.com/1996-1073/12/21/4071/s1,
Figure S1: All ceramic cylinder membranes tested in the study, Figure S2: Photos of experimental set-up (left)
and individual MFCs (right), Figure S3: Temporal change of peak power of test ceramics, Table S1: Chemical
compositions and physical properties of tested ceramic materials, Table S2: Percentage relative volume of pores
for test ceramics.
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