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Abstract: In this work, a mobile application is developed to assist patients suffering from chronic
obstructive pulmonary disease (COPD) or Asthma that will reduce the dependency on hospital and
clinic based tests and enable users to better manage their disease through increased self-involvement.
Due to the pervasiveness of smartphones, it is proposed to make use of their built-in sensors and ever
increasing computational capabilities to provide patients with a mobile-based spirometer capable
of diagnosing COPD or asthma in a reliable and cost effective manner. Data collected using an
experimental setup consisting of an airflow source, an anemometer, and a smartphone is used to
develop a mathematical model that relates exhalation frequency to air flow rate. This model allows for
the computation of two key parameters known as forced vital capacity (FVC) and forced expiratory
volume in one second (FEV1) that are used in the diagnosis of respiratory diseases. The developed
platform has been validated using data collected from 25 subjects with various conditions. Results show
that an excellent match is achieved between the FVC and FEV1 values computed using a clinical
spirometer and those returned by the model embedded in the mobile application.
Keywords: asthma; COPD; smartphones; spirometry

1. Introduction
Different factors such as smoking, genetics, and infections may lead to serious respiratory and lung
diseases [1]. Chronic obstructive pulmonary disease (COPD) and asthma are among the most common
lung diseases, with COPD being the third leading cause of death in the world [2]. COPD symptoms
increase in severity with time, leading to the narrowing of the airways and, hence, a noticeable difficulty
in breathing. Typically, the symptoms that COPD patients experience include chest tightness, chronic
coughing, and dyspnea, among several others. Smoking is considered to be one of the leading factors
behind COPD causes. Similarly, asthma is a chronic lung disease that narrows and inflames the airways,
which causes different symptoms such as dyspnea, episodic cough, chest tightness, shortness of breath,
and recurring periods of wheezing. The exact cause of asthma is not known yet, but several factors
such as heredity and atopy may contribute to its occurrence [3].
One of the most common pulmonary function tests is spirometry, which is used to measure
lung function, especially the amount and speed of inhaled and exhaled air. In cases of respiratory
diseases such as COPD and asthma, which are chronic and progressive diseases, patients should pay
attention to the progress and changes in the symptoms and undergo regular checkups by performing
the spirometry test in order to avoid exacerbating the disease. Unfortunately, these tests are expensive
and time and resource consuming. An alternative solution is to adopt a cost-effective mobile Health
(mHealth) approach to diagnose and manage respiratory diseases; mHealth is one aspect of eHealth
that is pushing the limits of traditional healthcare. It is expected that mHealth will be part of many
healthcare related activities due to the following advantages [4]:
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It can eliminate the need of regular tests and hence reduce the cost of medical care and consequently
provide healthcare for people with low income;
It can reach patients in even the most remote locations;
It can increase the reach and efficiency of healthcare;
It empowers the patients because smartphones can help patients monitor their disease at home.
Furthermore, it can be used as a tool for patients to manage appointments, renew prescriptions,
or view medical records;
Doctors are increasingly using smartphones, allowing them to access medical materials. They can
also reach patients in rural areas through remote diagnostics and information alerts;
Remotely monitoring hospital patients or the elderly can free up much needed capacity in hospitals
and nursing homes.

The work in this paper discusses the steps taken to design, implement, and test a mobile application
that can be used to diagnose both respiratory illnesses: COPD and asthma. The proposed system
processes data collected using the built-in micro-electro-mechanical systems (MEMS) microphone in
smartphones in an attempt to mimic the working of a typical spirometer, and accordingly perform
equally reliable spirometry tests. The idea is to make use of the pervasiveness of smartphones and
introduce cost-effective clinic-like tests at home. The rest of the paper is organized as follows: Section 2
presents background on asthma and COPD diseases, and reviews related research. Section 3 discusses
the methodology followed in this work. The experimental work carried out is described in Section 4.
Section 5 presents and discusses the mobile application. Results are discussed in Section 6, and the
paper is concluded in Section 7.
2. Background and Related Work
Spirometry is a standard tool for diagnosing, staging, and managing COPD and asthma [5].
During the test, the patient blows as hard as possible into a tube connected to a device. The device will
measure how much and how fast the patient can breathe air.
Most spirometers display two spirograms, a volume-time curve and a flow-volume loop,
and provide one or more of the following commonly measured parameters [4,5]:
1.
2.
3.
4.
5.

Forced vital capacity (FVC): The volume of air that can be expired after a maximum inspiration;
Forced expiratory volume in one second (FEV1): Volume of air expelled in the first second of a
forced expiration;
Forced expiratory flow 25–75% (FEF 25–75): Average expiratory flow rate in the middle part of a
forced expiration;
FEV1/FVC: This is the ratio of the vital capacity that is expired in the first second of
maximal expiration;
Peak expiratory flow (PEF): Maximal expiratory flow rate achieved.

Pulse oximetry is another tool used to assist patients with the management of their disease.
Pulse oximetry measures oxygen saturation of hemoglobin in arterial blood (SpO2 ), and it can provide
an early warning of dangerous hypoxemia [6] and is a complementary tool to spirometry.
According to the global initiative for obstructive lung disease (GOLD) [7], COPD diagnosis should
be considered for an individual over age 40 that experiences one or more of the following indicators:
•
•
•
•
•

Dyspnea that is progressive (worsens over time);
Chronic cough that may be intermittent and may be unproductive;
Chronic sputum production;
History of exposure to risk factors such as tobacco smoke, smoke from home cooking, heating fuels,
and occupational dusts and chemicals;
Family history of COPD.
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In case the patient is likely to have COPD based on the above indicators, spirometry is conducted
for confirmation. If the post bronchodilator ratio FVC/FEV1 is less than 0.7, this confirms that the patient
has COPD. COPD assessment is required to determine its severity according to FEV1% predicted.
FEV1% predicted is defined as FEV1% of the patient divided by the average FEV1% in the population
for any person of similar age, sex, and body composition. Furthermore, by using the pulse oximetry
with COPD patients, an SpO2 of 92% or less should prompt referral for further investigation and
perhaps the need for long-term oxygen therapy [7,8]. Asthma diagnosis is based on medical and
family history, physical examination, and lung function test. For the lung function test, one of the most
common tests is of course spirometry. In case of asthma, the patient should undergo basic spirometry
tests to find the FEV1 and FVC measurements. When the FEV1/FVC ratio is less than 0.7, the patient
should continue with the checkup phase and perform a bronchodilator challenge test by inhaling an
asthma drug (bronchodilator such as albuterol) to open air passages. After that, the patient repeats the
spirometry test, and the FEV1 and FVC measurements are recorded again. Finally, if there is more
than a 12% increase in FEV1 or a 200 mL increase in FVC, the patient is diagnosed as having asthma.
Asthma severity will be assessed depending on symptoms and FEV1% predicted.
Some research has been carried out to explore the use of mobile platforms as a vehicle for cost
effective monitoring techniques. In [9], the authors discuss an intelligent portable system that assists
COPD patients in managing their disease. In [10], a mobile-COPD system to assist clinicians to
remotely monitor and manage COPD conditions and events is presented. Using this system, patients
use mobile phones to update self-assessment and observation data relating to COPD symptoms and
vital signs, such as sputum, wheezing, cough, heart rate, body temperature, etc., with the collected
data being stored in a remote server. Clinicians can access a patient’s data remotely and review
the patient’s information on a daily basis to assess the disease progression. Based on the clinical
assessments, exacerbation of COPD can be detected at early stages. Researchers in [11] experimented
by using an external microphone attached to a laptop or mobile to record breathing waveforms
of the subjects. They next computed the average time duration and energy of the breathing cycle
after splitting the captured breathing signal using “voice activity detection” techniques. Models to
estimate FVC or lung capacity were developed with an accuracy of up to 86.24%. The authors in [12]
describe a system that includes health sensors and/or an external portable spirometer communicating
with a smartphone to diagnose and manage COPD. The goal of the system is to predict and detect
exacerbation of COPD in order to help patients self-manage their disease to prevent hospitalization.
The system consists of a mobile device that is able to collect case specific, subjective and objective,
physiological, micro-spirometer, and pulse-oximeter data to alert the patient by a patient-specific
interpretation of the data using probabilistic reasoning and Bayesian networks. Collected data is also
sent to a central server for inspection by health-care professionals. Ref. [13] designed a wireless portable
monitoring system for respiratory diseases. The proposed system consists of an oximeter sensor node
and respiration-posture sensor node. Both sensor nodes are integrated with Bluetooth transmitters
and a PC or cell phone that connects with the Internet. The system measures the user’s respiratory
airflow, blood oxygen saturation, and body posture, allowing it to serve as both a sleep recorder
and spirometer, which could be applied for remote monitoring and diagnosis of Obstructive Sleep
Apnea (OSA), COPD, and asthma. Ref. [14] designed and developed a system called CHRONIOUS
that offers an integrated platform that provides management and real-time assessment of the health
status of the patient suffering from COPD. This is followed by a severity estimation algorithm that
classifies the identified pathological situation into different levels and triggers an alerting mechanism
to provide an informative and instructive message/advice to the patient and the clinical supervisor.
The two primary functional blocks of the CHRONIOUS system consist of the wearable platform and the
smartphone SD card, while the two secondary blocks consist of the home patient monitor (HPM) and
the external devices (which contain a spirometer). Ref. [15] developed the DexterNet system, which is
a wireless body sensor network (WSBN) for the prevention and management of children’s asthma.
The architecture of the system consists of three layers. The first layer is the body sensor layer (BSL),
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which is responsible for monitoring a child’s activities, geographic location, and air pollution exposure.
The second layer is the personal network layer (PNL), which is a wireless mobile device worn by the
child that summarizes the sensed data and provides information feedback. Finally, the global network
layer (GNL) uses a web server to provide information services that support the healthcare management
of asthma cases, prevention of asthma attacks, participatory sensing, and the collection of anonymous
sensor data for research into the risk factors associated with asthma. Ref. [16] designed an inexpensive
external mobile device accessory (Peak Flow Meter) that records and stores the user’s PEF and graphs
this data over time. Stored data could be forwarded by email to physicians to monitor the patient’s
PEF. Ref. [17] developed a personal lung function monitoring device for asthma patients, which is
a portable external mobile device accessory that collects spirometry, peak expiratory flow, exhaled
nitric oxide, carbon monoxide, and oxygen concentration information from patients. Results are then
shared with physicians remotely. Ref. [18] proposed a system framework for modeling and analyzing
individual exposure to environmental triggers of asthma attacks. The system is able to retrieve an
individual patient’s location data (GPS data) and environmental data (air pollution, tobacco smoke,
temperature, and humidity) through sensor equipped mobile devices. By using statistical methods
and efficient data analysis algorithms, the system can retrieve intelligence information from relations
between asthma and various environmental conditions. Ref. [19] designed a human health monitoring
mobile phone application by using a wireless nanosensor-based embedded system. In the proposed
system, a nanosensor was placed in the mobile phone, and a smartphone application displays the
body condition and alerts the patient to the causes of any problems and how to overcome them
without the need for physician guidance. Ref. [20] developed an algorithm that continuously monitors
important spirometric values such as FEV1, FVC, and PEF, so that any deviation from the safe limits will
allow the system to simultaneously send a warning message to the physician’s mobile and numerical
and graphical respiratory information of the subject to the web-server. The study was limited to
chronic COPD and chronic restrictive pulmonary disease (CRPD). Ref. [21] used the microphone of the
smartphone to record patient’s exhalations for further analysis on the smartphone and to measure lung
parameters. Signal processing of the recorded signal is carried out on the cloud, and the calculated
values of FVC, FEV1, and PEF lung measurements are reported to the user via a mobile application.
When compared to the corresponding clinical spirometry results, the system returned a mean error of
5.1%. Another mobile application called mCOPD that uses the mobile microphone to record exhalations
is discussed in [22]. Unlike the system presented in [21], here the processing is performed on the mobile
itself, and the calculated values of FVC, FEV1, and PEF lung measurement are instantly reported to the
user via the application. An evaluation of mCOPD in both a controlled and non-controlled experimental
setup with the help of 40 subjects yielded an average FEV1/FVC deviation of 3.9% when compared to
readings obtained using clinical spirometry. Stein, in [23], designed a smartphone application to be
used for patients with COPD. It uses the built-in microphone and sound analysis algorithms to test lung
functions and reports FEV1 and FEF 25–75% lung measurements. The application is designed to work
with the distance between mouth and arm set manually to 30 cm. In [24], a platform based on mobile
smart phones is discussed. It consists of an electronic stethoscope, a peak flow meter application, and a
patient questionnaire. The collected data is combined with a machine learning algorithm to identify
patients with asthma and COPD. All physiological data used in the study was collected using the
mobile phone. Researchers in [25] investigated asthma management and ways to increase the use of
Personalized Asthma Action Plans as an asthma intervention. The premise was that Asthma action
plans are more likely to be used when accessible via a smartphone application due to societies increased
convenience and reliance on mobile devices. With the belief that Self-management is a major factor in
the treatment of asthma, in [26], a system consisting of a mobile application prototyped. The proposed
system has proven to be valuable in assisting patients and their caregivers in determining the asthma
control level and in promoting a closer communication between health professionals and patients.
In [27], voice and speech recordings using mobile phones are used to differentiate groups in
terms of pulmonary health. The feasibility of using speech features to detect pulmonary disease is
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assessed. Ill and healthy subjects were differentiable with 68% accuracy; moreover, the subset of
patients with the highest disease severity were detected with 89% accuracy. The use of mHealth
to improve COPD care in the community is discussed in [28]. In the study, participants used an
mHealth application at home to monitor COPD symptoms, review educational videos, modify the
risk factors of cigarette smoking, monitor their physical activity, and learn to use inhalers optimally,
as well as learn how to use an electronic action plan. In [29], a study concluded that mobile health and
inhaler-based devices have great potential to revolutionize care for asthma by becoming mainstream
tools to assist patients in self-monitoring and decision-making, especially patients with persistent
asthma and those who have difficulty keeping symptoms under control. Ref. [30] examined the effect of
a six-month, smartphone app-based self-management program for people with COPD. Participants in
the experimental group received a smartphone app-based self-management program, which included
exercises, education, self-monitoring of symptoms, and social support. The hypothesis is that such a
program can effect behavioral change in people with COPD. The program assists patients with COPD
who have frequent exacerbations, limited access to health care providers, and no opportunities for
pulmonary rehabilitation.
In this work, comprehensive testing is conducted on diagnosed COPD patients, diagnosed asthma
patients, smokers, and healthy individuals. The primary objective is to develop a reliable portable
system to diagnose and manage the respiratory diseases COPD and asthma [31].
3. Methodology
The major tasks carried out in this research include:
•
•
•
•
•

•

Developing a “Pretest Activity” tool to be used as a first indicator about the presence of
respiratory disease;
Establishing and using appropriate techniques to extract the required physiological signals
(exhalation and oxygen saturation);
Developing an algorithm to analyze the collected physiological signals (analyze recorded patient
exhalations);
Developing a model that relates the frequency response of the exhalation recorded by the
microphone to the actual flow rate of the exhalation;
Implementing an Android application that makes use of the developed model to assist in
diagnosing whether a patient suffers from COPD or asthma and analyzing the severity of the
disease if present;
Assessing the reliability of the mobile application by using it to examine 25 human subjects and
then comparing the results with those obtained using a spirometer.

The pretest assessment tool is a survey that can be used in conjunction with physical analysis to
reach a reliable conclusion as to whether the patients have COPD or asthma. It assists in avoiding
false-negatives and false-positives and helps in distinguishing asthma from COPD. The diagnosis,
classification, and management of COPD and asthma require extracting lung measurements and
measuring blood oxygen levels using a pulse oximeter. Lung measurements are then extracted from
the analysis of the patient’s exhalation.
The developed system uses the smartphone microphone to record patient’s exhalations and stores
them on a mobile SD card for further analysis. The smartphone’s built-in proximity sensors are used to
adjust the distance between smartphone and patient’s mouth. The smartphone used in this work is
the Samsung Galaxy S5, and the threshold of its built-in proximity sensors used in recordings is 5 cm.
As per the advice of a trained Pulmonologist, a distance of 5 cm is physically suitable for sensing clear
and direct exhalation, and the testing has confirmed this. A pulse oximeter is used to measure the
oxygen level (SpO2 ) of the subject before performing the spirometry test. In general, a SpO2 of 92% or
less (at sea level) suggests hypoxemia [6].
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Table 1. COPD Severity Ranges.
Severity

FEV1% Predicted

Mild
Moderate
Severe
Very severe

>=80
>=50 and <80
>=30 and <50
<30

For a diagnosed asthma disease, the classification is based on FEV1% predicted, frequency of
nighttime awakenings due to the symptoms of disease, and interference of symptoms with normal
activities [34]. Asthma has four different categories: intermittent, mild persistent, moderate persistent,
and severe persistent. The disease is categorized as shown in Table 2.
Table 2. Asthma Severity Ranges.
Severity

Age
(Years)

Nighttime Awakenings

ALL

≤2 days/week

0–4

0

>=5

≤2x/month

All

>2 days/week but not
daily

0–4

1–2x/month

>=5

3–4x/month

All

Daily

0–4

3–4x/month

>=5

>1x/week but not nightly

All

Throughout the day

0–4

>1x/week

>=5

Often 7x/week

Intermittent

Mild persistent

Moderate
persistent

Severe
persistent

Interference with
Normal Activities

FEV1% Predicted

None

>80%

Minor limitation

>80%

Some limitation

60–80%

Extreme limitation

<60%

For example, in Table 2, if the patient performed the spirometry test and had an FEV1/FVC ratio
of less than 70% and FEV1% predicted in the range of 60–80%, and if the patient suffers from minor
limitation of normal activities and daily nighttime awakenings due to the disease symptoms, then
severity is considered to be moderate persistent.
4. Experimental Work
This section describes the experimental set up used in this work and the basis for it. It is
shown in [8,10] that the MEMS microphone in today’s mobiles can sense the direct airflow of human
exhalation, and therefore allows for the recording of it as an indicative signal. In order to calculate the
lung parameters FEV1 and FVC, the volumetric flow rates of the exhalation are needed. Practically,
the air flow from the recorded exhalation signal cannot be directly extracted. However, the time and
frequency responses of the audio signal can be extracted using mathematical processing techniques,
and subsequently a model can be developed that relates characteristics of the recorded human
exhalation by the mobile microphone and the actual flow rate.
The setup consists of a source of airflow, a device to measure the actual flow rate, and a mobile to
record the airflow. For the source of airflow, the Dyson AM06 fan [35] is used. This is a bladeless fan
that is 30 cm in height with 10 different levels of speed and is considered to be a speed-stable airflow.
The Dyson AM06 uses air multiplier technology to create a powerful stream of uninterrupted airflow
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and is 75% quieter than its predecessors. To measure the flow rate, the AM -4201 [36] anemometer
is used, which is capable of measuring flow rates ranging from 0.4 to 30.0 m/s with a resolution of
0.1 m/s. Finally, the mobile used is a Galaxy S5 Android-based smartphone manufactured by Samsung
Electronics (Suwon-si, Korea). Figure 3 shows a side view of the experimental setup. The lower part of
the Dyson AM06 fan is isolated in an effort to minimize possible noise at higher fan speeds. The Galaxy
S5 mobile2020,
is placed
on the side next to the anemometer, about 15 cm away from the Dyson AM06
fan.
Informatics
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For all wave files in the database, the first 2 s were truncated in order to eliminate any noise at
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the beginning of recording. Signals were next transformed from the time domain into the frequency
domain using fast Fourier transform (FFT). Research indicates that human speech, lung sounds,
domain using fast Fourier transform (FFT). Research indicates that human speech, lung sounds, and
and exhalations lie in a low frequency range below 3 kHz [38–40]. A filter bank is applied to the
exhalations lie in a low frequency range below 3 kHz [38–40]. A filter bank is applied to the
transformed signal in order to extract frequencies in the following ranges: 100–300 Hz, 300–600 Hz,
transformed signal in order to extract frequencies in the following ranges: 100–300 Hz, 300–600 Hz,
600–1200 Hz, 100–1200 Hz, 300–1200 Hz, 1–2 kHz, 1–1.5 kHz, 1.5–2 kHz, 2–3 kHz, 100 Hz–2 kHz,
600–1200 Hz, 100–1200 Hz, 300–1200 Hz, 1–2 kHz, 1–1.5 kHz, 1.5–2 kHz, 2–3 kHz, 100 Hz–2 kHz, 100
100 Hz–2.5 kHz, and 100 Hz–3 kHz. Next, the mean of the frequency responses of each frequency
Hz–2.5 kHz, and 100 Hz–3 kHz. Next, the mean of the frequency responses of each frequency range
was calculated. For a given frequency response H(f), the mean frequency response over the
frequency range [B1, B2] is computed as in Equation (1) below:
μ =

1
−

( )

(1)
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range was calculated. For a given frequency response H(f ), the mean frequency response over the
frequency range [B1 , B2 ] is computed as in Equation (1) below:
Z B2
1
10 of 21
H ( f )d f
(1)
B2 − B1 B1
Finally, the correlation factors were computed between the mean of the frequency response of
The
sampling
used
acquire
thehighest
signal correlation
is 10 kHz; factors
the frequency
domain 0.9)
analysis
each range
and thefrequency
actual flow
ratetovalues.
The
(approximately
were
isobtained
performed
using
40,000
samples
of
the
audio
signal
acquired
with
a
sampling
period
of
ms.
for the range of 100 Hz–3 kHz and 100 Hz–1.2 kHz. Because lung sounds are mainly0.1
below
Note
that[40,41],
this leads
anHz–1.2
effective
frequency
resolution
1.2 kHz
theto
100
kHz
band was
chosen. of approximately 0.25 Hz.
Finally,
the
correlation
factors
were
computed
between
mean and
of the
of
By comparing the correlation factors obtained in
the timethe
domain
thefrequency
frequencyresponse
domain, the
each
range
and
the
actual
flow
rate
values.
The
highest
correlation
factors
(approximately
0.9)
were
relationship between the frequency domain factor (which is the mean of frequency responses between
obtained
for kHz)
the range
of 100
Hz–3
and 100than
Hz–1.2
Because
lung
are mainly
100 Hz–1.2
and the
flow
ratekHz
is stronger
the kHz.
relation
between
thesounds
RMS time
domainbelow
factor
1.2
kHz
[40,41],
the
100
Hz–1.2
kHz
band
was
chosen.
and the flow rate. Moreover, frequency domain analysis is preferred over time domain analysis for
By comparing
the
correlation
factors obtained
in thesuffer
time from
domain
and theproblems,
frequencywhereas
domain,
MEMS
microphones
because
time domain
analysis may
saturation
in
the
relationship
between
the
frequency
domain
factor
(which
is
the
mean
of
frequency
responses
the frequency domain, saturation causes spurious high frequencies that will not have a noticeable
between
and the flow
rate is stronger
than
relationbetween
betweenthe
the mean
RMS time
domain
effect on100
theHz–1.2
lowerkHz)
frequencies
of interest.
Therefore,
thethe
relation
of frequency
factor
and the
flowrange
rate. Moreover,
is selected
preferredasover
analysis
responses
in the
100 Hz–1.2frequency
kHz and domain
the flowanalysis
rate was
the time
basisdomain
for deriving
the
for
MEMS
microphones
because
time
domain
analysis
may
suffer
from
saturation
problems,
whereas
relationship between the frequency responses of patient’s exhalation and the actual flow rate.
in theRegression
frequency domain,
spurious
high afrequencies
that
willrelates
not have
a noticeable
analysissaturation
techniquescauses
are used
to derive
relationship
that
flow
rate to the
effect
on
the
lower
frequencies
of
interest.
Therefore,
the
relation
between
the
mean
of
frequency
mean of frequency responses between 100 Hz and 1.2 kHz. The goodness of each fitting curve is
responses
the range
100 Hz–1.2 kHz and the
flow between
rate was the
selected
as the
basis
for flowrate.
deriving the
evaluatedin
using
the root-mean-square-error
(RMSE)
predicted
and
actual
relationship
between
the
frequency
responses
of
patient’s
exhalation
and
the
actual
flow
rate.
Different fitting techniques are investigated; however, it was found that quadratic
regression
Regression
analysis
techniques
are
used
to
derive
a
relationship
that
relates
flow
rate
to
the mean
provides a good model for the relationship between the flow rate and mean frequency response.
The
ofRMSE
frequency
responses
between
100
Hz
and
1.2
kHz.
The
goodness
of
each
fitting
curve
is
evaluated
of the best quadratic regression obtained here is 0.2108. Figure 4 shows the quadratic
using
the root-mean-square-error
(RMSE)
the predicted
and actual
flowrate.
regression
relationship of the model.
Thebetween
model derived
is described
by Equation
(2), below:
Different fitting techniques are investigated; however, it was found that quadratic regression
(2)
Y =relationship
−0.000229 between
×
+ 0.0442
× rate
+ 1.002
provides a good model for the
the flow
and mean frequency response.
The
RMSE
the
bestrate
quadratic
is 0.2108.
Figurebetween
4 shows 100
the Hz
quadratic
where
Y isof
the
flow
in m/s, regression
and x is theobtained
mean ofhere
frequency
responses
and 1.2
regression
relationship
of
the
model.
The
model
derived
is
described
by
Equation
(2),
below:
kHz.
Informatics 2020, 7, x

µH =

In Figure 4, the apparent decrease in the flow rate is likely due to a local fluctuation when fitting
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is more likely a reflection of (2)
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where Y is the flow rate in m/s, and x is the mean of frequency responses between 100 Hz and 1.2 kHz.
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In Figure
4, the
apparent decrease in the flow rate is likely due to a local fluctuation when fitting the
5. The
Mobile
Application
empirical data. The observed decrease is quite small and is more likely a reflection of the stabilization
The mobile application developed for this work is based on the model described by Equation
of the flow rate.
(2) with the algorithms described in Figures 1 and 2 being used as the basis for its major software
TheApplication
mobile application was developed using the Java programming environment
5.modules.
The Mobile
embedded within the Android Software Development Kit (Android SDK).
The mobile application developed for this work is based on the model described by Equation (2)
The application consists of four main activities: Pretest Activity, Sensing Activity, Diagnosis
with the algorithms described in Figures 1 and 2 being used as the basis for its major software modules.
Activity, and a Report Activity. Typically, an application consists of several activities interacting
The mobile application was developed using the Java programming environment embedded within
with each other. Each activity is an application component with a graphical user interface (GUI) that
the Android Software Development Kit (Android SDK).
interacts with the user.
The application consists of four main activities: Pretest Activity, Sensing Activity, Diagnosis
The “Pretest Activity” consists of three parts: the collection of basic personal information,
Activity, and a Report Activity. Typically, an application consists of several activities interacting
reading SpO2 value, and a questionnaire. The basic personal information includes age, height,
with each other. Each activity is an application component with a graphical user interface (GUI) that
weight, gender, and ethnic group. The SpO2 is measured via an external device. The questionnaire is
interacts with the user.
used to assess the possibility of an individual having the disease. The questionnaire includes 13 basic
The “Pretest Activity” consists of three parts: the collection of basic personal information, reading
questions about symptoms of respiratory diseases, which were collected from different respiratory
SpO2 value, and a questionnaire. The basic personal information includes age, height, weight, gender,
diseases agency recommendations. The answers to the questionnaire are compiled and forwarded to
and ethnic group. The SpO2 is measured via an external device. The questionnaire is used to assess
the Diagnosis Activity to be used in the analysis and diagnosis phases. Figure 5 shows the interface
the possibility of an individual having the disease. The questionnaire includes 13 basic questions
for the pretest activity.
about symptoms of respiratory diseases, which were collected from different respiratory diseases
agency recommendations. The answers to the questionnaire are compiled and forwarded to the
Diagnosis Activity to be used in the analysis and diagnosis phases. Figure 5 shows the interface for the
pretest activity.
The Sensing Activity in the application takes care of physiological sample collection. In the
Android environment, audio recording of exhalations is achieved using the AudioRecord class,
which allows recording from the audio hardware in the mobile. Moreover, the AudioRecord class
offers flexibility for programmers in choosing the formats and options of the recording. Additionally,
it saves raw data in an uncompressed format, which allows the programmer to process the audio data,
write to a file, and display it as a waveform.
The raw data resulting from the recording audio is saved temporarily in a wave file on the
smartphone SD card. The exhalation period of an individual usually lasts for several seconds only,
so the size of the resulting file is less than 1 MB. In this application, an individual repeats exhalation
three times in order to increase the accuracy of the system. Therefore, the maximum required size on
the SD card is less than 3 MB. The saved wave files will be read and analyzed in the Diagnosis Activity.
The Diagnosis Activity is responsible for analyzing the readings collected during the Sensing
Activity and processing the information collected during the Pretest Activity. The four major tasks
Figure 5. Pretest Activity Interface.
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The Sensing Activity in the application takes care of physiological sample collection. In the
Android environment, audio recording of exhalations is achieved using the AudioRecord class,
which allows recording from the audio hardware in the mobile. Moreover, the AudioRecord class
offers flexibility for programmers in choosing the formats and options of the recording.
Additionally, it saves raw data in an uncompressed format, which allows the programmer to process
the audio data, write to a file, and display it as a waveform.
The raw data resulting from the recording audio is saved temporarily in a wave file on the
smartphone SD card. The exhalation period of an individual usually lasts for several seconds only,
so the size of the resulting file is less than 1 MB. In this application, an individual repeats exhalation
three times in order to increase the accuracy of the system. Therefore, the maximum required size on
the SD card is less than 3 MB. The saved wave files will be read and analyzed in the Diagnosis
Activity.
Figure 5. Pretest Activity Interface.
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shown in Figure 7c. As per the obtained results for this sample, the FEV1/FVC is 82%, which indicates
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6. Samples Collection and Discussion of Results
Samples used in this work include medically diagnosed patients, at risk smokers, and healthy
individuals. The variety of the samples in terms of gender, age, and health conditions helps in assessing
the accuracy of the proposed system and in developing techniques for future improvements of similar
applications. The subjects tested are coached on how to conduct the test correctly, and they performed
the spirometry test twice: once using the mobile application on the Galaxy S5 smartphone and another
time as a reference test using a clinical spirometer for comparison purposes. With their consent, patients
were selected from Oriana Hospital and Al-Zahra Hospital in the city of Sharjah located in the United
Arab Emirates (UAE) and placed under the supervision and guidance of pulmonologists. Smokers
and healthy individuals were volunteers from the university community.
To collect data using a clinically acceptable handheld spirometer, the Spirobank-2 [42] was used.
Studies conducted on Spirobank-2 and other handheld spirometers showed that their user friendliness
and quality make them acceptable for the detection of COPD and Asthma [43–46]. In collecting the
samples from subjects, the below protocol was followed:
1.
2.
3.
4.

Subjects are asked few questions about disease symptoms and family history of respiratory
diseases in order to fill the Pretest Activity;
Subjects are asked to measure their SpO2 using an external oximeter;
Subjects are asked to perform spirometry on a handheld spirometer or clinical spirometer
(for hospital subjects);
Subjects are asked to perform spirometry using the mobile application by assuming a comfortable
position while sitting down and using the proximity sensor to place the mouth at a distance of
5cm from the mobile microphone followed by a deep inhalation and blowing as hard as possible
on the mobile. This activity is repeated three times.

A sample of 25 subjects with varied health conditions is used to test the application. The average
age of the subjects is 35 years and their ages range from 10 to 66 years. Ten subjects are patients
already diagnosed with asthma and COPD, five subjects are smokers with symptoms of respiratory
diseases, and ten subjects are healthy with no symptoms. Convincing subjects at hospitals and clinics
to volunteer for this work was a serious obstacle.
The implementation of the algorithm described in Figure 1 that was used to obtain the lung
parameters requires specifying a constant that represents the cross sectional area of a typical human
mouth. This is required to convert the flow rate into volumetric flow rate in order to find the lung
parameters. The patient during spirometry test blows hard, and the cross sectional area of mouth
opening during blowing is the required constant in this case. Practically, this constant cannot be exactly
the same for different people because this constant depends on several factors such as gender, age,
and body composition. These constants were estimated by considering the cross-sectional area of three
subjects in each group and then finding the average cross sectional area. The estimated area used for
females is 0.000855 m2 and 0.001 m2 for males.
Diagnosis Outcomes
The three parameters, FVC, FEV1, and the FEV1/FVC ratio, are computed using standard
spirometry and by using the mobile application. The graphs of Figure 8 show the differences in FVC,
FEV1, and FEV1/FVC ratio, respectively, between the clinical spirometer and the mobile application
for all subjects. From the data, the calculated mean percent error between FVC data using the mobile
application and the clinical spirometer is about 4.6%, the mean percent error between FEV1 data from
the mobile application and the clinical spirometer is about 3.1%, and the mean percent error between
FEV1/FVC ratio data from the mobile application and the clinical spirometer is approximately 3.5%.
The correlation graphs of Figure 9 show a linear relationship between the variables of the spirometer
and the mobile application.

diagnosed with Moderate Persistent Asthma. It may be noted that the mobile application depends
on FEV1/FVC ratio, FEV1%, and the pretest possibility in diagnosis and classification of disease. On
the other hand, clinical diagnosis also depends on FEV1/FVC ratio, FEV1%, symptoms and history,
but it may also depend on a chest radiograph or the post bronchodilator test. In some cases, the chest
radiograph or the post bronchodilator test could be the only differentiator between asthma and
Informatics
7, 56unfortunately cannot be included in the system implemented here.
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Table 3. Diagnosis Results of the Patients.
Sample
ID
Subject
16
Subject

FEV1/FVC
Mobile
App.

FEV1 %
Mobile
App.

Pretest
Possibility of
COPD

Pretest
Possibility of
Asthma

Clinical
Diagnosis

Mobile App.
Diagnosis

58.5

95.3

True

False

Mild COPD

Mild COPD

67.3

78.9

True

False

Moderate COPD

Moderate COPD
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Table 3 shows the diagnosis results of the mobile application and the clinical diagnosis for a subset
of patients with the IDs 16 to 25. IDs 1 to 15 in this work are reserved for smokers and healthy subjects,
and they all showed a negative diagnosis for COPD and asthma by both the MobSpiro application and
the clinical spirometer. Hence, they are not included in Table 3.
Table 3. Diagnosis Results of the Patients.
Sample ID

FEV1/FVC
Mobile App.

FEV1 % Mobile
App.

Pretest
Possibility
of COPD

Pretest
Possibility
of Asthma

Clinical
Diagnosis

Mobile App.
Diagnosis

Subject 16

58.5

95.3

True

False

Mild COPD

Mild COPD
Moderate
COPD

Subject 17

67.3

78.9

True

False

Moderate
COPD

Subject 18

60.9

98.5

True

False

Mild COPD

Mild COPD

Subject 19

66.6

74.4

True

False

Moderate
persistent
Asthma

Moderate
COPD

Subject 20

65.6

68

False

True

Moderate
persistent
Asthma

Moderate
persistent
Asthma

Subject 21

67.1

60.8

False

True

Moderate
persistent
Asthma

Moderate
persistent
Asthma

Subject 22

71.2

79.1

False

True

Moderate
persistent
Asthma

Moderate
persistent
Asthma

Subject 23

68.7

76.6

False

True

Moderate
persistent
Asthma

Moderate
persistent
Asthma

Subject 24

63.5

82.4

False

True

Intermittent
Asthma

Intermittent
Asthma

Subject 25

69.3

87.1

False

True

Intermittent
Asthma

Intermittent
Asthma

All patients were diagnosed correctly by the mobile application except for one patient (subject 19).
Subject 19 was diagnosed with Moderate COPD by the mobile application, but was clinically diagnosed
with Moderate Persistent Asthma. It may be noted that the mobile application depends on FEV1/FVC
ratio, FEV1%, and the pretest possibility in diagnosis and classification of disease. On the other
hand, clinical diagnosis also depends on FEV1/FVC ratio, FEV1%, symptoms and history, but it
may also depend on a chest radiograph or the post bronchodilator test. In some cases, the chest
radiograph or the post bronchodilator test could be the only differentiator between asthma and COPD,
which unfortunately cannot be included in the system implemented here.
7. Conclusions
Chronic obstructive pulmonary disease (COPD) and asthma are chronic lung diseases that are
characterized by coughing, wheezing, chest tightness, and shortness of breath. Severity levels of
COPD disease range from mild, moderate, and severe to very severe, depending on specific lung
measurements. For asthma, severity level ranges from mild intermittent, mild persistent, and moderate
persistent to severe persistent. Spirometry remains the golden standard for diagnosing and staging
COPD and is the recommended test for asthma diagnosis and monitoring. Traditional methods of
diagnosing and monitoring COPD and asthma require either buying a dedicated portable spirometer
or regularly visiting a physician, which is considered time consuming and expensive. Due to the ever
increasing computing power of smartphones and their penetration of all facets of daily living, a design
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was implemented that takes advantage of the built-in sensors in the smartphone to extract and analyze
physiological signals in order to diagnose, stage, and monitor COPD and asthma diseases.
Following a review of published literature in respiratory diseases and the methods by which they
are diagnosed and managed, a discussion was presented on the design and development phases of a
mobile application that is able to read the physiological signals of a patient using built-in sensors and
analyze the collected data to diagnose, stage, and monitor the disease.
The developed smartphone application performed as expected in the recording of patient
exhalation and extracting lung function measurements and in analyzing the collected data solely on
the smartphone. A sample of 25 subjects with varied medical backgrounds was recruited to test the
application. The obtained results indicated that 96% of the tested cases were correctly diagnosed.
The mean percent error between, FVC, FEV1, and FEV1/FVC ratio as measured using the clinical
spirometer and as computed using the mobile application was 3.5%, 4.6%, and 3.1%, respectively.
These results prove the effectiveness of the proposed system when compared to the clinical spirometer
and emphasize the role that smartphones may play in healthcare in the future.
In the future, the authors plan to tackle the monitoring and diagnosis problem using machine
learning techniques. This approach has been explored with promising results [47–51] and, hence,
there is a keen interest to further study and assess its advantages and limitations compared to the
approach presented both in this paper and in others. Additionally, the proposed mobile-based
approach is in line with the expected applications of smart-health in the smart-cities of the future,
where technologies such as the Internet of Things will dominate [52,53].
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