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Abstract: Escherichia coli has been known to cause a variety of infectious diseases. The conventional
enzyme-linked immunosorbent assay (ELISA) is a well-known method widely used to diagnose a
variety of infectious diseases. This method is expensive and requires considerable time and effort to
conduct and complete multiple integral steps. We previously proposed the use of paper-based ELISA
to rapidly detect the presence of E. coli. This approach has demonstrated utility for point-of-care
(POC) urinary tract infection diagnoses. Paper-based ELISA, while advantageous, still requires the
execution of several procedural steps. Here, we discuss the design and experimental implementation
of a turntable paper-based device to simplify the paper-based ELISA protocols for the detection of E.
coli. In this process, antibodies or reagents are preloaded onto zones of a paper-based device and
allowed to dry before use. We successfully used this device to detect E. coli with a detection limit of
105 colony-forming units (colony-forming unit [CFU])/mL.

Keywords: Escherichia coli; paper-based ELISA; point-of-care; turntable

1. Introduction

Escherichia coli, a Gram-negative bacterium commonly found in the intestinal flora of
humans and animals, is the etiological agent responsible for a variety of common infectious
diseases, including urinary tract infections [1] and gastroenteritis [2]. There is a need
for rapid, timely, and specific diagnostic procedures to detect E. coli infection. This is
especially true considering emerging drug resistance issues plaguing healthcare systems
worldwide [3,4]. Timely diagnosis plays a key role in optimal disease management, because
appropriate early antibiotic therapy can decrease septic patient mortality [5].

It takes a long time to identify the pathogen that causes infectious diseases using tra-
ditional methods [6]. A point-of-care (POC) diagnostic tool can provide timely, convenient,
and appropriate information for those in need of medical care [7]. Several rapid molecular-
based methods for pathogen identification have been developed and are currently in broad
clinical use [7–9]. However, their high cost and instrument dependency restricts their use
in resource-limited areas [7].

The enzyme-linked immunosorbent assay (ELISA) is an appropriate and highly sen-
sitive method for quantifying antigen content in a short timespan (h). While ELISA has
been used as a convenient tool for diagnosing infectious diseases [10,11], it has some
disadvantages: it is labor-intensive, requires costly antibody preparation, and multiple
steps must be completed to produce results [12]. Previously, we developed a paper-based
ELISA tool to rapidly detect the presence of E. coli. This tool demonstrated promising
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performance, providing results within 5 h with a detection limitation of 105 cells/mL, and
was considered to be a suitable tool for diagnosing urinary tract infection [13]. As this
methodology relies on ELISA techniques, it also requires the completion of several steps,
as well as the addition of various antibodies or reagents, to produce results. In this study,
we aimed to use a turntable paper-based device for the rapid detection of E. coli that relies
on the preloading of antibodies or reagents in order to simplify the ELISA process.

2. Materials and Methods
2.1. Bacterial Suspensions Preparation

We used the E. coli DH5α isolate in the study. The E. coli DH5α were cultured overnight
at 37 ◦C in 5 mL of Luria-Bertani (LB) broth, with shaking at 250 rpm. We then added
bacterial suspension aliquots to fresh LB broth and cultured with shaking at 250 rpm at
37 ◦C to reach the mid-logarithmic growth phase. The bacterial cell concentration was
assessed by measuring optical density of a culture sample at 600 nm (OD600) using a
Nanodrop spectrophotometer (Thermo Fisher Scientific; Waltham, MA, USA). The bac-
terial samples were then serial-diluted in LB broth and plated onto Tryptic Soy Agar
(TSA) plates for viable cell counting after culturing overnight at 37 ◦C. Bacterial samples
(108 colony-forming units [CFU]/mL) were subsequently serially diluted with LB medium
to produce seven different sample concentrations: 0 CFU/mL, 103 CFU/mL, 104 CFU/mL,
105 CFU/mL, 106 CFU/mL, 107 CFU/mL, and 108 CFU/mL. Samples without cells were
used as the control.

2.2. Paper-Based ELISA

As mentioned, we previously used paper-based ELISA to detect the presence of E.
coli. [13]. The elements of this process are as follows. We applied bacterial suspension
samples, dropwise, onto Whatman® Fusion 5 paper (Sigma–Aldrich; St. Louis, MO, USA)
and allowed the paper to dry for an hour. Next, we added 200 µL of 1% bovine serum
albumin (BSA) blocking reagent and waited an hour. After blocking, we added the anti-E.
coli biotin conjugate (Applied Biological Materials [ABM] inc.; Richmond, British Columbia,
Canada) antibody diluted 1:1000 with 1% BSA and waited for 30 min. We subsequently
washed the sample target zones with 200 µL of 0.05% Tween 20 in phosphate-buffered saline
(PBST) and then added 200 µL of horseradish peroxidase (HRP)-conjugated streptavidin
(Abcam, Cambridge, UK) and waited for 30 min to complete the reaction. We then washed
the sample target zones 4 times to remove excess reagents and subsequently added a
mixture of 3,3′,5,5′-tetramethylbenzidine and H2O2 to produce a colorimetric reaction.
After 120 s, we used a smartphone camera (Apple; Cupertino, CA, USA) to capture the
results, which we converted into 8-bit grayscale to determine the color intensity using
image processing software (Image J; National Institutes of Health [NIH], Bethesda, MD,
USA) (Figure 1).
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Figure 1. Schematic illustration of a paper-based enzyme-linked immunosorbent assay (ELISA) for
Escherichia coli detection. E. coli suspensions were loaded onto the paper, the paper was dried for one
hour, and blocking was completed by applying 1% BSA for one hour. Anti-E. coli biotin conjugate
antibody and horseradish peroxidase (HRP)-conjugated streptavidin were applied for 30 min each.
Substrate solution was added, and the colorimetric results were photographed using a smartphone
after 2 min.

2.3. Components of the Turntable Paper-Based Device

The turntable paper-based device was composed of an acrylic base at the bottom,
a wooden chopstick rotation axis in the middle, and three layers of paper (Figures S1
and 2). We used blotting paper for the first layer of paper because of its great absorption
ability, and the second and third layers were made using Whatman® Grade 3 filter paper
(Sigma–Aldrich, St. Louis, MO, USA) and Whatman® Grade 1 filter paper (Sigma–Aldrich;
St. Louis, MO, USA), respectively. The Whatman® Grade 3 filter paper (layer 2) was cut
into a rectangular shape and wax-printed with a circular reacting zone (Figure 2A). This
layer was fixed to the axis using a paper clip, so that it could be moved by spinning the
axis. As the axis was rotated, the affixed rectangular shape could be moved, as if it was
a very wide hand of a clock. The Whatman® Grade 1 filter paper (layer 3) was cut into a
circular, plate shape and patterned with six hydrophobic test zone areas via wax printing.
This layer was fixed to the base with several pins to prevent it from spinning with the axis
(Figure 2B). These pins were placed outside of the radius of the second, moving layer to
prevent them from impeding the movement of the second layer. Both the second and third
layers of filter paper required wax printing to create desirable reaction zones for reagent
flow. Following wax printing, papers were baked in an oven at 105 ◦C for 5 min to form
hydrophilic and hydrophobic boundaries. Bacterial suspensions were loaded onto the
second layer, and reagents were loaded onto the third layer.
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Figure 2. Schematic illustration of a turntable paper-based device. (A) E. coli suspensions were dropped onto the reaction
zone of the rotatable second layer. (B) A round paper layer was fixed on top of the second layer to act as the third layer.
(C) Reagents were added in the same order as in paper-based ELISA. Each reagent was added in specific hydrophobic
zones numbering from 1 to 6: 1 for blocking buffer, 2 for anti-E. coli biotin conjugate antibody, 3 for washing buffer, 4 for
HRP-conjugated streptavidin, 5 for washing buffer, and 6 for substrate solution. Before adding each reagent, rotation of the
axis was required in order to move the reaction zone of the second layer to the correct position.

2.4. Turntable Paper-Based Device Operating Protocol

To conduct paper-based ELISA using our turntable device, a bacterial suspension
was loaded onto the reaction zone of the second layer of paper, the sample was allowed
to dry for an hour, and the paper was fixed to the axis with a paper clip so that it could
move as the axis rotated (Figure 2A); again, like the hand of a clock. The third paper layer
with wax-printed, hydrophobically bordered reaction zones was fixed on top of the second
layer paper with pins to keep it from moving when the axis was rotated (Figure 2B). After
assembling the device, reagents required for paper-based ELISA could be added into the
hydrophobically bordered test zones of the third, top layer in a stepwise fashion, and the
axis could be rotated to place the sample zone of layer 2 directly under the hydrophobically
bordered reaction zone of layer 3 to conduct each step of the process (Figure 2C). During
this process, reagents were added in a manner similar to the process for creating paper-
based ELISA, but they were added in larger volumes to facilitate the transfer of reagent
from the third layer to the second sample layer below. Aliquots of 200 µL of bacterial
suspension were applied to the second layer of filter paper and allowed to rest for 1 h
before being blocked with 300-µL 1% BSA, which was applied onto the adjacent third
layer, and the assembly was allowed to rest for another 1 h. Rotation of the axis placed the
sample zone of layer 2 directly under a reaction zone of layer 3, where 300 µL of anti-E. coli
biotin conjugate antibody was applied before incubation for 30 min. The second layer was
moved so that the sample zone of layer 2 was directly under the subsequent reaction zone
of layer 3, and the aligned sample and reaction zones were washed 4 times with 300 µL
of PBST buffer. After washing, the second layer was moved to the subsequent position,
and 300 µL of HRP-conjugated streptavidin was applied. The second layer was moved
again, and the layers were washed 4 times with PBST. The second layer was moved a final
time, and 300 µL of a 3,3′,5,5′-Tetramethylbenzidine (TMB) and H2O2 mixture solution
was applied to produce a colorimetric reaction. The results were photographed after 120 s
using a commercially available smartphone camera, and the third layer was immediately
removed. Images were converted to 8-bit grayscale with Image J to measure color intensity.
This process was repeated with a new assembly for each of the seven concentrations of
bacterial suspension, and the results were compared.

3. Results

The results of our paper-based ELISA tests indicated that color intensity was linearly
correlated with the logarithm of E. coli concentration, with R2 = 0.967 (Figure 3). The
color intensity results for the E. coli samples with concentrations of 0 and 103 CFU/mL
were significantly different (p = 0.0355), and the limit of detection was approximately
103 CFU/mL.
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Figure 3. The association between the colorimetric result intensity (arbitrary units [a.u.]) from
paper-based ELISA and E. coli inoculum (colony-forming units (CFU)/mL). The intensity difference
between the lowest colony number, 103 CFU/mL, and 0 CFU/mL (control) is significant (* indicates
p < 0.05 compared with the negative control) (mean ± standard deviation (SD); results are from three
independent experiments).

The colorimetric intensity results using this turntable device and an array of E. coli
concentrations show comparable results with those obtained from the paper-based ELISA
tests. The color intensity was linearly correlated with the logarithm of the E. coli concentra-
tions (R2 = 0.918); there was only a small standard deviation across the color intensities
(Figure 4),and there was only a small standard deviation in the color intensity values
(Figure 4). A significant difference in the color intensities was displayed between the con-
trol and the 105 CFU/mL samples (p = 0.0006), and the limit of detection was approximately
105 CFU/mL.
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Figure 4. The association between the colorimetric result intensities from the turntable paper-
based device and E. coli inoculum (CFU/mL). The intensity differences between 105 CFU/mL and
0 CFU/mL (control) is significant (*** indicates p < 0.001 compared with the negative control) (mean
± SD; results are from three independent experiments).
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4. Discussion

The Surviving Sepsis Campaign guidelines note that the early initiation of appropriate
antimicrobial therapy in the initial stage of sepsis can improve clinical outcomes [14]. A
rapid diagnosis of the causative pathogens and identification of the potential sources of
infection are crucial for selecting appropriate antimicrobial agents [14]. POC tests can help
clinicians make rapid diagnoses and suitable treatment decisions [15] and have been widely
used in clinical practice to diagnose infectious diseases [7–9]. They may also be used to
provide impactful analytical results in both clinical and nonclinical settings [9]. Further,
the nonclinical/home use of POC diagnostics carries the added advantages of reducing the
potential transmission of contagious disease and securing personal privacy [7,9].

ELISA is a popular, easy-to-perform assay for quickly detecting antigens (within
hours). This method displays a high sensitivity and specificity for quantitative antigen
detection [11,16]. Several POC tests have been designed that leverage the ELISA process,
including magnetic nanoparticle-based chip [17], microfluidic chip [18], lab-on-compact-
disc [19], and multiplexed volumetric bar-chart chip analyses [20]. These methods, however,
require complex materials that limit their use. While much of the equipment needed
to conduct a conventional ELISA is inexpensive and widely available, the results are
dependent on the execution of multiple steps, and quantitative results require the use
of a spectrophotometer [21]. Although our previous paper-based ELISA assay [13] and
others [22,23] replaced the need for a spectrophotometer with a commercially available
smartphone camera, the process still requires the execution of multiple steps. In this study,
we developed a turntable paper-based device for the rapid quantification of E. coli. The
innovative design of this device allows all of the steps to be performed using a single device,
and the results are in agreement with those from previously demonstrated paper-based
ELISA assays.

The differences between our previously proposed paper-based ELISA and this novel
turntable paper-based device are outlined in Table 1. The filter papers selected are dif-
ferent between the two methods. The paper used in conventional paper-based ELISA
is Whatman® Fusion 5 (Sigma–Aldrich; St. Louis, MO, USA), because it provides good
absorption, an acceptable wicking area, optimal wicking time, and facilitates homogeneous
color development [13]. However, the softness of this paper material makes the application
of wax printing difficult. The structure of Fusion 5 paper is damaged after being heated
and squeezed by a wax printer. The design of the turntable paper-based device requires
reagents to transfer from one paper layer to another, which is different from dropping
materials directly onto a single-plane reaction zone, as performed in paper-based ELISA.
In order to control and restrict the absorptive flow of reagents between paper layers and
promote quality, standardizable results, the application of the hydrophobic barrier wax
printing that defines the sample and test zones in layers 2 and 3 is critical. We chose to
use Whatman® Grade 1 filter paper for layer 3, because it is one of the most widely used
filter papers for routine applications and examinations [13,24,25], and it has a medium
retention and flow rate [24]. We chose to use Whatman® Grade 3 filter paper for the
second layer because of its durability and suitability for wax printing. It is also twice
as thick as Whatman® Grade 1 filter paper, and it still demonstrates good absorption
with a finer particle retention and excellent loading capacity. The multilayer design of
this device and the necessary exchange of materials from one layer to another requires
increased reagent volumes compared to a conventional paper-based ELISA. The detection
limit for a paper-based ELISA was 103 CFU/mL, and the detection limit for our paper-
based turntable device was 105 CFU/mL. Sample concentrations over the detection limit
demonstrated a linear correlation against the colorimetric intensity for both approaches
(R2 = 0.967 and R2 = 0.9184, respectively). R2, a number between 0 and 1 that explains the
relationship between two variables, is a commonly reported statistic in linear models [26].
It has been widely used in laboratory analyses [27,28]. In this study, the results imply that
the colorimetric intensity detected is a good predictor of the log scale value for bacterial
cell concentrations. Therefore, the device could be used to quantitatively detect E. coli.



Micromachines 2021, 12, 194 7 of 9

Comparable results from both approaches indicate that this novel turntable device could
be used to develop bacterial POC diagnostics. To simplify the process, optimization studies
should be undertaken to select a paper substrate for the third layer that would support the
immobilization of preloaded reagents.

Table 1. Comparison of the paper-based enzyme-linked immunosorbent assay (ELISA) and a
turntable paper-based device for the detection of Escherichia coli. CFU: colony-forming units.

Characteristics Paper-Based ELISA Turntable Paper-Based Device

Filter paper Whatman Fusion 5 Whatman Grade 3
Time About 4 h About 4 h

Reagents volume 200 µL 300 µL
Limit of detection 103 CFU/mL 105 CFU/mL

With additional modifications, this turntable device could be especially well-suited
for several applications: (1) standardizing the fabrication of each layer could facilitate
the reuse of the device for detecting other pathogens via paper layer changes, and (2)
fabrication optimization could result in the development of easy-to-use, at-home kits for
bacterial detection.

5. Conclusions

We developed a turntable paper-based device to quantitatively detect the presence
of E. coli. This method, which could simplify the conventional ELISA protocols, provided
results comparable to a paper-based ELISA. Further experiments are needed to validate
and enhance the device performance.

Supplementary Materials: The following are available online at https://www.mdpi.com/2072-666
X/12/2/194/s1, Figure S1: Structure of turntable device. (A) An acrylic board drilled with a hole in
the middle is the base of the whole device. (B) Blotting paper was placed in the first layer and was
also drilled with a hole in the middle. (C) A chopstick which glued to a pin was stuck into the hole in
the middle as the rotation axis, and the second layer filter paper was fixed to the axis by the pin. (D)
The third layer filter paper was cut into circle shape and was penetrated by the axis in the middle. (E)
After confirmed that the rotation of second layer is fine, fixed the third layer with base and the first
layer by tacks.

Author Contributions: Conceptualization, Y.-C.W., Y.-T.L., and C.-M.C.; data curation, Y.-C.W.,
Y.-H.T., M.-Y.H., Y.-C.F., and C.-Y.S.; formal analysis, Y.-H.T., C.-F.S., M.-Y.H., Y.-C.F., and C.-Y.S.;
funding acquisition, Y.-C.W., Y.-T.L., and C.-M.C.; investigation, Y.-H.T., M.-Y.H., Y.-C.F., and C.-Y.S.;
methodology, Y.-H.T., C.-F.S., M.-Y.H., Y.-C.F., and C.-Y.S.; project administration, Y.-T.L. and C.-M.C.;
resources, Y.-C.W., Y.-T.L., and C.-M.C.; software, C.-F.S., M.-Y.H., Y.-C.F., and C.-Y.S.; supervision,
Y.-T.L. and C.-M.C.; validation, Y.-C.W., Y.-H.T., C.-F.S., M.-Y.H., Y.-C.F., C.-Y.S., Y.-T.L., and C.-M.C.;
visualization, Y.-H.T., M.-Y.H., Y.-C.F., and C.-Y.S.; writing—original draft, Y.-C.W., Y.-H.T., and
Y.-T.L.; and writing—review and editing, Y.-C.W., Y.-H.T., C.-F.S., M.-Y.H., Y.-C.F., C.-Y.S., Y.-T.L., and
C.-M.C. All authors have read and agreed to the published version of the manuscript.

Funding: This work was supported by grants from the Taipei, Taichung, Kaohsiung Veterans General
Hospital, Tri-Service General Hospital, and Academia Sinica Joint Research Program (VGH TSGH,
AS Joint Research Program); Taipei Veterans General Hospital (V108C-012, V109C-012, VTA108-T-2-3,
and VTA109-T-3-2), Tri-Service General Hospital (TSGH-E-109237); and Taiwan’s Ministry of Science
and Technology (MOST 109-2623-E-007-002-D).

Data Availability Statement: The datasets generated during and/or analyzed during the current
study are available from the corresponding author upon reasonable request.

Conflicts of Interest: The authors declare no conflict of interest.

https://www.mdpi.com/2072-666X/12/2/194/s1
https://www.mdpi.com/2072-666X/12/2/194/s1


Micromachines 2021, 12, 194 8 of 9

References
1. Lee, C.H.; Lee, Y.T.; Kung, C.H.; Ku, W.W.; Kuo, S.C.; Chen, T.L.; Fung, C.P. Risk factors of community-onset urinary tract

infections caused by plasmid-mediated AmpC β-lactamase-producing Enterobacteriaceae. J. Microbiol. Immunol. Infect. 2015, 48,
269–275. [CrossRef]

2. Olsvik, O.; Wasteson, Y.; Lund, A.; Hornes, E. Pathogenic Escherichia coli found in food. Int. J. Food Microbiol. 1991, 12, 103–113.
[CrossRef]

3. Lepelletier, D.; Caroff, N.; Reynaud, A.; Riehet, H. Escherichia coli: Epidemiology and analysis of risk factors for infections caused
by resistant strains. Clin. Infect. Dis. 1999, 29, 548–552. [CrossRef] [PubMed]

4. Kuo, S.C.; Huang, W.C.; Wang, H.Y.; Shiau, Y.R.; Cheng, M.F.; Lauderdale, T.L. Colistin resistance gene mcr-1 in Escherichia coli
isolates from humans and retail meats, Taiwan. J. Antimicrob. Chemother. 2016, 71, 2327–2329. [CrossRef]

5. De Backer, D.; Dorman, T. Surviving Sepsis Guidelines: A continuous move toward better care of patients with sepsis. JAMA
2017, 317, 807–808. [CrossRef]

6. Bauer, K.A.; Perez, K.K.; Forrest, G.N.; Goff, D.A. Review of rapid diagnostic tests used by antimicrobial stewardship programs.
Clin. Infect. Dis. 2014, 59, S134–S145. [CrossRef] [PubMed]

7. Kozel, T.R.; Burnham-Marusich, A.R. Point-of-Care testing for infectious diseases: Past, present, and future. J. Clin. Microbiol.
2017, 55, 2313–2320. [CrossRef]

8. Chen, H.; Liu, K.; Li, Z.; Wang, P. Point of care testing for infectious diseases. Clin. Chim. Acta 2019, 493, 138–147. [CrossRef]
9. Pai, N.P.; Vadnais, C.; Denkinger, C.; Engel, N.; Pai, M. Point-of-care testing for infectious diseases: Diversity, complexity, and

barriers in low- and middle-income countries. PLoS Med. 2012, 9, e1001306. [CrossRef] [PubMed]
10. Payne, W.J.; Marshall, D.L.; Shockley, R.K.; Martin, W.J. Clinical laboratory applications of monoclonal antibodies. Clin. Microbiol.

Rev. 1988, 1, 313–329. [CrossRef]
11. Wright, P.F.; Nilsson, E.; Van Rooij, E.M.; Lelenta, M.; Jeggo, M.H. Standardisation and validation of enzyme-linked immunosor-

bent assay techniques for the detection of antibody in infectious disease diagnosis. Rev. Sci. Tech. 1993, 12, 435–450. [CrossRef]
12. Sakamoto, S.; Putalun, W.; Vimolmangkang, S.; Phoolcharoen, W.; Shoyama, Y.; Tanaka, H.; Morimoto, S. Enzyme-linked

immunosorbent assay for the quantitative/qualitative analysis of plant secondary metabolites. J. Nat. Med. 2018, 72, 32–42.
[CrossRef]

13. Shih, C.M.; Chang, C.L.; Hsu, M.Y.; Lin, J.Y.; Kuan, C.M.; Wang, H.K.; Huang, C.T.; Chung, M.C.; Huang, K.C.; Hsu, C.E.; et al.
Paper-based ELISA to rapidly detect Escherichia coli. Talanta 2015, 145, 2–5. [CrossRef] [PubMed]

14. Rhodes, A.; Evans, L.E.; Alhazzani, W.; Levy, M.M.; Antonelli, M.; Ferrer, R.; Kumar, A.; Sevransky, J.E.; Sprung, C.L.; Nunnally,
M.E.; et al. Surviving Sepsis Campaign: International guidelines for management of sepsis and septic shock: 2016. Intensive Care
Med. 2017, 43, 304–377. [CrossRef]

15. Wang, P.; Kricka, L.J. Current and emerging trends in point-of-care technology and strategies for clinical validation and
implementation. Clin. Chem. 2018, 64, 1439–1452. [CrossRef] [PubMed]

16. Aydin, S. A short history, principles, and types of ELISA, and our laboratory experience with peptide/protein analyses using
ELISA. Peptides 2015, 72, 4–15. [CrossRef]

17. Adel Ahmed, H.; Azzazy, H.M. Power-free chip enzyme immunoassay for detection of prostate specific antigen (PSA) in serum.
Biosens. Bioelectron. 2013, 49, 478–484. [CrossRef]

18. Costantini, F.; Sberna, C.; Petrucci, G.; Manetti, C.; de Cesare, G.; Nascetti, A.; Caputo, D. Lab-on-chip system combining a
microfluidic-ELISA with an array of amorphous silicon photosensors for the detection of celiac disease epitopes. Sens. Bio-Sens.
Res. 2015, 6, 51–58. [CrossRef]

19. Thiha, A.; Ibrahim, F. A colorimetric enzyme-linked immunosorbent assay (ELISA) detection platform for a point-of-care dengue
detection system on a lab-on-compact-disc. Sensors 2015, 15, 11431–11441. [CrossRef]

20. Song, Y.; Zhang, Y.; Bernard, P.E.; Reuben, J.M.; Ueno, N.T.; Arlinghaus, R.B.; Zu, Y.; Qin, L. Multiplexed volumetric bar-chart
chip for point-of-care diagnostics. Nat. Commun. 2012, 3, 1283. [CrossRef] [PubMed]

21. Lequin, R.M. Enzyme Immunoassay (EIA)/Enzyme-Linked Immunosorbent Assay (ELISA). Clin Chem. 2005, 51, 2415–2418.
[CrossRef]

22. Vashist, S.K.; van Oordt, T.; Schneider, E.M.; Zengerle, R.; von Stetten, F.; Luong, J.H. A smartphone-based colorimetric reader for
bioanalytical applications using the screen-based bottom illumination provided by gadgets. Biosens. Bioelectron. 2015, 67, 248–255.
[CrossRef]

23. McGeough, C.M.; O’Driscoll, S. Camera phone-based quantitative analysis of c-reactive protein ELISA. IEEE Trans. Biomed.
Circuits Syst. 2013, 7, 655–659. [CrossRef] [PubMed]

24. Hsu, C.K.; Huang, H.Y.; Chen, W.R.; Nishie, W.; Ujiie, H.; Natsuga, K.; Fan, S.T.; Wang, H.K.; Lee, J.Y.; Tsai, W.L.; et al. Paper-based
ELISA for the detection of autoimmune antibodies in body fluid-the case of bullous pemphigoid. Anal. Chem. 2014, 86, 4605–4610.
[CrossRef] [PubMed]

25. Hsu, M.Y.; Hung, Y.C.; Hwang, D.K.; Lin, S.C.; Lin, K.H.; Wang, C.Y.; Choi, H.Y.; Wang, Y.P.; Cheng, C.M. Detection of aqueous
VEGF concentrations before and after intravitreal injection of anti-VEGF antibody using low-volume sampling paper-based
ELISA. Sci. Rep. 2016, 6, 34631. [CrossRef]

26. Ranney, G.B.; Thigpen, C.C. The sample coefficient of determination in simple linear regression. Am. Stat. 1981, 35, 152–153.

http://doi.org/10.1016/j.jmii.2013.08.010
http://doi.org/10.1016/0168-1605(91)90051-P
http://doi.org/10.1086/598632
http://www.ncbi.nlm.nih.gov/pubmed/10530446
http://doi.org/10.1093/jac/dkw122
http://doi.org/10.1001/jama.2017.0059
http://doi.org/10.1093/cid/ciu547
http://www.ncbi.nlm.nih.gov/pubmed/25261540
http://doi.org/10.1128/JCM.00476-17
http://doi.org/10.1016/j.cca.2019.03.008
http://doi.org/10.1371/journal.pmed.1001306
http://www.ncbi.nlm.nih.gov/pubmed/22973183
http://doi.org/10.1128/CMR.1.3.313
http://doi.org/10.20506/rst.12.2.691
http://doi.org/10.1007/s11418-017-1144-z
http://doi.org/10.1016/j.talanta.2015.07.051
http://www.ncbi.nlm.nih.gov/pubmed/26459436
http://doi.org/10.1007/s00134-017-4683-6
http://doi.org/10.1373/clinchem.2018.287052
http://www.ncbi.nlm.nih.gov/pubmed/29884677
http://doi.org/10.1016/j.peptides.2015.04.012
http://doi.org/10.1016/j.bios.2013.05.058
http://doi.org/10.1016/j.sbsr.2015.11.003
http://doi.org/10.3390/s150511431
http://doi.org/10.1038/ncomms2292
http://www.ncbi.nlm.nih.gov/pubmed/23250413
http://doi.org/10.1373/clinchem.2005.051532
http://doi.org/10.1016/j.bios.2014.08.027
http://doi.org/10.1109/TBCAS.2012.2234122
http://www.ncbi.nlm.nih.gov/pubmed/24232626
http://doi.org/10.1021/ac500835k
http://www.ncbi.nlm.nih.gov/pubmed/24708084
http://doi.org/10.1038/srep34631


Micromachines 2021, 12, 194 9 of 9

27. Wagner, M.; Adamczak, R.; Porollo, A.; Meller, J. Linear regression models for solvent accessibility prediction in proteins. J.
Comput. Biol. 2005, 12, 355–369. [CrossRef]

28. Zor, T.; Selinger, Z. Linearization of the Bradford protein assay increases its sensitivity: Theoretical and experimental studies.
Anal. Biochem. 1996, 236, 302–308. [CrossRef]

http://doi.org/10.1089/cmb.2005.12.355
http://doi.org/10.1006/abio.1996.0171

	Introduction 
	Materials and Methods 
	Bacterial Suspensions Preparation 
	Paper-Based ELISA 
	Components of the Turntable Paper-Based Device 
	Turntable Paper-Based Device Operating Protocol 

	Results 
	Discussion 
	Conclusions 
	References

