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Abstract: We report non-invasive, bilateral optical measurements on the forehead of five healthy
human subjects, of 0.1 Hz oscillatory hemodynamics elicited either by cyclic inflation of pneumatic
thigh cuffs, or by paced breathing. Optical intensity and the phase of photon-density waves were
collected with frequency-domain near-infrared spectroscopy at seven source-detector distances
(11–40 mm). Coherent hemodynamic oscillations are represented by phasors of oxyhemoglobin (O)
and deoxyhemoglobin (D) concentrations, and by the vector D/O that represents the amplitude ratio
and phase difference of D and O. We found that, on an average, the amplitude ratio (|D/O|) and the
phase difference (∠(D/O)) obtained with single-distance intensity at 11–40 mm increase from 0.1◦ and
−330◦ to 0.2◦ and −200◦ , respectively. Single-distance phase and the intensity slope featured a weaker
dependence on source-detector separation, and yielded |D/O| and ∠(D/O) values of about 0.5 and
−200◦ , respectively, at distances greater than 20 mm. The key findings are: (1) Single-distance phase
and intensity slope are sensitive to deeper tissue compared to single-distance intensity; (2) deeper
tissue hemodynamic oscillations, which more closely represent the brain, feature D and O phasors
that are consistent with a greater relative flow-to-volume contributions in brain tissue compared to
extracerebral, superficial tissue.
Keywords: near-infrared spectroscopy; diffuse optical imaging; frequency-domain; brain; cerebral
blood flow; cerebral blood volume; coherent hemodynamics; phasor

1. Introduction
Non-invasive optical measurements of the brain aim to extract functional and physiological
information from data collected using light sources and optical detectors placed on the scalp [1].
Two active areas of research that spurred commercial and clinical translation include functional
brain imaging [2,3] and cerebral oximetry [4,5]. One common problem in non-invasive optical
measurements of the brain is the confounding contribution from superficial, extracerebral tissue (scalp,
skull, dura mater, subdural, arachnoid, and subarachnoid spaces) through which all detected photons
must propagate. A number of studies have investigated methods to correct the extracerebral tissue
contributions [6–9]. Alternatively, the differential approach of slopes, i.e., gradients of optical signals
versus source-detector separation, was found to be weakly sensitive to a uniform superficial layer that is
a few millimeters thick [10]. It is also relevant to observe that quantities measured in frequency-domain
(FD) and time-domain (TD) spectroscopy, namely the phase of photon-density waves and late-time-gate
photons, carry a stronger sensitivity to deep tissue than continuous-wave (CW) measurements [11,12].
Furthermore, measurements performed at larger source-detector separations generally sense broader
and deeper tissue volumes.
The vast majority of non-invasive optical measurements of the human brain relies on the
hemodynamic, metabolic, and/or oxygenation changes. An important class of such temporal changes
are hemodynamic oscillations that may occur spontaneously [13–18] or that may be elicited in a
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number of different ways [19–21]. Diffuse optical measurements with near-infrared spectroscopy
(NIRS) result in dynamic sensing of the tissue concentrations of both oxyhemoglobin ([HbO2 ], or O) and
deoxyhemoglobin ([Hb], or D), thus providing a detailed characterization of hemodynamic oscillations.
For example, the relative phase of cerebral O and D oscillations has been reported to correlate with the
brain development in infants [18], sleep stage in healthy adults [16], or with the presence of obstructive
carotid disease [19]. Recently, we have introduced a mathematical framework for a quantitative
characterization of cerebral hemodynamic oscillations measured with NIRS, referred to as coherent
hemodynamics spectroscopy (CHS) [22,23].
In this work, we report FD NIRS measurements on the forehead of healthy human subjects, in which
we induced hemodynamic oscillations at a frequency of 0.1 Hz either by a cyclic inflation-deflation of
pneumatic thigh cuffs, or by paced breathing. These are typical protocols for CHS [22,23], which aims
to investigate the dynamic cerebrovascular response to systemic arterial pressure changes. The optical
measurements included intensity and phase at source-detector separations ranging from 11–40 mm.
The goal of this study is to investigate the relationship between the hemodynamics measured
using different kinds of FD NIRS data (intensity and phase) at different source-detector separations
(which probe different tissue depths), as well as intensity slope data collected from different sets of
source-detector separations, which also probe different tissue depths while also being less sensitive to
uniform changes in a superficial tissue layer. The rationale for this study is that sets of NIRS data that
feature different levels of sensitivity to deeper versus superficial tissue may provide indications on
cerebral versus extracerebral tissue hemodynamics, thus helping to address the issue of extracerebral
tissue contamination in NIRS signals. Therefore, this study explores avenues for more specific NIRS
sensitivity to brain tissue, with a specific focus on elicited cerebral hemodynamic oscillations.
2. Methods
2.1. Human Subjects, Near-InfraRed Spectroscopy (NIRS) Instrument, and Measurement Protocol
Data were collected from five healthy human subjects, three females and two males. The youngest
subject was 25 years old and the oldest, 53 years old. Experiments were repeated ten times on each
subject, except subject 2 for whom measurements were repeated five times. FD NIRS data were
collected at two wavelengths, 690 nm and 830 nm, and at a modulation frequency of 140.625 MHz
using a commercial instrument (ISS Imagent, Champaign, IL, USA). Two optical probes were used,
each featuring one detector fiber bundle and seven pairs of source optical fibers (each pair delivering
light at two wavelengths), with source-detector distances ranging from 11–40 mm (Figure 1b). The two
optical probes were placed on the right and left sides of the subject’s forehead. Arterial blood
pressure (ABP) was measured using finger plethysmography (CNSystems CNAP Monitor 500, Graz,
Austria). ABP was measured continuously on the subject’s left index or middle finger, and it represents
instantaneous ABP values, which thus reflect systolic maxima and diastolic minima. We do not translate
instantaneous ABP measurements into mean arterial pressure (MAP), but we rather apply suitable
filters to isolate frequency components of interest. Respiration was measured using a band with strain
gauge placed around the subject’s chest (Ambu Respiration Belt, Ballerup, Denmark) (Figure 1a).
ABP oscillations were induced at a frequency of 0.1 Hz using two protocols. The first protocol
involved a cyclic inflation and deflation of two pneumatic cuffs placed on each of the subject’s thighs
(Hokanson CC17, Bellevue, WA, USA). The cuffs inflated to a maximum pressure of 200 mmHg
regulated by an automated cuff inflation system (Hokanson E20, Bellevue, WA, USA). The pressure
of the cuffs was measured using a pressure transmitter (Dwyer 626 Series, Michigan City, IN, USA)
and recorded. The second protocol involved paced breathing. Subjects were visually prompted for
when to inhale and exhale using a custom metronome programmed in Matrix Laboratory (MathWorks
MATLAB, Natick, MA, USA) and displayed on a screen. Their respiration was monitored using the
respiration belt.
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Figure 1. (a) Diagram of experimental setup showing seated subject with frequency-domain (FD)
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First, aThe
6-min
period.
Second,lasted
3 min15ofmin
cuff(Figure
oscillations
at 0.1
Hz. Third,
a 2-min
fullbaseline
experimental
protocol
2a). This
protocol
consisted
of rest
five period.
sections.
Forth,
3
min
of
paced
breathing
oscillations
at
0.1
Hz.
Finally,
1
min
of
rest.
All
data
were
collected
at a
First, a 6-min baseline period. Second, 3 min of cuff oscillations at 0.1 Hz. Third, a 2-min rest period.
sampling
9.9 Hz
during the
experiment.
approved
Forth, 3rate
minofofapproximately
paced breathing
oscillations
at 15
0.1min-long
Hz. Finally,
1 min of The
rest.protocol
All datawas
were
collected
byatthe
Tufts
University
Institutional
Review
Board
(IRB)
and
all
subjects
gave
their
written
informed
a sampling rate of approximately 9.9 Hz during the 15 min-long experiment. The protocol was
consent
before
in the study.
approved
by participating
the Tufts University
Institutional Review Board (IRB) and all subjects gave their written

informed consent before participating in the study.
2.2. Measurement of Tissue Optical Properties and Hemoglobin Concentrations
2.2.InMeasurement
Tissue
Optical
and Hemoglobin
Concentrations
Section 2.2.1,ofwe
describe
theProperties
FD multi-distance
(MD) data
for absolute measurement of optical
properties
(absorption
and
scattering).
In
Sections
2.2.2–2.2.4,
we
describe
ways to extract
changesof
In Section 2.2.1, we describe the FD multi-distance (MD) data three
for absolute
measurement
inoptical
tissue absorption
FD NIRS
data.
These three
based onwe
single-distance
intensity
properties from
(absorption
and
scattering).
In methods
Sections are
2.2.2–2.2.4,
describe three
ways to
(SDI),
single-distance
phase
(SDφ),
and
single-slope
intensity
(SSI)
data.
For
theory
on
these
extract changes in tissue absorption from FD NIRS data. These three methods are based on three
singlemethods
see
[24]
and
for
a
description
and
discussion
of
their
practical
application
see
[25].
For
all
distance intensity (SDI), single-distance phase (SDϕ), and single-slope intensity (SSI) data. For theory
methods,
absolute
or
relative
measurements
of
the
absorption
coefficients
at
two
wavelengths
were
on these three methods see [24] and for a description and discussion of their practical application see
translated
measurements
tissue concentrations
O and D using
their known
[25]. Forinto
all corresponding
methods, absolute
or relativeofmeasurements
of the of
absorption
coefficients
at two
extinction
coefficients
[26].
wavelengths were translated into corresponding measurements of tissue concentrations of O and D
using their known extinction coefficients [26].
2.2.1. Absolute Measurements with Multi-Distance (MD) Intensity (I) and Phase (φ)
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Baseline absolute measurements of absorption and reduced scattering coefficient were obtained
NIRS probes were calibrated for intensity (I) factors and phase (φ) offsets using an optical phantom
using MD FD NIRS data [27] at both wavelengths. Prior to the beginning of the experiment the FD
of known optical properties. Average I and φ was calculated for each of the seven source-detector
NIRS probes were calibrated for intensity (I) factors and phase (ϕ) offsets using an optical phantom
distances (Figure 1b) over the 6-min baseline (Figure 2a). From these average values, the slopes of
of known optical properties. Average I and ϕ was calculated for each of the seven source-detector
ln(ρ2 I0 ) (which we denote as single-slopes (SS) as they are obtained using a single optical detector),
distances (Figure 1b) over the 6-min baseline (Figure 2a). From these average values, the slopes of
SSI0 , and
the slope of φ0 ., SSφ0 , versus ρ were found using least squares regression. Here, ρ is the
ln(ρ2I0) (which we denote
as single-slopes (SS) as they are obtained using a single optical detector),
source-detector distance and the 0 subscript denotes the temporal average over the baseline period.
SSI0, and the slope of ϕ0., SSϕ0, versus ρ were found using least squares regression. Here, ρ is the
source-detector distance and the 0 subscript denotes the temporal average over the baseline period.
The absolute baseline absorption coefficient (𝜇 ) and reduced scattering coefficient (𝜇 ) are given by
[28]:
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The continuous wavelet transform (CWT) was used to find the phasor maps of ΔO, ΔD, ΔT, and
ABP, which are indicated with bold-face phasor notation (O, D, T, and ABP). Next, the phasor ratio
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2.2.2. Relative Measurements with Single-Distance Intensity (SDI)
SDI changes where translated into changes in the absorption coefficient. The translation was
based on the modified Beer–Lambert Law (mBLL) and the differential pathlength factor (DPF) [28,29]
in the semi-infinite medium geometry:

∆µa,SDI (t) =



SDI
ln SDI(0t)
ρDPF

−

∆SDI(t)
SDI0

ρDPF

q
q
3µ0s0 ρ 3µa0 µ0s0
hL i
DPF = SDI  √
q
ρ
2 µa0 ρ 3µ µ0 + 1

(3)

(4)

a0 s0

Equations (3) and (4) show the SDI absorption change calculation, where <LSDI > is the mean
optical pathlength associated with SDI, at the distance ρ. Here the ∆ prefix is used to denote changes
from the baseline value (Section 2.2.1). Equation (3) is the general CW definition of DPF which is
based on small intensity changes due to a small uniform absorption change, while Equation 4 is
the expression of DPF in a semi-infinite, homogenous medium. Example time traces of ∆O and ∆D
calculated with SDI can be seen in Figure 2b.
2.2.3. Relative Measurements with Single-Distance Phase (SDφ)
SDφ changes where translated into changes in the absorption coefficient as follows (Equation (5)):
∆SDφ(t)
E
∆µa,SDφ (t) = − D
LSDφ

(5)

where <LSDφ > is the mean optical pathlength associated with SDφ, which was calculated using
baseline optical properties (Section 2.2.1) based on expressions of <LSDφ > reported in [24,25]. Example
time traces of ∆O and ∆D calculated with SDφ can be seen in Figure 2c.
2.2.4. Relative Measurements with Single-Slope Intensity (SSI)
Intensity slopes obtained from a single detector multiple sources (as in this study), or a single
source and multiple detectors are referred to as SS. Changes in the SSI were translated into changes in
the absorption coefficient as follows [28]:
∆µa,SSI (t) 

∆SSI2
3µ0s0

(6)

This calculation requires that the initial slope of ln(ρ2 I) be calibrated to the slope corresponding
to the baseline optical properties (Section 2.2.1). Equation (6) relies on the same assumptions as
Equation (4). Example time traces of ∆O and ∆D calculated with SSI can be seen in Figure 2d.
2.3. Coherence and Phasor Analysis
To perform the CHS analysis, the ∆O and ∆D traces obtained with SDI, SDφ, and SSI were
processed to yield the phase and amplitude of their oscillations during the subset of time intervals
and frequency bands that featured coherent hemodynamics. Total hemoglobin concentration changes
(∆T) were calculated as the sum of ∆O and ∆D. Then, the wavelet coherence between ∆O and ABP,
∆D and ABP, and ∆T and ABP was found using a modified (to remove smoothing in scale) version
of the MATLAB wcoherence function. Regions of the time-frequency space where two time-traces
show coherence levels that are above a threshold value obtained with random surrogate data were
considered to feature significant coherence [30]. The intersection of the time-frequency regions with
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significant coherence between ∆O and ABP and significant coherence between ∆D and ABP were
considered for the analysis of the amplitude and phase of ∆D and ∆O. This coherence analysis is
central to CHS as it identifies the tissue hemodynamics, in the time-frequency space, that are directly
linked to the driving physiological process of interest (in this case, oscillations in ABP).
The continuous wavelet transform (CWT) was used to find the phasor maps of ∆O, ∆D, ∆T,
and ABP, which are indicated with bold-face phasor notation (O, D, T, and ABP). Next, the phasor ratio
of D/O were calculated, and the average phasor ratio was found for the two protocols, thigh cuff and
paced breathing for each subject. These averages were found by taking the average of only significantly
coherent pixels in time–frequency space over the duration of the induced oscillation protocol and the
frequency band centered at 0.1 Hz (the frequency of the induced oscillations) and with a bandwidth
calculated using the half power bandwidth of a test sinusoidal signal. All wavelet analysis was done
using the complex Morlet mother wavelet.
2.4. Amplitude and Phase of Oscillatory Hemodynamics that are Coherent with Arterial Blood Pressure (ABP)
The output of the described analysis was the average ratio of coherent phasor (D/O), for three
data types (SDI, SDφ, and SSI), two protocols (cuff and breathing), two forehead locations (left and
right), every measurement day (ten days for all subjects except subject 2, for which data were collected
for five days), and five subjects. The argument of the phasor ratio represents the phase difference,
whereas the modulus represents the amplitude ratio of the two phasors considered. The SDI and SDφ
analysis was done for seven source-detector distances (Section 3.3) and thoroughly reported for source
6 (35 mm distance, Section 3.4), while the SSI method was done for five source-detector distances
(at 10 mm increments, Section 3.3), and thoroughly reported for sources 4 and 6 (25 mm and 35 mm
distance, Section 3.4).
2.5. Diffusion Theory Calculations
To guide the interpretation of the in vivo results, we performed theoretical calculations using
diffusion theory to simulate optical signals resulting from illumination and optical collection from the
surface of a semi-infinite medium with optical absorption of 0.1 cm−1 and reduced scattering coefficient
of 12 cm−1 . We considered oscillatory concentrations of O and D occurring in three layers to simulate
layered hemodynamics in the scalp, skull, and brain cortex. The approach is to identify the simulated,
layered hemodynamics properties that reproduce the experimental results, which can therefore be
considered to be consistent with such layer-dependent hemodynamics.
3. Results
3.1. Absolute Optical Properties
Table 1 reports the baseline absolute optical properties, at the two wavelengths of 690 nm
and 830 nm, averaged over all days and locations for the five subjects. From the absorption
coefficients at two wavelengths, we have obtained absolute concentrations of O, D, and T, as well as
hemoglobin saturation (S) assuming a 70% water volume fraction [31]. The measured values of optical
properties and hemoglobin parameters are consistent with previously reported values using a similar
frequency-domain, multi-distance approach [31].
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Table 1. Average baseline absorption coefficients (µa ) and reduced scattering coefficients (µ0s ) at 690
nm and 830 nm, oxy- (O), deoxy- (D), and total (T) hemoglobin concentrations, and hemoglobin
saturation (S) for the five subjects. Numbers in parenthesis are the standard deviation on the last digit.
The hemoglobin parameters are obtained assuming a 70% water volume fraction.
0

0

Subject

Gender

Age
(Years)

µa0,690 nm
(cm−1 )

µa0,830 nm
(cm−1 )

µs0,690 nm
(cm−1 )

µs0,830 nm
(cm−1 )

O0
(µM)

D0
(µM)

T0
(µM)

S0
(%)

1
2
3
4
5

Female
Female
Male
Female
Male

25
29
29
34
53

0.098(6)
0.10(1)
0.11(1)
0.095(9)
0.12(1)

0.106(6)
0.104(5)
0.125(8)
0.092(3)
0.13(1)

9.0(5)
10.5(8)
10.0(4)
8.9(5)
10.7(6)

7.5(4)
8.9(3)
8.0(1)
6.9(3)
8.6(5)

22(3)
19(3)
28(3)
18(2)
31(4)

18(2)
18(2)
18(2)
17(1)
20(3)

40(3)
37(3)
46(4)
35(2)
51(6)

55(4)
51(5)
60(4)
51(3)
61(2)

3.2. Coherence between Arterial Blood Pressure (ABP) and One of Oxyhemoglobin (∆O), Deoxyhemoglobin
(∆D), and Total Hemoglobin (∆T) Changes
The temporal traces of wavelet coherence at a frequency of 0.1 Hz are reported in Figure 3 for the
data pairs ∆O and ABP (Figure 3a,b), ∆D and ABP (Figure 3c,d), and ∆T and ABP (Figure 3e,f), for ∆O,
∆D, and ∆T obtained with SDI, SSI, and SDφ data. Figure 3a,c,e are for a single measurement session
on a single subject (subject 1) and single location (left), whereas Figure 3b,d,f are the average over
all subjects, all days, and both locations. The time periods featuring cyclic cuff inflation and paced
breathing at 0.1 Hz are indicated by black and mustard vertical dashed lines, respectively, and they
feature induced hemodynamics at 0.1 Hz. During baseline, low-frequency spontaneous hemodynamic
oscillations in the 0.1 Hz frequency region are present as a result of systemic physiological oscillations
as well as local vasomotion [17]. Figure 3 also shows the threshold for significant coherence. Figure 3
shows that tissue hemodynamics at 0.1 Hz feature a much greater level of coherence with ABP during
cyclic cuff inflation and paced breathing than during baseline. For this reason, in the following we only
consider coherent hemodynamics during cyclic cuff inflation and during paced breathing. Furthermore,
the coherence of SDI data is typically greater than the coherence of SSI, and SDφ data. This latter result
is certainly determined, at least in part, by the greater noise of SSI, and SDφ data with respect to SDI
data, but it may also result from a greater coherence between superficial hemodynamics (to which SDI
data are strongly sensitive) and ABP, versus cerebral hemodynamics and ABP.
3.3. Deoxyhemoglobin and Oxyhemoglobin Phasor Ratio (D/O) as a Function of Source-Detector Distance for
Different Measurement Methods
Optical measurements become increasingly sensitive to deeper tissue as the source-detector
distance (i.e., the distance between the illumination and collection points) increases. This is true for
both single-distance (SD) and SS methods. It is also important to consider that intensity and phase
data feature different sensitivities to deeper versus superficial tissue. Figure 4 reports the SDI and SDφ
measurements at source-detector separations from 11–40 mm, as well as SSI obtained from data at two
distances separated by approximately 10 mm (in this case, the data points are assigned to the mean
distance in Figure 4) for the amplitude and phase of the phasor ratio D/O. Data for both protocols,
cyclic cuff inflation, and paced breathing are shown in Figure 4 for one representative subject (subject 1)
and both sides of the forehead (Figure 4a,c: left; Figure 4b,d: right). For both protocols, there is a trend
of SDI data versus source-detector distance: The amplitude ratio |D/O| increases from a value <0.1 at
short distance, to a value that approaches 0.5 at long distance; the phase difference ∠(D/O) evolves
from an in-phase behavior (−360◦ ) at short distances to an opposition-of-phase behavior (−180◦ ) at
long distances.

at 0.1 Hz feature a much greater level of coherence with ABP during cyclic cuff inflation and paced
breathing than during baseline. For this reason, in the following we only consider coherent
hemodynamics during cyclic cuff inflation and during paced breathing. Furthermore, the coherence
of SDI data is typically greater than the coherence of SSI, and SDϕ data. This latter result is certainly
determined, at least in part, by the greater noise of SSI, and SDϕ data with respect to SDI data, but it
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may also result from a greater coherence between superficial hemodynamics (to which SDI data are
strongly sensitive) and ABP, versus cerebral hemodynamics and ABP.
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The results obtained at short distances are consistent with superficial tissue hemodynamics that
mostly represent arterial blood volume oscillations (for which D and O would be in phase, and their
amplitude ratio would reflect the oxygen saturation of the oscillating arterial compartment [22]).
The results obtained at long distances are consistent with deeper tissue hemodynamics that are
characterized mostly by blood flow oscillations (for which D and O would be in opposition of phase,
and would have the same amplitude [22]). In fact, SDφ and SSI data, which are more specifically
sensitive to deeper tissue, yield relatively large values (>0.5) for the amplitude ratio |D/O| and
opposition-of-phase (−180◦ ) conditions for the phase difference ∠(D/O). This point is reinforced by the
significantly greater |D/O| measured with SDφ (35 mm) versus SDI (35 mm) (p < 0.0001), and with
SSI (30 and 40 mm) versus SDI (35 mm) (p < 0.0001). It is worth noting that SDI data (and, to a lesser
extent, SDφ data) still show an increasing trend for the amplitude ratio versus distance, whereas the
phase difference of ∠(D/O) is relatively insensitive to the source-detector distance used for SDI and
SDφ measurements unless very short distances are considered.
It is apparent from Figure 4 that SSI and SDφ measurements at source-detector distance of ~20 mm
yield values of D/O that are only obtained at longer distances (>35 mm) with SDI. Particularly for the
amplitude of D/O, it appears that the values obtained with SSI and SDφ at 25 mm represent asymptotic
values for SDI (i.e., values that are attained with SDI in the limit of large source-detector separations)
that are not reached even at the largest distance considered (40 mm). These results reported for a single
subject in Figure 4, are confirmed by the average over all subjects, shown in Figure 5a,c.

mean distance in Figure 4) for the amplitude and phase of the phasor ratio D/O. Data for both
protocols, cyclic cuff inflation, and paced breathing are shown in Figure 4 for one representative
subject (subject 1) and both sides of the forehead (Figure 4a,c: left; Figure 4b,d: right). For both
protocols, there is a trend of SDI data versus source-detector distance: The amplitude ratio |D/O|
increases from a value <0.1 at short distance, to a value that approaches 0.5 at long distance; the phase
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difference ∠(D/O) evolves from an in-phase behavior (−360°) at short distances to an opposition-ofphase behavior (−180°) at long distances.
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To reproduce these results and help interpret them, we carried out a theoretical calculation based
The results obtained at short distances are consistent with superficial tissue hemodynamics that
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opposition-of-phase (−180°) conditions for the phase difference ∠(D/O). This point is reinforced by
The assumed background absorption coefficient was 0.1 cm−1 and the assumed reduced scattering
coefficient was 12 cm−1 . For this three-layered medium, which simulates arterial blood volume
oscillations in the scalp, no hemodynamic oscillations in the skull, and flow velocity oscillations in the
brain, we computed SDI, SDφ, and SSI data for the same source-detector arrangement of Figure 1b.
The results are shown in Figure 5b,d, which largely reproduce our experimental results. From the
simulations one may note the significantly greater value of the amplitude of D/O for SSI and SDφ
versus SDI at distances greater than 25 mm, and the shorter distance range (~15–20 mm) at which SSI
and SDφ yield the asymptotic value of −180◦ for the phase of D/O, which is only approached by SDI
at ~35 mm.

~20 mm yield values of D/O that are only obtained at longer distances (>35 mm) with SDI.
Particularly for the amplitude of D/O, it appears that the values obtained with SSI and SDϕ at 25 mm
represent asymptotic values for SDI (i.e., values that are attained with SDI in the limit of large sourcedetector separations) that are not reached even at the largest distance considered (40 mm). These
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A first result of Figure 6 is that the amplitude of D/O is consistently and significantly greater when
measured with SSI and SDφ (values of ~0.4 or more) than with SDI (values of ~0.2 or less) (p < 0.0001).
This result suggests that brain tissue (which is most effectively probed with SSI and SDφ versus SDI)
features amplitudes of ∆D oscillations that approach the amplitude of ∆O oscillations.
A second result of Figure 6 is that the phase of D/O is significantly closer to −180◦ when measured
with SSI or SDφ than with SDI (p < 0.0001 for both). By recalling that pure blood flow velocity
oscillations (or oscillations in metabolic rate of oxygen) result in ∆O and ∆D oscillations that are in
opposition of phase, this result suggests that brain tissue features blood flow oscillations that dominate
over blood volume oscillations.

Photonics 2019,
2019, 6, x83FOR PEER REVIEW
Photonics

1111ofof1515

Figure 6. Vectors D/O whose magnitude and phase represent the amplitude ratio and the phase difference, respectively of the deoxyhemoglobin (D) and oxyhemoglobin
Figure 6. Vectors D/O whose magnitude and phase represent the amplitude ratio and the phase difference, respectively of the deoxyhemoglobin (D) and oxyhemoglobin
(O) phasors at 0.1 Hz. The D/O vectors are averaged over all days for each subject at one location (left side of the forehead). Error bars are shown as arcs for the phase
(O) phasors at 0.1 Hz. The D/O vectors are averaged over all days for each subject at one location (left side of the forehead). Error bars are shown as arcs for the phase and
and line segments extending from the arrow point for the amplitude. Three measurement methods are shown: single-distance intensity (SDI, purple), single-distance
line segments extending from the arrow point for the amplitude. Three measurement methods are shown: single-distance intensity (SDI, purple), single-distance phase
phase (SDφ, green), and single-slope intensity (SSI, cyan). (a–e) Refer to the cyclic cuff inflation protocol, whereas (f–j) refer to the paced breathing protocol. Each
(SDϕ, green), and single-slope intensity (SSI, cyan). (a–e) Refer to the cyclic cuff inflation protocol, whereas (f–j) refer to the paced breathing protocol. Each column (a,f),
column (a,f), (b,g), (c,h), (d,i), and (e,j) refers to one subject, as indicated in the title of each rose. Note: Error bars show standard deviation of all analyzed pixels over
(b,g), (c,h), (d,i), and (e,j) refers to one subject, as indicated in the title of each rose. Note: Error bars show standard deviation of all analyzed pixels over all days that show
all days that show significant coherence in the wavelet transfer function scalogram.
significant coherence in the wavelet transfer function scalogram.
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4. Discussion
In this work, we have measured the relative dynamics of the concentrations of O and D in the tissue
probed from the human forehead, in protocols that induce systemic ABP oscillations at a frequency of
0.1 Hz. Our results provide indications on the different depth-sensitivity of three sets of data collected
in non-invasive FD NIRS, namely SDI, SDφ, and SSI. It is known that SDI and SDφ have different
regions of sensitivity within tissue, with SDφ data probing deeper than SDI, and that SSI affords a
reduced sensitivity to the most superficial tissue layer. As expected, SDI data show a trend as the
source-detector distance increases, corresponding to the larger contribution from deeper tissue sensed
at greater source-detector distances. It is therefore expected that the asymptotic value of SDI data at
large distances is more representative of deeper brain tissue, even though it still remains sensitive to
extracerebral, superficial tissue. Probably more surprisingly, the SDφ data does not show a similar
trend with source-detector distance, or at least SDφ data appear to reach their asymptotic value at a
relatively short distance of ~20 mm. We assign this behavior to a significantly greater sensitivity of
SDφ data versus SDI data to deeper, cerebral tissue. Similarly, and in this case expectedly, SSI data also
shows a greater sensitivity to deeper tissue with respect to SDI data. A major advantage of SDφ data
over SSI data is that it only needs one source-detector pair, but it requires the instrumental complexity
of FD technology. The increased noise in φ measurements affects even more strongly single-slope
phase (SSφ) data, not reported here, than SDφ data because of a smaller signal (the phase difference
corresponding to ∆ρ instead of ρ) and a greater noise (because of the need for two φ measurements
instead of one). Nevertheless, SSφ holds a significant promise for an even more selective depth
sensitivity and should be further explored [24,25].
In terms of the dependence of measured hemodynamics on source-detector distance, the results
obtained with the two protocols (cyclic cuff occlusion, paced breathing) are similar (Figures 4 and 5).
A close inspection of the results obtained at large source-detector separation (Figure 6) shows some
differences between the SDI data collected in the two protocols. Typically, ∠(D/O) is more negative in
the cuff protocol than in the paced breathing protocol. If this result is assigned to the brain, a possible
explanation is the better cerebral autoregulation during paced breathing, if the subject hyperventilates
and therefore creates hypocapnia [32]. However, this difference between protocols is not visible in the
SSI data, for which the phase of D/O vectors are closer and do not show a consistent phase difference
between protocols, and even less so in the SDφ data, for which the phase of D/O vectors is essentially
the same for the two protocols. Therefore, we assign the differences between protocols observed in the
SDI data to extracerebral tissue contributions, as a result of variable scalp hemodynamic changes in the
two protocols. While the relatively small number of subjects (five) in this study does not allow for a
statistically significant comparison of the results obtained with the two protocols, we contend that the
subjective nature of the paced breathing protocol will introduce a level of variability that is intrinsically
linked to the specific subject population. The value of the results reported in this work, which fall
short of demonstrating the equivalence or the difference between the two protocols for CHS, lies in
confirming the feasibility of both protocols for CHS and in demonstrating a qualitative similarity of
the coherent hemodynamics elicited by the two protocols.
We did not observe consistent differences between the right and left sides of the forehead, and
across measurement days, at least not within the experimental uncertainties of measured amplitude
and phase of O and D phasors. For this reason, we opted to resort to averages over all subjects, days,
and locations in Figure 5a,c, and over all days in Figure 6. However, the temporal and spatial variability
of oscillatory cerebral hemodynamics in response to controlled systemic perturbations, as studied
in CHS, is worth of careful consideration as it may provide valuable functional and physiological
information [22]. The spatial dependence of coherent cerebral hemodynamics is an important future
direction for CHS imaging.
A key finding of this study is that measurements of the D/O vector that are more sensitive to
brain tissue indicate amplitude of ∆D and ∆O oscillations that are comparable in amplitude and that
approach opposition of phase. This result is consistent with a recent study based on SDI measurements
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during a cyclic thigh cuff occlusion protocol [33]. A recent hemodynamic model shows that ∆D and
∆O oscillations are in phase in the case of pure blood volume oscillations (because both D and O
change in the same direction as a result of volume changes), whereas they are in opposition of phase in
the case of pure blood flow oscillations (because in the absence of volume changes any increase in
O must be associated with a decrease in D and vice versa) [22]. Nevertheless, it is well established
that cerebral blood volume changes during brain activation, with increases of the order of 30% as
measured with functional magnetic resonance imaging (fMRI) [34,35]. Such blood volume changes
appear to be inconsistent with the incompressible nature of brain tissue and its enclosure within the
inextensible skull. A possible resolution to this apparent paradox has been proposed by hypothesizing
water exchange between capillaries and brain tissue to maintain a constant total tissue volume while
expanding the capillary bed [36]. The optical measurements of hemoglobin concentration changes
obtained with SDφ and SSI, which are more specific to the brain, may help elucidate the actual cerebral
blood volume changes associated with the brain activation, hypercapnia, etc.
5. Conclusions
In this work, we compared SDI, SDφ, and SSI data collected with FD NIRS for non-invasive
measurements of cerebral hemodynamics. Our results indicate the stronger sensitivity to brain tissue,
relative to extracerebral superficial tissue, of SDφ and SSI data with respect to SDI data. A stronger
relative sensitivity to deeper versus superficial tissue is of paramount importance in non-invasive
brain studies because it suppresses confounding contributions from scalp and skull hemodynamics,
thus resulting in more accurate and reliable cerebral measurements. While SSI data improves upon
SDI data in terms of specific sensitivity to the brain, SDφ data performs even better, albeit requiring
modulated illumination and phase-sensitive detection, and featuring a worse signal-to-noise ratio
than SSI data. On the basis of the results presented, we envision an important role for FD φ data
(representing the phase of photon-density-waves) in the non-invasive optical study of the brain.
When used by itself, i.e., without combining it with intensity measurements, it can be translated into
tissue absorption changes similar to the way that the mBLL translates intensity measurements into
absorption changes. Such an extension of the mBLL to phase data may enhance the effectiveness of
non-invasive optical measurements of the human brain.
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