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Abstract: Line-start incremental centrifugal liquid sedimentation (disc-CLS) is a powerful technique
to determine particle size based on the principles of Stokes’ law. As most input quantities of the Stokes
equation cannot be easily determined for typical instruments used for this method, an alternative
method which depends on calibrating the sedimentation time scale with reference particles has
become common practice. Unfortunately, most of these calibration materials (calibrants) come with
limited information regarding their metrological reliability (e.g., lack of measurement uncertainties
and traceability statements, incomplete measurand definitions). As a consequence, routine particle
size results obtained by disc-CLS are mostly only traceable to the calibrant used, and effective
comparisons can only be made for those results originating from measurements performed with
the same types of calibrants. In this study, we discuss the concept of metrological traceability
and demonstrate that particle size results obtained by disc-CLS can be traceable to the ultimate
metrological reference, i.e., the unit of length in the International System of Units (SI), the meter.
Using the example of two colloidal silica certified reference materials, we describe how laboratories
can realize metrological traceability to the SI by simplifying complex traceability networks.
Keywords: centrifugal liquid sedimentation; calibration; certified reference material; measurement
uncertainty; metrological traceability; particle size analysis

1. Introduction
Intensive research efforts to understand and control the unique properties of nanoparticles
have resulted in increased numbers of applications in many areas, including medical diagnostic and
therapeutic systems, energy, agriculture, environment, and consumer products. As the technology
matures and relevant regulatory frameworks emerge, there is an increasing need for establishing
physical and documentary standards to ensure that measurements of nanoparticle properties can
be made with a quantifiable level of confidence in their accuracy and are thus comparable, or
interchangeable, across space and time. An important component in achieving this confidence is the
establishment and demonstration of the metrological traceability of the results of such measurements
to the International System of Units, the SI. According to the International Vocabulary of Metrology
(VIM), metrological traceability is the property of a measurement result whereby the result can be related
to a reference through a documented unbroken chain of calibrations, each contributing to the measurement
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uncertainty [1]. Limited metrological traceability may impede agreements related to commerce, trade
and regulation.
Line-start centrifugal liquid sedimentation (CLS), also known as differential or disc centrifugal
sedimentation or disc centrifuge photosedimentometry (hence the abbreviation used in this article:
disc-CLS), is a widely used technique for the characterization of nanoparticles. Its popularity is mainly
due to the relatively low capital and operational costs (compared to, for example, electron microscopy)
and the ultra-high size resolving power that allows distinguishing, for example, populations of
individual particles from populations of small agglomerated particles [2]. To obtain an effective
separation of the particles according to their size and effective (buoyant) density, the disc cavity is
partly filled with a carrier fluid that has a radial density (and viscosity) gradient. This gradient often
consists of a water-sucrose solution of varying sucrose concentration. Once the gradient is stabilized,
a small volume of a dilute sample suspension is injected at the center of the optically transparent
disc, which is rotated at a high rotational speed (e.g., up to 24,000 revolutions per minute). Driven by
the resulting centrifugal force field, the particles will sediment radially outward through the density
gradient with a velocity which is a function of their size and effective density, with larger and denser
particles moving faster than smaller and less dense particles. The sedimentation times of the separated
particles are measured by a photodetector when they pass a laser beam near the outside edge of the
disc. The transit or sedimentation times can be converted to light extinction-weighted Stokes diameters
using a modified form of Stokes’ law (Equation (1)) [3],
s
dSt,p =

18 η ln( M/S)

ρp − ρf ω 2 tp

(1)

where dSt,p is the Stokes diameter of a particle detected after a transit time tp ; M and S are, respectively,
the ending (detection) and starting (inner liquid surface) radii of rotation; η and ρf are, respectively,
the average dynamic viscosity and the average density of the carrier fluid between S and M; ρp is the
effective particle density; and ω is the angular frequency of the disc. If the particles have morphologies
which differ from ideally spherical, solid particles, which is mostly the case for industrially relevant
materials, then dSt,p is the equivalent Stokes diameter (i.e., the diameter of a solid sphere with the same
settling velocity).
Equation (1) results from the assumption of a constant density and viscosity for the fluid between
S and M. The fact that a gradient of densities and viscosities is required to maintain stability introduces
some uncertainty and requires analysis. For example, the viscosity of a gradient may change by 10% or
more from the initial to the final position, meaning that the particle velocity differs quite significantly
from the velocity expected from Equation (1) at the start and the end of the gradient. Whether the
radius-of-rotation-weighted mean viscosities and densities are appropriate values or not requires
examination. Using the assumption of linear gradients in density and viscosity, it is possible to obtain
closed-form solutions to the integral equation and demonstrate that this is usually a good assumption.
Serious errors only occur if the density of the particle is close to the fluid density at the position of
the detector. For the particles and gradients in this work, the relative error in diameter is less than
0.1%, and would only exceed 1% for particles with density 1.06 g/cm3 or less. The equation for
sedimentation in a linear gradient is provided in the Supplementary Information.
The measurement model presented in Equation (1) is valid for individual solid spherical particles
of known density which settle over a well-defined distance in a liquid medium of known dynamic
viscosity and density. It must be noted that due to solvation effects, the density of the particles during
centrifugation can be significantly lower than the density of the bulk particles. Therefore, the effective
particle density (if known) should be used.
If the values of the different input parameters mentioned above can all be unambiguously related
to their relevant SI units, then the obtained particle size results (Stokes diameters) of the solid spherical
particles will be metrologically traceable to the SI unit of length, the meter. Establishing metrological
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traceability is a prerequisite for comparing measurement results which are obtained in different
laboratories and at different times [4,5].
However, most of the equation’s input quantity values do not remain constant during a measurement
sequence: the dispersion liquid of the injected samples accumulates on top of the density gradient and
thus continuously changes the ratio between M and S. Due to this dilution effect, the average density
and viscosity of the fluid the particles pass through is decreasing gradually until the gradient is no
longer steep enough to maintain a stable sedimentation (typically up to 8 h of operation). Furthermore,
commercial disc-CLS instruments, which are available today, do not have the capability of measuring
and controlling the temperature of the liquid inside the disc. As a result, possible temperature
variations, which can occur over time, can significantly alter the physical properties of the density
gradient through which the particles travel as well as the temperature-dependent particle properties.
Most of these challenges can be remedied by calibrating the method’s sedimentation time scale with
spherical reference particles prior to each sample measurement. In that case, the measurement model
mentioned above can be simplified (Equation (2)),
s
dSt,p = dcal

(ρcal − ρf )tcal

ρp − ρf tp

(2)

where dcal and ρcal are the particle size and the mean effective particle density values assigned to the
calibration material, and tcal is the sedimentation time of the calibration particles.
Materials consisting of spherical particles of polyvinyl chloride (PVC) with assigned particle size and
particle density values, supplied by the main manufacturer of disc-CLS instruments (CPS Instruments,
Inc., Prairieville, LA, USA) are used almost exclusively for the calibration of the sedimentation time scale.
The suitability and reliability of these calibrants have been validated in a previous study [6]. In that
study, the particle size and effective particle density of selected PVC calibrants were experimentally
determined using different validated methods. The results confirmed, on the one hand, that different
types and batches of PVC calibrants are very consistent with respect to their effective particle density
(i.e., 1.385 g/cm3 ), and, on the other hand, they also demonstrated that the assigned modal particle
diameter and particle density values are accurate within 5% and 3.5% respectively (at a 95% confidence
level). Thanks to the use of these PVC calibration particles, the disc-CLS method [7] has now become
an important part of today’s nanoparticle characterization toolbox. Although the reliability of the
PVC calibration materials has thus been demonstrated [6], the actual comparability of the measured
particle size results obtained for routine test samples is; however, limited because the critical properties
(i.e., particle size and particle density) of the used calibration particles (PVC or other), have often not
been characterized in a metrologically sound manner. For example, the “particle size” measurand
is not always unambiguously defined, and uncertainties and traceability statements are often not
given by the calibrant manufacturer. As a result, particle size measurement results obtained by the
commonly used disc-CLS method (Equation (2)) are mostly only traceable to the property values of the
calibrant used and not to the SI unit of length (Figure 1), which is the ultimate metrological reference
of the particle size traceability network.
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In the work presented here, we demonstrate that Stokes diameter results of silica nanoparticles
as measured with the calibrated or routine disc-CLS method (Equation (2)) can be made directly
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In the work presented here, we demonstrate that Stokes diameter results of silica nanoparticles as
measured with the calibrated or routine disc-CLS method (Equation (2)) can be made directly traceable
to the SI unit of length without the need for end users to demonstrate that the property values of
the particle calibrants used are SI-traceable. To do so, we have established a reference measurement
system that is based on the concepts of metrological traceability and measurement uncertainty, the
application of colloidal silica certified reference materials (CRMs), a reference measurement procedure
(Equation (1)) and the end user’s routine measurement procedure (Equation (2)). Finally, we explain
how the colloidal silica CRMs can be used by the end users to simplify or shorten certain sections of
the traceability network and how they form an effective anchoring point in the traceability to the SI
unit of length.
2. Materials and Methods
2.1. Chemicals
Sucrose powder for density gradient ultracentrifugation applications and n-dodecane of analytical
grade were purchased from Merck KGgA (Darmstadt, Germany).
2.2. Calibration Material
A water-based suspension of PVC particles, purchased from CPS Instruments, Inc. (Prairieville, LA,
USA), was used to calibrate the sedimentation time scale according to Equation (2). The PVC calibrant
had an assigned particle size value of (264 ± 13) nm and particle density of (1.385 ± 0.048) g/cm3 .
The indicated uncertainties, which correspond to a confidence level of about 95%, were estimated during
a previous study [6]. 50 µL of calibration material was injected before each sample measurement.
2.3. Certified Reference Materials
Two colloidal silica CRMs, labelled as ERM® -FD102 and ERM® -FD304, were provided by the
European Commission’s Joint Research Centre, JRC (Geel, Belgium). Both CRMs are aqueous
suspensions of near-spherical silica nanoparticles that come with certified values and uncertainties
for different measurands, including light extinction-weighted modal Stokes diameters obtained by
line-start and homogeneous incremental CLS. ERM-FD102 has a distinct bimodal size distribution
and the certified equivalent diameter values of (23.9 ± 2.0) nm and (88 ± 7) nm are valid for a mean
effective (buoyant) particle density of 2.0 g/cm3 . ERM-FD304 has a monomodal size distribution, and
its certified equivalent diameter value of (33.0 ± 3.0) nm is valid for a particle density of 2.305 g/cm3 .
The assigned uncertainty values correspond to a confidence level of about 95%. For each disc-CLS
measurement, sub-samples of 200 µL were taken from the undiluted CRMs using plastic syringes.
The exact volume injected was determined by weighing the syringe before and after injection.
2.4. Disc-CLS Conditions and Method
The Disc-CLS instrument used was a Disc CentrifugeTM model DC20000 (CPS Instruments, Inc.,
Prairieville, LA, USA). The instrument was operated at a rotational speed of 20,000 revolutions per
minute. The optically transparent disc has an inner diameter of 95.15 mm and an inner width of 6.4 mm.
Due to the assembly tolerances and a slight outward bulge of the disc’s faces at high rotational speed,
the inner width of the disc typically expands to 6.5 mm (personal communication CPS Instruments,
Inc.). A metal rim attached to the outside edge of the disc provides reinforcement against radial
expansion, leaving an uncertainty of the inner radius of 12.5 µm, which purely reflects the machining
tolerance. The optical system consisted of a photodetector and a laser diode with a nominal wavelength
of 405 nm. The photodiode was positioned at a radial distance of (43.0 ± 0.5) mm from the center of the
disc. The radial position of the photodiode was determined experimentally by injecting known volumes
of water into the empty disc while constantly rotating at 20,000 revolutions per minute. The signal
response of the detector changed significantly when the water, accumulating in the disc, reached the
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position of the detector. Based on the total volume of water injected, and on the inner dimensions of
the disc, the radial position of the detector could be determined. The carrier fluid contained a density
gradient constructed from sucrose solutions of (20.0 ± 0.1) g/kg and (80.0 ± 0.1) g/kg, respectively.
The sucrose solutions were prepared gravimetrically using an SI-traceably calibrated analytical
balance. The density gradient was built by injecting 9 × 1.6 mL of sucrose mixtures each containing a
lower concentration of sucrose. To reduce evaporation of the density gradient, approximately 0.5 mL
of n-dodecane was injected on top of the density gradient. To facilitate the formation of a stable
density gradient, an equilibration period of about 30 min was applied. The density and viscosity
of the sucrose solutions were preliminary determined at temperatures ranging from 20 ◦ C to 38 ◦ C
using a temperature controlled Stabinger Viscometer SVM 3001 with integrated oscillating density
measuring cell (Anton Paar GmbH, Graz, Austria). The density meter was calibrated with deionized
water. The 20 g/kg sucrose solution was measured in fourfold while the 80 g/kg sucrose solution
was measured in triplicate. The experimentally determined dynamic viscosity and density results are
depicted in Figure S2 of the Supplementary Information.
The disc-CLS instrument was operated in a laboratory whose ambient temperature was
maintained at (20 ± 1) ◦ C, following the documentary standard ISO 13318-2 [7]. Since the instrument
cannot be run in a calibration-free mode, each measurement was calibrated by injecting 0.05 mL of a
PVC calibration material with assigned values of the particle diameter and particle density of 264 nm
and 1.385 g/cm3 , respectively. These values, which have been assigned by CPS Instruments, Inc.,
are based on particle size measurements conducted with disc-CLS, gravitational sedimentation and
dynamic light scattering. Six independent replicates of each colloidal silica CRM were analyzed under
repeatability conditions within a time frame of maximum 5 h to ensure optimal conditions of the
gradient during measurement. The raw measurement data were plotted as light extinction-weighted
particle size distributions with a linearly scaled abscissa. The modal value of the Stokes diameter
distribution was used as the characteristic value.
At the end of the measurement sequence, the temperature of the density gradient was measured
by immersing an SI-traceably calibrated bead wire thermocouple (Type K), connected to an Extech
TM500 temperature datalogger (Extech Instruments Corp., Waltham, MA, USA).
3. Results and Discussion
3.1. Particle Size Analysis by Disc-CLS
The DC20000 disc-CLS instrument cannot be run in a calibration-free mode. Therefore, the
colloidal silica CRMs were first analyzed using the routine method (Equation (2)) which is based on
calibrating the sedimentation time scale of each measurement. This was done by injecting 50 µL of PVC
reference particles before each sample injection. To directly calculate particle size results according to
Stokes’ law, the raw and uncorrected particle sedimentation time data were exported and converted
into their equivalent light extinction-weighted Stokes particle diameters by applying Equation (1).
The reliability of this mathematical conversion depends on how reliable the different input quantity
values of Equation (1) can be determined. If the inner dimensions of the disc and the radial position of
the photodetector are known, then the physical properties of the density gradient through which the
particles travel can be calculated straightforwardly. It must be noted that these physical properties
are only valid for the very first measurement performed with the pristine density gradient. With the
injection of every new sample, a growing layer of water-based sample dispersant accumulates on
top of the sucrose density gradient (Figure S3) that affects the average viscosity, hη i, and the average
density, hρf i, of the carrier fluid, consisting of the sucrose gradient and the water layer, through which
the particles travel. For each subsequent measurement, the new position of the inner liquid surface
was calculated from the known volume of sample and calibrant injected, and the variable method
parameters hη i and hρf i were re-assessed using the method of linear extrapolation (Equation (S5)).
The initial properties of the density gradient, together with all other key method parameters and
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Table 2. Comparison of particle size results (mean ± expanded uncertainty) determined by routine
and reference disc-CLS methods.
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1

Particle Size 1 [nm]
Routine Reference
24.7 ± 2.5
90.1 ± 9.0
33.3 ± 3.1

23.1 ± 2.8
84.2 ± 10.1
31.1 ± 3.6

Light extinction-weighted modal Stokes diameter.

measurement results to be compared across space and time. Different types of metrological
references exist, with all providing a different level of metrological traceability (Figure 3).
As described in the introduction section, the frequently used routine disc-CLS method is often
calibrated with poorly characterized calibrants, and the metrological traceability of the obtained
particle size measurement results is therefore limited to the property values (particle size and
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As described in the introduction section, the frequently used routine disc-CLS method is often
calibrated with poorly characterized calibrants, and the metrological traceability of the obtained
particle size measurement results is therefore limited to the property values (particle size and density)
of the used calibrant (chain C). Traceability to a calibration artifact is not unusual and may be perfectly
suitable for a given purpose. However, measurement results obtained with different types of calibrants
(e.g., PVC vs. non-PVC) cannot be compared with each other in the given situation. A higher level
of traceability may be achieved if the routine method is fully validated and if a suitable CRM is
analyzed on a regular basis. If CRMs are produced using metrologically valid procedures, such as
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those described in ISO Guide 34 [10], then the assigned certified property values are considered to
be reliable estimates of the ‘true’ values. In that case, the CRM will provide a metrologically solid
anchoring point that directly links the end user’s measurement result in the metrological reference
of the certified value (chain B). For the colloidal silica case study, ERM-FD102 and ERM-FD304 have
been produced according to ISO Guide 34. However, the certified values were established on the basis
of an intercomparison study among expert laboratories that mostly used routine disc-CLS methods
calibrated with PVC reference particles. As a result, the certified values are only traceable to the
assigned values of the PVC calibrants. For the colloidal silica case study, this means that chain B and
chain C provide an equal level of traceability. In establishing the highest level of traceability (chain A),
we will demonstrate that the particle size values measured with the reference disc-CLS method can
be traceable to the SI unit of length. The relevant aspects needed for achieving SI-traceability are
discussed in the following sections.
3.2.1. Measurand Definition
One of the most basic steps of any measurement, and consequently of any traceability network, is
an unequivocal or explicit definition of the measurand or the quantity intended to be measured [1].
In particular, in the field of particle size analysis, different techniques apply different physical
measurement principles which determine different equivalent diameters. For a meaningful comparison
of particle size results, a detailed specification of the measurand is of utmost importance [8]. Particle
size results obtained with disc-CLS can be evaluated on the basis of light extinction, particle volume
(or mass) and particle number. Particle size results expressed on a volume and number basis are
more meaningful than results expressed in terms of light extinction. The conversion of volume-based
distributions into particle number-based distributions is straightforward as it only requires the size and
density of the particles. However, the conversion of the raw light extinction-weighted data into particle
volume-weighted data is a real challenge because accurate knowledge of the critical input parameter,
namely the complex refractive index of nanoparticles, is mostly not available [11]. To exclude the
potential influence of such unknown uncertainties on the measurement uncertainties of particle size
results from disc-CLS, only the light extinction-weighted Stokes diameter was considered during the
certification campaigns of the colloidal silica CRMs. Consequently, to allow a meaningful comparison
with the certified values, we only report light extinction-weighted results in this study.
Particle size results are often presented as a representative value that is derived from a
characteristic parameter (e.g., median, mean, mode) of the particle size distribution. These distributions
are either plotted as a density distribution (linear abscissa) or as a transformed density function
(logarithmic abscissa) [12]. A commonly reported characteristic value of a distribution is the mode
as it can be easily determined with a relatively low uncertainty [13]. A detailed specification of the
disc-CLS measurand that was evaluated in this study is summarized in Table 3 [8].
Table 3. Relevant features of the disc-CLS measurands.
Feature

Description

Physical principle
Technique
Detection system

Sedimentation rate measurement
Disc-CLS (line-start incremental mode)
Turbidity of an ensemble of particles with the same sedimentation rate
Routine method: conversion of time to particle size through sedimentation time
scale calibration
Reference method: conversion of sedimentation time to particle size through Stokes’ law
Sphere-equivalent Stokes diameter
Light extinction
Density distribution
Mode

Data analysis
Type of diameter
Type of weighting
Type of distribution
Representative value
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3.2.2. Traceability Network
To establish the highest level of traceability (chain A in Figure 3), one must demonstrate that all
input quantity values that significantly affect the accuracy of the final measurement result are traceable
to the relevant SI units. The arrangement of the different input quantities and their relation with
the measurement model (Equation (1)) is elaborated in the traceability network depicted in Figure 4.
The individual links of the traceability network which are critical for establishing traceability to the SI
unit of length are explained below.
1.

2.

3.
4.

5.

6.

The density of the sucrose solutions was measured using an oscillating-type density meter.
The working principle of this technique is based on the well-known law of harmonic oscillation [14].
The glass U-tube is excited to vibrate at the resonance or characteristic frequency of the introduced
sample, which depends on its mass. The density of the sample under investigation is calculated
using cell constants previously determined by measuring resonance frequencies when the sample
cell is filled with a calibrant (e.g., water, ethanol, iso-octane, toluene), which are certified for
density [15]. Measurement results obtained with an oscillating-type density meter are traceable
to the SI units of length and mass through calibration with suitable SI-traceable calibrants [16].
The cell constants used in the calculation of the density are temperature and pressure dependent.
However, the uncertainties of the temperature and pressure calibrations are assumed to be
negligible compared to the uncertainties of the input quantities of the Stokes’ equation. Hence,
the traceability chains of the temperature and pressure calibrations are omitted from the disc-CLS
traceability network in Figure 4.
The average dynamic viscosity values of the density gradient (between the detector’s position
M and the inner liquid surface S) were calculated from the inner disc dimensions, the viscosity
results that were obtained experimentally for the individual sucrose solutions (Figure S2) and
from the known volumes of each sucrose carrier fluid component used for constructing the density
gradient. Viscosity results are temperature dependent, and it can be assumed that the uncertainty
mainly depends on the accuracy of the temperature controller. The viscosity measurements were
performed at controlled temperatures using a rotational viscometer. The temperature controller
of the viscometer was SI-traceably calibrated by the manufacturer with ITS-90 fixed points [17].
The angular frequency of the disc-CLS instrument was verified by the manufacturer using an
SI-traceably calibrated tachometer.
The radial position of the photodetector (distance M) was measured using a paper strip with
integrated SI-traceable length scale that was especially designed by the manufacturer for the given
purpose. The measured distance was confirmed experimentally based on the inner dimensions
of the disc (personal communication CPS Instruments, Inc.) and by injecting known volumes of
water until a significant change of the signal response of the detector was recorded.
The radial positions of the inner liquid surface (distance S) were determined based on the inner
dimensions of the disc, the known volume of the sucrose density gradient and the known volumes of
sample (+calibrant) injected during a measurement sequence. The effective volumes were determined
gravimetrically using an SI-traceably calibrated balance and using the known density of water at 20
◦ C.
The effective (buoyant) density of the silica nanoparticles was determined experimentally
using isopycnic velocity interpolation and multi-velocity sedimentation approaches [6,18,19].
The measurement principle is based on the creation of a density gradient in an optically
transparent cell. The particles to be analyzed migrate through the density gradient until they
reach the zone where the density of the gradient matches the effective density of the particles.
The zone of particle accumulation is detected optically. The density gradient can be constructed
in an SI-traceable manner (temperature controlled, liquids of known density); hence, the effective
density of the nanoparticles can also be considered to be SI-traceable.
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The sedimentation times of the particles, which are measured using the integrated computer clock,
correspond to the time intervals between the start of measurement and the detection of a particle
population (e.g., modal value of a PSD). SI-traceability of these time interval measurements can
be established, for example, by accessing an SI-traceable Network Time Protocol service over a
data network or by using a calibrated stopwatch.
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3.2.3. Measurement Uncertainties for Results of CRMs
In the previous section, we showed SI-traceability of particle size results, obtained with the
reference disc-CLS method, by relating each input quantity value of the underlying measurement
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3.2.3. Measurement Uncertainties for Results of CRMs
In the previous section, we showed SI-traceability of particle size results, obtained with the
reference disc-CLS method, by relating each input quantity value of the underlying measurement
model to its relevant SI unit. As can be seen from the VIM’s definition of metrological traceability,
however, the traceability network alone is insufficient to allow a meaningful comparison of
measurement results without also specifying the measurement uncertainty. Indeed, each measurement
unit that occurs in the traceability network has been practically realized from laboratory measurements
whose results are imperfect estimates of the different measurands. These imperfections arise from both
systematic and random uncertainties. To allow for meaningful comparisons, the final measurement
result must be accompanied by a realistically estimated measurement uncertainty that combines the
significant uncertainty contributions from the different input quantity values. The input quantities
whose uncertainties are considered to have a significant influence on the combined uncertainty, uc (dSt,p ),
of the output quantity or the measurand, dSt,p , are arranged in the fishbone diagram shown in Figure 5.
The relative uncertainties related to the main branches of the fishbone diagram are estimated according
to the procedures described in the Guide to the Expression of Uncertainty in Measurement (GUM) [20].
Considerations for estimating each uncertainty component are discussed below.
1.

2.

For similar types of disc-CLS instruments, Kamiti and co-workers have demonstrated, using a
tachometer, that the rotational speed is accurate within 0.4% [21]. This value is considered to be a
realistic estimate of the relative standard uncertainty for the angular frequency, u(ω).
Among the different uncertainty sources shown in the fishbone diagram, temperature is considered
to be the most important factor affecting the average viscosity of the gradient. The instrument,
however, does not allow for the on-line monitoring of the gradient’s temperature during sample
analysis. Instead, the temperature of the gradient can only be measured manually by immersing
a temperature sensor in the carrier fluid immediately after having stopped the instrument.
We conservatively consider that the measured temperature agrees with the temperature of the
equilibrated gradient (during operation) within ±0.5 ◦ C. For the given temperature variation, and
using the experimental viscosity data shown in Figure S2, the average viscosity of the pristine
gradient has a range of 0.018 mPa s. The experimental viscosity measurements were performed
under intermediate precision conditions (different days). For both types of sucrose solutions, the
standard deviation calculated from the replicate results at 30 ◦ C was 0.043 mPa s. Considering
that the effect of temperature on the viscosity follows a rectangular probability distribution (with
a half-width of 0.009 mPa s), the absolute standard uncertainty for the average viscosity of the
sucrose gradient, u(η), is estimated according to Equation (3),
s
u(η ) =

3.

4.

0.009 2
0.0432 + √
3

(3)

For an average viscosity of 0.907 mPa s, the relative standard uncertainty corresponds to 4.8%.
Using the approach explained for estimating the uncertainty of the average viscosity, a standard
combined uncertainty of 0.0002 g/cm3 was estimated for the average density of the sucrose
gradient by combining the standard deviation (0.0001 g/cm3 ) of the density results at 30 ◦ C
and the half-width (0.0001 g/cm3 ) of the rectangular distribution when assuming a temperature
fluctuation of ±0.5 ◦ C. For an average density of the sucrose gradient of 1.0067 g/cm3 , the relative
standard uncertainty, u(ρf )/ρf , corresponds to 0.01%.
The radial position of the photodetector (M) was determined to be located 4.25 cm from the
center of the disc. The distance was confirmed using a paper strip specifically designed by the
manufacturer for this purpose. A standard uncertainty, u(M), of 0.05 cm, or 1.18% in relative
terms, is considered realistic.
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5.

The radial position of the inner liquid surface (S) of the sucrose gradient depends on the total volume
of the two sucrose solutions injected and on the injected volumes of the samples. The gradient is
created by injecting nine 1.6 mL volumes of a mixture of 20 g/kg and 80 g/kg sucrose solutions
and one 0.5 mL volume of n-dodecane. The sucrose solutions were injected using disposable
plastic syringes with a volume scale graduated in 0.1 mL intervals. If the syringes are carefully
filled with liquid, i.e., by avoiding air bubbles, then a volume accuracy of ±0.05 mL can be
achieved for each injection. In this case, the effective volume of the sucrose gradient (+0.5 mL
of n-dodecane) in the disc is expected to be between 14.40 mL and 15.40 mL, corresponding
to S values of 3.93 cm and 3.87 cm, respectively. Based on the half-width (0.06 cm) calculated
from the values for S, and assuming a triangular probability distribution, the relative standard
uncertainty is about 0.6%. Sub-sampling and sample injection were performed using disposable
plastic syringes with a volume scale graduated in 0.01 mL intervals. For each measurement,
a nominal volume of 0.20 mL of the undiluted silica CRM was injected. Based on repeated
sampling and injection experiments, the uncertainty associated with the effective sample volume
has been estimated to be 3.43% or 0.01 mL. The relative standard uncertainty, u(S)/S, is estimated
according to Equation (4):
p
(4)
u(S)/S = 3.432 + 0.62

6.

A relative standard uncertainty, u(ρp )/ρp , of 2.50% for the effective density of silica nanoparticles
has been determined in a previous study [6].
The uncertainty associated with the sedimentation time, u(tp ), of the silica nanoparticles is
assumed to comprise a contribution related to the actual start of the time recording (time lag
between manually starting the measurement and sample injection) and a contribution related
to the measurement of the time at which the modal value occurs. The time lag between
sample injection and the start of the measurement is estimated to be in the range of 0.1 s to
0.5 s. Compared to the relatively long measurement time required for silica nanoparticles,
this short time lag can be assumed negligible, and the uncertainty mainly depends on the
repeatability of the time measurements of the modal value. Throughout a measurement
sequence, the volume of the carrier fluid increases and thus also the sedimentation times.
The relationship between sedimentation time and the number of injected replicates is linear.
To estimate the uncertainty, u(tp ), the sedimentation times are normalized using the slope of the
linear relationship. Based on the half-width (0.4 s and 12.4 s for the large and small nanoparticle
populations of ERM-FD102), and by considering a triangular probability distribution, the relative
standard uncertainties of the sedimentation time are 0.3% and 0.7%, respectively for the large
and small nanoparticle populations.

7.

According to the guidelines described in the GUM, and for the given measurement model
(Equation (1)), the relationship between output quantity, dSt,p , and the input quantities, ω, η, ρp , M, S,
ρf , and tp , can be expressed as in Equation (5):
dSt,p = f ω, η, M, S, ρf , ρp , tp



(5)

To evaluate the combined uncertainty, uc (dSt,p ), the GUM applies the law of propagation of
uncorrelated uncertainties as follows (Equation (6)):
 2
 2
 2
  ∂ f 2

∂f
∂f
∂f
u2c dSt,p = ∂ω ·u2 (ω ) + ∂η ·u2 (η ) + ∂ρ ·u2 (ρf ) + ∂ρp ·u2 ρp
f
 2
 2
 2


∂f
∂f
2
2
+ ∂M ·u ( M) + ∂S ·u (S) + ∂t∂ fp ·u2 tp + u2 tp

(6)

where ∂f /∂xi is the so-called sensitivity coefficient for the input quantities xi , which is the partial
derivative of dSt,p with respect to xi . It is a measure of how much the measurement result of the
measurand dSt,p is affected by changes in the input quantity, xi . An overview of the standard

Equation (4):
𝑢(𝑆)/𝑆 =

3.43 + 0.6

(4)

A relative standard uncertainty, u(ρp)/ρp, of 2.50% for the effective density of silica
nanoparticles has been determined in a previous study [6].
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Table 4. Uncertainty budget for a single disc-CLS measurement (reference method) of nominally 80 nm
silica nanoparticles (ERM-FD102).
Quantity, xi [unit]

Quantity Value

Standard
Uncertainty, u(xi )

Distribution
Type 1

Contribution
∂f /∂xi ·u(xi ) [nm]

Angular frequency, ω [rad/s]

2094

9

N

−0.34

Average viscosity of the carrier
fluid between M and S, η [Pa s]

0.0091

0.0004

N&R

2.05

Average density of the carrier
fluid between M and S, ρf
[g/cm3 ]

1.0070

0.0001

N&R

<0.01

Radial position photodetector,
M [cm]

4.25

0.05

N

1.39

Radial position of inner liquid
surface, S [cm]

3.87

0.03

T&N

3.76

Density silica, ρp [g/cm3 ]

2.0

0.05

N

−2.14

Sedimentation time silica, tp [s]

48.2

0.2

T

−0.15

Stokes diameter, dSt,p [nm]

83.7

1

Combined measurement uncertainty,
uc (dSt,p ) [nm]

5.0

Expanded (k = 2) measurement
uncertainty, U [nm]

10.0

N, normal; R, rectangular; T, triangular.
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Table 5. Uncertainty budget for a single disc-CLS measurement (reference method) of nominally 20 nm
silica nanoparticles (ERM-FD102).
Input Quantity, xi [unit]

Quantity Value

Standard
Uncertainty, u(xi )

Distribution
Type 1

Angular frequency, ω [rad/s]

2094

9

N
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Contribution
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−0.09
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N&R

0.55

Table 5. Uncertainty budget for a single disc-CLS measurement (reference method) of nominally 20
Average density of the carrier
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fluid between
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1.0070
0.0001
N&R
<0.01
f

3]
[g/cm
Input Quantity,
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Quantity
Value
4.25
2094

[unit]
Radial position photodetector,
Angular
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M [cm]
the carrier
RadialAverage
positionviscosity
of innerofliquid
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M and S, η [Pa s]
surface,
S [cm]
Average density of the carrier

3
Density
silica, ρpM[g/cm
fluid between
and S, ]ρf [g/cm3]

Radial position
photodetector,
M
Sedimentation
time silica,
tp [s]

0.0004
0.03

N&R
T&N

0.55 −0.84

1.0070
2.0

0.0001
0.05

N&R N

<0.01−0.57

4.25

0.05

3.87

1
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5.1

N

T

0.37

Combined measurement uncertainty,
uc (dSt,p ) [nm]
0.03
T&N

22.5

Stokes diameter, dSt,p [nm]

Contribution
∂f/∂xi·u(xi) [nm]
0.37
−0.09

0.0091
3.87

675

[cm]
Stokes
diameter,
dSt,p
[nm] liquid
Radial
position
of inner
surface, S [cm]
Density silica, ρp [g/cm3]
Sedimentation time silica, tp [s]

Distribution
Type 1
N
N

Standard
Uncertainty, u(xi)
0.05
9

−0.84

Expanded
(k = 2) measurement
2.0
0.05
N
uncertainty, U [nm]
675
5.1
T
N, normal; R, rectangular;
T, triangular.uncertainty,
Combined measurement
22.5
uc(dSt,p) [nm]
Expanded (k = 2) measurement
uncertainty, U [nm]

−0.09
1.3

−0.57 2.7
−0.09
1.3
2.7

N, normal; R,and
rectangular;
T, triangular.
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uCRM, of the certified value of the CRM (Equations (8) and (9)):
𝑢c2 𝑑St,p =

𝜕𝑓
𝜕𝑑cal

2

∙ 𝑢2 𝑑cal +

𝜕𝑓
𝜕𝜌cal

2

∙ 𝑢2 𝜌cal +

𝜕𝑓
𝜕𝜌f

2

∙ 𝑢2 𝜌f +

𝜕𝑓
𝜕𝜌p

2

(7)

(7)


++𝑢u2
,
u2𝑢 ==u𝑢2c d𝑑St,p
CRM

(8)

(8)

U
=𝑘k∙·𝑢u
𝑈=

(9)

(9)

∙ 𝑢2 𝜌p +

𝜕𝑓
𝜕𝑡cal

2

∙ 𝑢2 𝑡cal +

𝜕𝑓
𝜕𝑡p

2

∙ 𝑢2 𝑡p

Separations 2019, 6, 15

16 of 18

When selecting a CRM for simplifying the traceability network, one must ensure that the certified
value embodied in the CRM is truly SI-traceable and that there are no conflicts concerning the measurand
definition. Only if those two requirements are fully met, the CRM will provide an effective anchoring
point in the traceability network of the end user’s method. Equations (7)–(9) provide a general approach
for propagating different uncertainties based on the underlying measurement model. However, the end
user should always carefully check which uncertainty contributions are included in uCRM . For example,
the uncertainty of the disc-CLS certified value of ERM-FD102 contains relative standard uncertainty
contributions of 2.5% and 2.2% for the effective density of silica nanoparticles and for the use of different
PVC calibrants, respectively. As explicitly stated in Section 4.3.10 of the GUM [20], double-counting of
uncertainty components must be avoided. As a result, the corresponding individual standard uncertainties
(u(ρcal ), u(dcal ) and u(ρp )) should, in this example, be taken out of Equation (7).
4. Conclusions
Due to the lack of calibration materials with SI-traceable property values, particle size results
obtained by the popular routine disc-CLS method are only traceable to the property values of the used
calibrant. Such a low level of metrological traceability hampers the comparability of results, particularly if
measurements are conducted with different types of calibrants. In this study, we have demonstrated that
the highest level of traceability, i.e., to the SI unit of length, can be achieved via two alternative routes.
The first route requires the disc-CLS method to be operated in the calibration-free mode (reference
method). In practice, this means that the particle size is calculated according to Stokes’ law. However,
the application of Stokes’ law is strongly complicated by the fact that each input quantity value
needs to be accurately assessed for each new sample injection. This measurement requirement is a
major constraint, hence making the reference method a less preferred option for routine laboratories
which typically need to analyze samples at a high throughput. Despite the many scientific challenges,
and to the best of our knowledge, the results presented in this study demonstrate for the first time
that the reference method can yield accurate results for CRMs, which consist of near-spherical silica
nanoparticles with equivalent diameters in the range of 20 nm to 90 nm and effective densities in
the range of 2.0 g/cm3 to 2.3 g/cm3 . The certified values for disc-CLS embodied in the CRMs are
the result of intercomparison studies among expert laboratories. Since most of these laboratories
used the routine disc-CLS method in combination with non-traceable PVC calibrants, the certified
values are only traceable to those PVC calibrants and not the SI. The data presented now show that
the results obtained with the reference method agree with the certified values. On that basis, the
metrological traceability statement of the certified values for the particle size measured by disc-CLS
could be upgraded from traceable to “the size values provided for the PVC calibrants supplied by CPS
Instruments, Inc.” to “the International System of Units (SI)” for the colloidal silica CRMs.
Instead of using the complex and less user-friendly reference method, the second route is based
on the routine method complemented with measurements on colloidal silica CRMs whose certified
values have now been demonstrated to be SI-traceable. These CRMs are, on the one hand, valuable
metrological tools which allow end users to demonstrate that the performance of their disc-CLS
method is free from significant measurement biases or systematic errors. On the other hand, the
proven link to the SI unit of length provides an effective anchoring point and simplifies the traceability
network, making the routine results via the certified values of the CRMs directly SI-traceable and thus
comparable across space and time.
Supplementary Materials: The following are available online at http://www.mdpi.com/2297-8739/6/1/15/s1,
Figure S1: Metrological traceability network attempting to link disc-CLS particle size measurement results to
the SI unit of length through PVC calibration particles characterized by transmission electron microscopy and
isopycnic velocity interpolation sedimentation, Figure S2: Temperature dependence of dynamic viscosity (open
squares) and density (solid squares) of 20 g/kg (a) and 80 g/kg (b) sucrose solutions. The error bars correspond
to the standard deviation; dashed lines represent linear fits, Figure S3: Simplified schematic of the functioning
hollow disc (front view) of a disc-CLS instrument. The disc is partly filled with a carrier fluid which comprises
a radial density and viscosity gradient after stabilization. The dilute sample is injected at the center of the disc

Separations 2019, 6, 15

17 of 18

(solid black circle). Particles travel radially outward through the density/viscosity gradient (dark blue ring)
and sedimentation times are recorded by the photodetector (black solid square) whose radial position is given
by the dotted black circle. A ring of water-based dispersant liquid (light blue ring) is formed on top of the
density/viscosity gradient, Equation (S1): sedimentation velocity of a particle in a centrifugal field, Equation (S2):
Stokes law when considering a linear gradient in viscosity and density, Equation (S3): calculation of the fluid
density term, Equation (S4): calculation of the fluid viscosity term, Equation (S5): Linear extrapolation of the
average density of carrier fluid, Table S1: Overview of key parameters (all replicates) for the direct calculation of
Stokes diameter results using the reference disc-CLS method, Table S2: Uncertainty budget for a single disc-CLS
measurement (reference method) of ERM-FD304.
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Abbreviations and Symbols
CRM
dcal
dSt,p
Disc-CLS
GUM
ISO
ITS-90
JRC
k
M
N
PSD
PVC
R
S
SI
tcal
tp
T
u
uc
U
VIM
xi
η
ρcal
ρf
ρp
ω

certified reference material
assigned particle size of calibrant
Stokes diameter of test particles
disc centrifugal liquid sedimentation
Guide to the Expression of Uncertainty in
Measurement
International Organization for Standardization
International Temperature Scale of 1990
Joint Research Centre of the European Commission
coverage factor
radial position of the detector
normal distribution
particle size distribution
polyvinyl chloride
rectangular distribution
radius of the inner liquid surface
International System of Units
sedimentation time of the calibration particles
sedimentation time of the test particles
triangular distribution
standard uncertainty (confidence level 68%)
combined uncertainty (confidence level 68%)
expanded uncertainty (confidence level 95%)
Vocabulary of Metrology
quantity
average dynamic viscosity between M and S
assigned mean effective particle density of calibrant
average density of the carrier fluid between M and S
effective particle density
angular frequency of the disc
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